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Abstract 

The effective use of borehole radar in geophysical exploration requires accurate knowledge of the dielectric 

properties of the geological system in which it is employed. The attenuation and propagation velocity 

of pulses through rock must be known in order to plan and interpret experimental data. Conventional 

destructive methods for the measurement of hard rock cores require the careful preparation of samples. 

This firstly necessitates the selection of sampling position and the resulting estimation of rock properties 

based on sparse measurements, and secondly results in the loss of material and thus data. 

The ready availability of cylindrical borehole core samples invites the use of a nondestructive means 

of measuring their properties. A novel design for a flexible guarded capacitor which conforms to a 

core's cylindrical surface is presented here. T he proposed device has numerous advantages over previous 

methods. No material is lost to sample preparation and a detailed characterisation of the entire core, 

including inclusions and transitions between rock types, may be performed. 

A detailed methodology for the rapid construction of a robust capacitor is given. Guidelines for its 

operation to achieve repeatable and accurate measurements of the complex dielectric constant of samples 

of varying homogeneity in the 1- 25 MHz frequency range are presented. 

The increased amount of data collected from complete core samples is analysed statistically, and 

amongst other things allows the estimation of the rock's homogeneity. Comparisons of the dielectric 

properties measured in the laboratory to propagation velocity estimates obtained from crosshole borehole 

shoots show that a more homogeneous sample is a better predictor of bulk propagating conditions. 

Detailed studies of the dielectric properties of economically important diamondiferous and platiniferous 

geological systems show that borehole radar is a feasible tool for the high resolution delineation of ore 

bodies and other geological targets. 
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Opsomming 

Die effektiewe gebruik van boorgatradar in geofisiese eksplorasie benodig akkurate kennis van die dielektriese 

eienskappe van die geologiese sisteme waarin dit gebruik word. Kennis van die verswakking en voort

plantingsnelheid van pulse deur die rots word benodig om eksperimente te beplan en gemete data te 

interpreteer. Vir konvensionele destruktiewe meetmetodes van harde rotskerne is noukeurige voorbereid

ing van monsters noodsaaklik. Hierdie proses vereis eerstens 'n keuse van meetposisies en die afskatting 

van rotseienskappe gebaseer op verspreide metings, en lei tweedens tot die verlies van materiaal en dus 

data . 

Die beskikbaarheid van silindriese bom·gat kernmonsters maak dit moont lik om die kerneienskappe 

op n nie-destruktiewe manier te meet. Die ontwerp van 'n nuwe buigbare afgeskermde kapasitor wat 

op 'n silindriese kernoppervlak pas, word hier voorgestel. Die toestel het verskeie voordele bo huidige 

metodes. Geen materiaal word gedurende monstervoorbereiding verloor nie, en 'n volledige beskywing 

van die eienskappe van die hele kern , met insluitings en oorgange tussen rotstipes, kan verkry word. 

'n Gedetaileerde prosedure vir die vinnige konstruksie van 'n robuuste kapasitor word gegee. Die 

gebruik van die toestel vir herhaalbare en akkurate metings van die komplekse dielektriese konstante van 

verskillend homogene monsters in die 1- 25 MHz frekwensie bereik word beskryf. 

Die groter hoeveelheid data wat deur middel van hierdie metode van hele kernmonsters verkry kan 

word , word statisties geanaliseer , en laat onder andere 'n skatting van die rots se homogeniteit toe. 

Vergelykings van laboratoriumgemete rotseienskappe met veldskattings van voortplant ingsnelhede wys 

dat 'n meer homogene monster tot 'n beter afskatting van werklike voortplantingstoestande lei. Studies 

van die dielektriese eienskappe van ekonomies belangrike diamanthoudende en platinumryk geologiese 

sisteme wys dat boorgatradar geskik is vir hoe resolusie uitkenning van ertsligame en ander geologiese 

teikens. 
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Chapter 1 

Introduction 

Geophysical exploration is driven by two motivating factors: economical and safety. Mining, especially 

at depth, is an expensive and hazardous undertaking. The need for prior knowledge of the structure 

of desirable targets like reefs or other ore bearing bodies, and the location of potentially dangerous 

disruptions to the reef such as faults, dykes , rolls, or water bearing inclusions, is well established [1]. 

Risks of potentially fatal slippage, rockburst and strainburst are greatly increased in the vicinity of these 

disruptions , as demonstrated in Figure 1.1 by the superimposition of fatal ities onto a map displaying rolls 

on the Ventersdorp Contact Reef. The accurate delineation of ore bodies and disruptions to them (e.g. 

potholes interrupting the UG2 reef in the Bushveld Igneous Complex [2] - cf. Chapter 6.3) is of course 

also of substantial economical importance. 

,..._ Position of ron 

T Dip dir&dion of 
roll 

Typej of Ewnt 

X Fail of g1ound 
o Roclt.bu~ta 

• Stralnb.Jrst 

Figure 1.1: Superposition of fatalities on map showing occurrence of rolls at West
ern Deep Levels and Driefontein Gold Mines (1991-1995) [1]. 

Geophysical exploration has taken substantial strides thanks to the use of seismic and electromagnetic 

techniques in conjunction with core logging. The drilling of exploratory boreholes is however expensive 

and interpolations based on incomplete information are necessary to obtain a (hopefully) accurate picture 

of the geological scenarios to be encountered . Owing mainly to the rise of signal attenuation with 

freq uency, most remote sensing methods are relatively low frequency and consequently only allow low 
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resolution estimation of the structure and position of ore bodies and other geological features. The price 

associated with drilling makes it desirable to maximise the information obtained from any one borehole. 

T he recent developments in borehole radar (BHR) technology (see for example [3, 4, 5]) have seen an 

increase in its use, particularly as a high resolution imaging tool [6]. The use of any radar technology 

underground is completely dependent on knowledge of how the electromagnetic wave will be altered by 

the rock it is propagating through. In particular , a propagating signal loses energy as it t ravels, and will 

be partially reflected from interfaces between materials with differing properties. The range of detection 

of such a cont rasting rock type is determined by the energy lost during transit - t his is related to the loss 

tangent of t he material; the accurate calculation of the distance to a t arget is made possible by knowledge 

of the signal's propagation velocity, which is directly related to the rock's relative permittivi ty. Knowledge 

of the frequency characteristics of attenuation and signal velocity is critical for interpretation of radar 

data, and even potent ially the design of the radar components themselves. If the attenuation constant 

changes with frequency, the dominant frequency of a propagating pulse will change with distance, as will 

the pulse shape and envelope and phase velocity. 

In many South African mines, the diamond drilling of covering boreholes (typically of about 48 mm in 

diameter) for the detection of dykes and water fissures is a legal requirement [1]. This not only provides 

an ideal opport unity for t he deployment of a BHR system, but also, in the form of t he core samples, a 

ready supply of the rock immediately relevant to signal propagation. What's more, t he samples come out 

of t he diamond drilled boreholes pre-prepared. They are usually smoothly cylindrical, in lengths of up 

to about half a metre, inviting t he application of an appropriately designed device to t he measurement 

of their dielectric properties. 

To place the following review of dielectric measurement techniques in perspective, it would at this 

point be useful to outline the requirements for a measuring device for these hard rock cores . First , the 

system should be nondestructive. The pre-prepared cores allow the avoidance of many negative factors 

relating to the preparation of samples - this must be taken advantage of. Second , t he device should allow 

the in situ measurement of core samples, that is, it should be robust and portable enough to conduct 

measurements in a core yard. Finally, t he device should measure the rock propert ies in a frequency range 

relevant to BHR (1- 25 lVIHz in this case) with sufficient accuracy to enable meaningful predictions to be 

made regarding the feasibility of borehole radar experiments. 

T h e Characterisation of Dielectric Material P roperties 

All measurement techniques have in common the desire to relate some measurable quanti ty to the complex 

dielectric constant E* . T he measured capacitance in t he case of a parallel plate capacitor or the shift 

in resonant frequency in t he case of the resonant cavity method, for example, both depend on the 

permittivity of the material under test (MUT ). A variety of techniques have been developed to determine 

the permi ttivity and loss tangent of dielectric materials. In addition to Von Rippel's seminal text [7], 

useful reviews have recent ly been conducted by, amongst others, Eaker-Jarvis et al. [8], Afsar et al. [9], 

Bussey [10] and Roussy et al. [11 , Ch. 5.7]. 

Measurement techniques can be broadly classified as destructive, that is, requiring t he preparat ion of 

a sample of the material to be tested , and nondestructive. Different techniques have different areas of 

applicability in terms of frequency range, accuracy and convenience. There is often a t rade-off between 

these aspects: resonant cavity techniques, for example, have extremely high accuracy but tend to be 

narrow band , while transmission line methods, on t he other hand, can be used over a wide frequency 

band but are inconvenient since they require careful machining of samples. A comparison of various 

dielectric measurement categories is given with their respective advantages, disadvantages and typical 

measurement accuracies in Table 1.1. Also listed are a number of references in which different techniques 

were applied to the measurement of the dielectric properties of hard rock. 
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Technique Advantages Disadvantages Typical Accuracy Example 

TL methods Broadband Sample preparation ±5%, ± 0.01 [12, 13] 
Capacitor Normal E-field Air gap ± 1%, ± 1o- 4 [14, 15, 16, 17, 18] 

Cavity Very accurate Narrowband, low loss ± 0.2%, ±5 X 10-5 [19, 13] 
Resonator Very accurate Low loss region ± 0.2%, ±5 X 10- 5 

Open-ended probe Non destructive Contact problem ± 10%, ±0.02 [19, 20 , 21 ] 
Surface waves High frequency Mode identification ± 10%, ± 1o- 6 

Free-space Nondestructive Noisy ±5%, ± 1o- 2 

Table 1.1: Comparison of a number of dielectric measurement categories (modi
fied from [8]) . Typical accuracy is given in percentage of Er and absolute t an 8; 
the references listed are examples of the use of the respective techniques in the 
measurement of hard rock. 

The focus here shall be on t he nondestructive techniques, of which there appear to be a conspicuous 

dearth in Table 1.1 , and particularly on those techniques applicable to the measurement of cylindrical 

samples. This perceived shortage is somewhat deceptive, since a number of other techniques may be 

adapted to be nondestructive if the sample geometry is suitable. For example, a slab of material with fiat 

parallel sides may lend itself to measurement by a parallel plate capacitor or open ended coaxial probe. 

A number of techniques hold promise for modification to the cylindrical geometry. The open ended 

coaxial line technique, shown schematically in Figure 1.2, is used for the measurement of smooth fiat 

surfaces by placing it flush against the sample and measuring the reflection coefficient. The complex 

permittivity is then "extracted from the reflection coefficient by modelling the fringing fields at the dis

cont inui ty as an equivalent lumped admittance" [22]. Circuit parameters are inferred from measurements 

on known materials before being used to calculate the permittivity of t he MUT. A more complete analysis 

taking into account higher order transverse magnetic modes in the coaxial line and the propagation of 

radiation into the sample was done by Mosig et al. [23]. The introduction of an air gap between the end 

of the coaxial line and the sample surface, whether from inexact probe construction or surface roughness, 

can reduce the sensitivity of the probe and result in errors in predicted permittivity. Theoretical cal

culations by Gershon et al. [24] show how increasing the gap width increases the reflection coefficient 's 

magnitude and phase to one and zero respectively. Especially at lower frequencies, the fringing fields 

penetrate very little from the end of the probe t ip. An exact analytical analysis of the probe including 

'lift-off' , t hat is, the presence of an air gap, has been done by Eaker-Jarvis et al. [25], who make t he 

same observations as Gershon et al. but in addition investigate the effects of frequency. This technique 

does suffer from a large uncertainty in the measurement of the imaginary part of the permittivity, E
11 

in low-loss materials. Gershon et al. recorded accuracies of 5 % for E
1 but only 24 % for E

11 relative to 

standard measurements using an HP probe [24]. The coaxial line end may in principle be modified to fit 

onto a cylindrical sample's curved surface, but no analytical solution to this problem is known. Further, 

the resulting probe would be extremely dependent on the core diameter and thus not very versatile. 

The desire to non-destructively measure t he permittivity of circuit boards, thin films , and substrates 

has led to open transmission line techniques. A microstrip , stripline, or coplanar fixture is formed on 

t he material of interest, the system is operated in resonance, and measurements of t he transmission and 

reflect ion responses are related to permittivity. The loss tangent can be obtained from a measurement of 

the quality factor. The complex dielectric constant depends on the fields in the sample and the fringing 

fields. Quite an extensive physical modelling of t he system is required for E* to have any fundamental 

significance [8] . An example of such a multi-conductor coplanar system adapted to a cylindrical geometry 

was described by Karpuz et al. [26] . 
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Figure 1.2: Geometry of and fields associated with the open-ended coaxial probe 
[22]. 

But the technique which holds the most promise for solving the problem at hand is dielectric profiling 

(DEP). This capacitive technique, generally ascribed to Moore and Paren [27], has been used to measure 

the permittivity and conductivity of ice cores. The following detailed discussion of this technique will 

t race its development from Moore and Paren 's 1987 device to the more advanced electrode system and 

analytical solution described by Wilhelms [28] for his measurement of Antarctic ice core samples. 

The capacitor of Moore and Paren [27] consisted of twenty 5 em wide palladium coated brass segments 

- the measuring1 electrodes - spanning an angle of 108° , with a 25 em guard electrode at each end , 

and flat side guards of 140 mm width extending out from the core along the entire 1.5 metre capacitor 

length. The feed electrode was the same length and shape as the sensing and guard combination . The size 

and shape of the curved electrodes, which had the same radius of curvature as the cores being measured, 

were determined experimentally to address the compromise between measurement resolution and suitable 

impedance magnit ude. The entire assembly was shielded from external electromagnetic interference by an 

aluminium case. During a measurement , two adjacent electrodes were switched 'on ' as active capacitors, 

while the remainder were grounded, thus forming part of the guard. Measurements between 20 Hz and 

300 kHz were conducted at an estimated accuracy of 0.5 % over "most of the measurement range". A 

schematic of t his configuration is shown in Figure 1.3(a) . 

A subsequent article by Moore and Maeno [29] added a simplistic analytical treatment of the curved 

capacitor wherein an average value for plate separation was used in place of din the standard EA/ d parallel 

plate capacitor equation . The resulting expression was in "satisfactory" agreement with experimental 

results for air capacitance. 

A successor to t he Moore and Paren system was described by Moore [30]. The capacitor geometry in 

this case, shown in Figure 1.3(b) , was notably different in that one electrode was curved while the other 

was flat. The halved core sample rested in a curved cradle while a narrow guarded measuring electrode was 

passed along the core's flat upper surface. Arguably a step backwards, since sample preparation was now 

again required , the motivation was to increase the geometric capacitance by reducing the plate spacing, 

thus allowing a narrower measuring electrode (3 nun wide) to make higher resolution measurements. 

Measurements were conducted at millimetre resolution at 50 kHz. 

The instrument described by Wilhelms in his thesis [31], and again in the paper by Wilhelms et al. 

[32], had two important geometric changes. First , the guard electrode was also curved, approaching the 

extended feed electrode to form only a small gap between the two. This geometry allowed Wilhelms to 

derive an analytical expression for the ideal geometric capacitance between the sensing and feed electrodes. 

Second, t he guard was extended to enclose the sensing electrode, thereby shielding it and preventing stray 

fields from the rear of the sensing electrode from affecting the measurement. A schematic representation 

of the geometry is shown in Figure 1.4 [31]. The mechanical configuration in this case again had the 

1T he ' measuring ' elect rode is the gua rded elect rode, while t he ' feed ' elect rode is t he ungua rded opposing one. These 
concepts a re discussed in more deta il in Sections 2.3 and 2.4 . 
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Figure 1.3: The electrode assemblies of (a) Moore and Paren [27] and (b) Moore 
[30]. 
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core resting in a 3.5 metre long cradle formed by the aluminium feed electrode. The sensing electrode, 

with dimensions of 10 mm by 108°, was surrounded by a 70 em long guard electrode; the sensor-guard 

combination was moved along the core sample by a stepper motor. Measurements to a frequency of 1 MHz 

were conducted to a claimed accuracy of 4.5 % in the case of permittivity and 8- 15 % for conductivity 

[32]. The entire apparatus, wit h supporting equipment, weighed about 130 kg and was transported in 

three crates measuring 60 x 80 x 40 em. 

(,'J(). 
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Figure 1.4: Three dimensional and end views of t he electrode geometry of Wilhelms 
[31]. The '10' and 'HI ' electrodes are the sensing and feed electrodes respectively. 

Vlilhelms' subsequent dissertation [28] expanded upon his previous work in a number of ways. The 

quasistatic analytical solution for the capacitance was extended to take into account the finite nature of the 

guard electrode. This necessitated t hat the sensor-guard and feed electrodes have the same dimensions , 

which in turn required that the core be transported through the electrode system rather than the electrode 

being moved. This was achieved by carefully suspending the sample - whose diameter was smaller 

than that of the cylinder cavity - in the centre of the cylinder volume using polyethylene foi l before 

moving it with a stepping motor controlled sled. An analytical solution for t he potential of the capacitor 
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containing a concentrically layered dielectric was formulated by Wilhelms for the extraction of the complex 

dielectric constant from measured data. Guidelines for the design of electrode geometries were given, and 

measurement resolution was estimated to be similar to the sensing electrode length. Calibration of this 

system was done in two stages: first the used impedance meter's standard open and short corrections 

were performed [33], then a number of cylindrical conductors of various diameter were placed in the 

centre of the cylinder to form lossless artificial dielectrics (as described in Appendix C). These were 

taken as a set of impedance values which were used as a calibration data set. The calculated accuracy 

of his measurements of the dielectric constant of ice cores was claimed to be about 2 % at a frequency 

of 250 kHz. The materials used in this last iteration were similar to Wilhelms ' previous design [31], and 

the equipment had roughly the same packing dimensions and weight. 

Outline of Dissertation 

The measurement of hard rock cores holds some specific challenges not addressed by the methods de

scribed in the literature. The solution proposed in this study uses a novel flexible electrode geometry 

which conforms to the core. Where previous dielectric profiling applications were designed for the mea

surement of ice ( f,. ;:::j 4 at 1 MHz [7]), it is the measurement of higher permittivity lossy materials at 

higher frequencies that is of interest here. This raises a number of challenges with regard to calibration: 

the standard open, short and load calibration method [33] is not possible with the design proposed, thus 

the use of materials with well known dielectric properties as calibration standards is required. The lack 

of sufficiently accurate data for most materials in the frequency range of interest in turn necessitated the 

development of a guarded parallel plate capacitor for the accurate characterisation of these materials. 

A number of tools required during the rest of the thesis will be presented in Chapter 2. The central 

concepts of capacitance and guarding are discussed in Sections 2.3 and 2.4. The analysis of measurement 

uncertainty is likewise important for the work to follow; international conventions are followed in their 

calculation , and an int uitive graphical representation enhancing qualitative understanding of the 'error 

chain ' is developed. The four-terminal pair measurement technique allows the accurate measurement of 

large impedances at these frequencies - its discussion is presented alongside the calibration techniques 

applicable in this dissertation. 

The properties of reference materials are not listed adequately in the literature or by their manu

fact urers. When figures are given for the frequencies of interest in this study, they are not assigned 

any meaningful accuracy estimates - these are important for the calculation of the overall measure

ment uncertainty. The guarded parallel plate capacitor is a well understood device for the capacitance 

of which analytical solutions exist. With careful preparation of samples - a technique is described in 

Appendix B - accurate characterisation of reference materials and the uncertainties involved is possible. 

A simple yet robust design allowing such measurements is described in Chapter 3 along with the actual 

characterisation of the reference materials used in the cylindrical measurements. 

The behaviour and design of the cylindrical capacitor is described in Chapter 4. The description of 

an analytical solution, as well as the development of a circuit model which adequately describes device 

behaviour in the frequency range of interest , serve to increase understanding of the capacitor's operation 

and as an aid for the design of an effective device . The design principles involved are described in this 

chapter, while a detailed procedure for the construction of these capacitors is presented in Appendix A. 

The calibration procedure and uncertainty analysis are of great importance to any measurement. 

They are described in Chapter 5, along with techniques for making more repeatable measurements -

repeatability is of major concern when accurate measurements are desired. The cylindrical capacitor 

allows the detailed measurement of rock cores containing different features; guidelines for sensible sam

pling rates and ways of approaching the measurement of transitions between two types of rock as well as 

inclusions of one rock type within another are also presented here. 
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Finally, the use of the cylindrical capacitor for the characterisation of rock core samples for BHR 

studies in three economically important case studies is described in Chapter 6. The Bushveld Igneous 

Complex (BIC) hosts about 75 % of the world 's platinum group metals [34], and the accurate fine-scale 

delineation of its UG2 reef would greatly aid mine planning. Measurements of representative samples 

from the reef itself and the surrounding rock types are presented in Section 6.3. The feasibility of the 

BHR delineation of two different diamond bearing geological structures - the kimberlite pipe at the 

Cullinan mine in South Africa, and the kimberlite dyke at Snap Lake in Canada - is considered based 

on the results of the measurements in Section 6.4. The involvement of this study with actual BHR radar 

studies will allow the comparison of measurements done in the laboratory to results from cross borehole 

shoots in t he field. 

Novel Contributions 

A number of original contributions are presented in t his dissertation. 

• A novel design and construction procedure for a flexible, guarded, shielded capacitor for the mea

surement of t he complex dielectric properties of hard rock borehole cores is presented. The capacitor 

is able to accurately measure a useful range of material properties in the 1- 25 MHz frequency range. 

The concept is of immediate use at lower frequencies and is extendable to frequencies of several 

hundred megahertz. 

• A methodology for the accurate measurement of hard rock cores of differing condition is shown 

which accounts for repeatability problems and long term changes in measuring conditions. 

• T he new measurement technique provides far more comprehensive data regarding rock properties, 

necessitating a statistical approach to the analysis of results. Several parameters are proposed to 

quantify in particular the homogeneity of rock properties, allowing individual samples and rock 

types to be compared to each other. 

• The measurement of whole cylindrical cores, without preparation , allows measurements of unprece

dented detail to be carried out for rocks with an inhomogeneous structure. The measurement of 

transitions and inclusions becomes possible. The characterisation of rocks of inhomogeneous com

position is enhanced since no decision need be made regarding where to sample a rock - the entire 

core is measurable. Further, no material is lost to sample preparation. 

• It is shown that measurements of samples in the laboratory can be used to predict bulk propa

gating conditions, and propagation velocity in particular, with reasonable accuracy. The agree

ment between laboratory and field velocity estimates is better for more homogeneous samples; the 

homogeneity parameters described allow a threshold level of homogeneity above which accurate 

estimation is expected to be defined. 

• T he new dielectric characterisation of economically important geological systems in the borehole 

radar frequency range is performed. The results are directly applicable to BHR experiment planning, 

showing that the fine scale delineation of ore bodies is often feasible using an appropriate BHR 

system. 
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Chapter 2 

Theory 

This chapter provides some of the background theory, concepts and techniques which shall be of use in 

the chapters to come. 

Of particular importance in the discussion of material properties and electromagnetic wave propaga

tion presented in Section 2.1 are the various representations of a material 's complex dielectric constant, 

c*, and how it relates to the parameters - propagation velocity and attenuation - governing wave 

travel through rock. A number of models for the frequency representation of c* are presented in Section 

2.2 . Though only the Jonscher characterisation is used in t his dissertation, the others are provided for 

completeness, and since some may be more applicable to the modelling of rock types not described well 

by the Jonscher power law . The concepts of capacitance and guarding are central to this dissertation 

and are presented in Sections 2.3 and 2.4. A measurement without an estimate of its uncertainty is 

somewhat limiting. A statistical approach to the determination of measurement uncertainty following 

internationally accepted guidelines is presented in Section 2.5. The concept of sensitivity analysis is a 

useful quali tative evaluation tool; a numerical implementation is often required for the sort of evaluation 

performed in this study. Also presented in Section 2. 5.3 is an intui tive way of representing an error net

work graphically. Finally, and importantly, the accurate four-terminal pair measurement configuration 

used in t his study is described in Section 2.6. Calibrat ion is an integral part of the measurement process 

- its definition and implementation in this dissertation are discussed in Section 2.6.2 . 

2.1 Material Properties and Electromagnetic Wave Propagation 

Maxwell 's equations describe the behaviour of electromagnetic fi elds. In free space, Faraday's law and 

Ampere's law can be written as 

em 
\7 X E = - at 

\7 x H = J + acoE 
at 

(2. 1) 

(2.2) 

respectively. In a polarisable (but non-magnetic) medium, the current density in (2 .2) gains a polarisation 

current term J P = ~~, where P is t he polarisation density. Ampere 's equation thus becomes 

'V x H 
aco E 

J-u+ Jp+~ 

J a(coE + P ) 
u + at 

8 

(2.3) 

Stellenbosch University http://scholar.sun.ac.za



where the u subscript signifies the unpaired charges involved in the conduction current J u = uE, with O" 

the conductivity of the material. The displacement flux density is D = coE + P . With the introduction 

of complex permittivity, (2 .3) may now be written as 

\1 x H = c* j wE (2.4) 

where c* = c1 
- j c11 is the complex permittivity. 

Taking the curl of (2 .1 ) and (2 .4) , interchanging time and spatial derivatives, applying a vector 

identi ty, and substituting from (2 .4) and (2.1) respectively, the electromagnetic wave equations follow: 

\12E = -f* J.Lo w 2E 

\12H = -E* J.Lo w 2H 

(2.5) 

(2.6) 

For simplicity, consider the rectangular plane wave solutions in a homogeneous infinite medium (trans

verse components of uniform plane wave propagating in the z-direction): 

Ez = Eoe-jkz 

Hz= Ho e-jkz 

(2.7) 

(2.8) 

where Ho = Eo/17 contains the characteristic impedance of the medium, 77 = (p,0 /c*) 112 . (The implicit 

eJwt time dependence has been omitted from (2.7) and (2.8).) The wave number 1 can be written as 

k = k0n, where ko = w( p,0c0 ) 112 is the wave number in free space and n = (c*) 112 is the complex 

refractive index of the (non-magnetic) medium. An instructive way of writing the complex wave number 

is by separating its real and imaginary parts: 

(2.9) 

where a is the attenuation factor and (3 is the phase factor. The complex dielectric constant, c*, may be 

written as 

c* = Eo (fr- j_!!_) = Eocr( 1 - j tano) 
wco 

(2.10) 

where Er is the specific permittivity of the material and tan o = _ u _ is its loss tangent . From (2.9) it 
W €o€r 

follows , after equating real and imaginary parts and some manipulation, that the attenuation and phase 

factors become 

2w [1 2 ]1/2 
a = Ao 2 Er ( J 1 + tan o - 1) (2.11) 

2 [1 ]1
/

2 

(3 = A: 2fr ( J 1 + tan2 0 + 1) (2.12) 

To summarise: an electromagnetic field propagates through a medium , giving rise to conduction 

and displacement currents related to the material's conductivity, u , and (real) specific permittivity, Er

The field is attenuated as it passes through the medium , with different frequency components suffering 

different levels of attenuation and propagating at different speeds. The wave 's rate of propagation is 

1The wave number is sometimes a lso re ferred to as the complex propagat ion factor , "( = jk = n + j(3. In this case, t he 
elect ri c fie ld in (2.7) is Ez = Eoe-·-rz [35] . 
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usually equated to its phase velocity. Using the wave number from (2 .9) as well as the implicit time 

dependence in (2.7) 

(2 .1 3) 

one obtains the phase dependence of the wave 

¢ = wt - (Jz (2.14) 

which results in a phase velocity of 

dz w 
V= - = -

dt (3 
(2.15) 

The ratio of energy stored to energy dissipated in the material is proportional to its quality factor, 

which in turn is the inverse of the loss tangent 

Q 
1 €

1 

tan o E11 

average energy stored per half cycle 
2n ---~--~=---~~~~~~--

energy dissipated per half cycle 

Thus, using (2.10) , the above can be written as 

Now the wave number can be written as 

tano = __ a_ 
WEQEr 

k ( ) 

1/ 2 

W ViiQEO Er - j _!!___ 
WtQ 

<:!._Fr 1 - j--a-
( ) 

1/2 

c WtQtr 

( 
1 ) 1/2 

; 1 - jQ 

which, when subjected to a binomial expansion, can be approximated as 

(2.16) 

(2.17) 

(2. 18) 

(2.19) 

provided Q » 1. From (2.19) , one obtains the following simple approximation for the attenuation factor 

w 1 
a=---

v 2Q 
(2.20) 

The equivalent phase factor approximation is seen in (2 .15). (The same results for a and (3 can be derived 

directly from (2.11) and (2.12) by a binomial series expansion. ) 

The real and imaginary parts of the complex permittivity are related to each other by the Kramers

Kronig relations [36]: 
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E1(w)- E(oo) = ~P.v.joo E" (w' ) dw' 
7f - oo w' - w 

(2.21 ) 

E"(w) = - ~P.v.joo E'(w')- E(oo) dw' 
7f _

00 
w' - w 

(2.22) 

where P.V. specifies t he use of t he principal value of the integral. This relation applies to the Fourier 

t ransform of any causal signal. Another form which avoids t he singularity at w is given by [37] 

2 100 
W

1
E

11 (w' )- W E
11 (w ) 1 - -P.V. 12 2 dw 

1r 0 w -w 
(2 .23) E1(w)- E(oo) 

E
11 (w) 2w p V. {

00 
E

1 
(w') - E

1 (w) dw' 
7f Jo w'2- w2 

(2.24) 

In closing, it can be seen from the above that a knowledge of Er and t an J is sufficient to characterise 

a non-magnetic material (such as t he rock we are interested in ). Propagation velocity and at tenuation 

of t he wave are what determine the range and dispersion of a radar signal in rock, and t hese can bot h 

be determined directly from the specific permittivity and loss tangent using equations (2.11 ), (2.12) and 

(2 .15) . 

2.2 Dielectric Modelling 

T he analysis of electromagnetic wave propagation through any dielectric ma terial, including rock, requires 

knowledge of t he material's dielectric propert ies. T his necessitates measurement , and, for numerical 

analysis at frequency points outside t he discretely measured ones, t he construction of a model. Various 

possibili t ies exist . T he Debye, Lorentz and Jonscher models will be examined here along wit h t he analytic 

continuation model. 

T he Debye equation describes dipolar mechanisms and may as such not be entirely suitable for dry rock 

([38]) , but t he Cole-Cole function (as well as a power law (Jonscher ) function ) has been successfully fitted 

to data obtained from measurements of water-saturated rocks (carbonates and sandstone) by Taheri an 

et al. [12] over a wide frequency range (10- 1300 MHz). Hollender and Tillard obtained good results 

by fitt ing t heir J onscher formalism to measured data from a variety of rock samples including saturated 

limestones, sandstone, shale, sil t ite, saturated and dry granites, and schists [38]. Knight and Nur found 

a power law dependence in t he specific permittivity of sandstones at various levels of water saturation in 

t he frequency range of 60kHz to 4 MHz [14]. 

Only t he Jonscher model has been fitted to t he data measured in this study, with varying degrees of 

success. T he other models are included for completeness and to provide possible alternatives for modelling 

rock propert ies, even t hough t ime constraints did not allow t heir application to t he data obtained in t he 

case studies described in Chapter 6. 

2.2.1 The Debye Model 

T he Debye model sees t he dielectric as consisting of freely rotating polar molecules in a dominating non

polar medium , t ha t is, Mosott i's hypot hesis2 is assumed to hold [39]. The Debye equation for complex 

effective permittivity may be written as 

2 The model used by C la us ius a nd Mosott i for determini ng t he behav iour o f a molecule in an e lect ric fi eld was t hat of a 
cond uctive sphere. Masott i's hypothesis essent ia lly cons iders t he molecule to be a pola risable system, in which d isplacement 
of charge due to a force causes t he moment [39] . 
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* Es - Eoo 
E = E00 + . 

1 + J W T 
(2 .25) 

where E00 and E8 are the limiting high frequency and static values of the permittivity, and T is the 

characteristic relaxation time of the molecule's dipole moment. The complex permittivity in (2.25) can 

be separated into its real and imaginary parts: 

(2.26) 

(2.27) 

Commonly used generalisations of (2 .25 ) are the Cole-Cole [40] and Cole-Davidson functions [12] 

* Es - Eoo 
E = E + ------,.-

00 1 + (jwT)l-a 

Es - Eoo 
E* = E00 + b 

1 + (jwT) 

(2 .28) 

(2.29) 

The parameters a and b were introduced to account for the observation in many materials of a broader 

frequency range of dispersion and absorption and a smaller maximum value of E
11 t han those predicted 

by the Debye model, and both values fall between zero and one. Both (2.28) and (2.29) reduce to the 

original Debye equation when a= 0 or b = 1. 

The assumptions made in the development of Debye's theory are also its limiting factor: Masotti 's 

hypothesis is , by Debye's own admission, his theory 's weakest point. It is far more applicable to the 

scenario of isolated polar molecules in a predominantly non-polar background [39]. 

2.2.2 The Lorentz Model 

In the classical model of polarisation, a resonance is produced by the displacement of a charge cloud from 

its central ion and the resulting restoring force. The Lorentz model in addition takes into account the 

damping losses that result from radiation or interaction with other charges by the addition of a dr j dt 

term to the equation of motion for the displacement ( cf. [41 , pt. I, p. 23-3]). This results in a generalised 

expression for polarisibility result ing from all electronic and ionic responses [42 , pp. 680- 682] 

F 
a· = J 

J (wJ - w 2 ) + jwri 
(2.30) 

where the j subscript refers to the jth resonance occuring at Wj, F1 is a measure of that jth resonance's 

strength and r 1 is the damping constant. For example, t he electronic polarisibili ty is t he ratio of the 

induced dipole moment and the local imposed field : 

a e = (w6 - w2 ) + jwf (2 .31) 

where e and m are the electron charge and mass respectively. The polarisibility may be simply related 

to polarisation and thus to the dielectric properties by the general form ulation [7, p. 19] 

P = (E; -1)EoE = NaE' (2.32) 

where a is the total polarisibility of t he material, consisting of an electronic polarisibility, a e, an atomic 
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polarisibility, aa , a dipole polarisibility, ad, and an interfacial polarisibility, a 8
3 The local field is 

represented by E'. Also note that Er is writ ten as a complex number , c;, here. This accounts for a 

becoming complex due to the phase shift between the driving field and the resulting polarisation, and 

the resulting possible loss current [ 35]. 

2.2.3 The Jonscher Power Law 

As stated previously, the Debye model has some shortcomings. Equation (2.25) is not obeyed directly 

except in some liquid dielectrics and loss actually departs seriously from t he Debye predictions in most 

solids [43, 44] . T his may be because the formula mainly describes dipolar mechanisms, and the effects of 

surrounding particles are assumed to cancel [35, p. 20]. An attempt at reconciling measured data with 

the Debye model was the introduction of a distribution of relaxation t imes, which were taken into account 

by integration over the distribution functions of loss frequencies. Alt hough this seemed plausible in view 

of inhomogeneous materials, Jonscher argued that no independent way of confirming these functions' 

for ms exists [44]. 

After examining measured data of numerous materials, he noted the general rule that the frequency 

dependence of the susceptibility of most materials followed the fractional power law 

x" (w) ex wm (2.33) 

for the rising part of the curve, i.e. for frequencies below the loss peak frequency wp, and 

x" (w) = cot (n7r / 2)x'(w) ex wn- l (2.34) 

for the fr equencies higher t han wp where the exponents m and n fall in the range (0, 1). Where t he 

behaviour of the loss is more complex, it is possible to resolve frequency dependence into a superposition 

of two or at most three overlapping mechanisms of type (2 .33) and (2.34). These empirical equations 

required a physical explanation, and a possible one was provided by Jonscher [43]. 

First , it is important to note that the Kramers-Kronig relations, (2 .21) and (2 .22) , imply the same 

freq uency dependence for x' as for x" ' so the ratio x" /x' is independent of frequency, as opposed to t he 

Debye case where t he ratio is equal to WT . T he consequence is that the ratio 

x" (w) 
x'(w) 

energy lost per cycle ( n7f ) 
---=---=-----=-----,- =cot -
energy stored per cycle 2 

(2 .35) 

is constant with respect to frequency. It is suggested that t his simple criterion is the universally applicable 

common feature of all dielectric materials obeying (2.33) and (2.34). Conversely, if (2.35) is applicable, 

then (2.33) and (2 .34) display the only possible frequency dependence of loss. 

The physical reasoning behind this is as follows: The general property of the dielectrics considered 

is that polarisation is due to discontinuously hopping charge carriers (electrons, ions or even dipoles) . 

The concept of screening charges or dipoles adjusting slowly to the quickly hopping carriers is a result of 

many-body interactions. Jonscher contends that this 'dual' t ime scale leads to (2.35) and thus, through 

t he Kramers-Kronig relations, to t he universal frequency dependence [45] . 

Using (2.35), the effective dielectric permittivity can now be written as [38] 

(2.36) 

having t he four real constant parameters Wn n, Xr and E00 . 

3 For a more detai led summa ry of these pola risat ion types, refer to [7, p. 19] 

13 

Stellenbosch University http://scholar.sun.ac.za



2.2.4 The Analytic Continuation Model 

The classic derivation of the permitt ivity function as a link between the electric flux density (or displace

ment vector) and the applied electric field is based on a few basic physical assumptions , such as causality, 

and results in a description of the permittivity in the upper complex frequency half-plane and on the real 

frequency axis. The failure of the theories described in the previous sections to describe some phenomena 

such as the optical transparency of water led to a re-examination of dispersion by Dfaz and Alexopoulos 

[46]. 
The work of Kramers and Kronig showed that dispersion is an analytic necessity of causality, inde

pendent of postulated physical mechanisms. Dfaz and Alexopoulos contend that analyticity should imply 

completeness and that the failures experienced relate to limitations in the physical mechanisms proposed 

rather than in the incompleteness of our understanding of dispersion. 

Using the existing upper half-plane properties of permittivity and the property of analytic functions 

that they can be extended beyond the domain in which they are known, the description of permittivity 

has been extended to include the lower frequency half-plane as well. Physical observations limit the 

allowable singularities in the lower half-plane to poles or zeros , eliminating essential singularities and 

branch points. The resulting rational meromorphic permittivity function can be expressed as 

E(w) - 1 = (w - (l)(w - (2)( ... ) 
(w - 7r t )(w- 1r2)( ... ) 

(2.37) 

The denominator of (2 .37) must contain more terms than the numerator since c(w) -1 decays as 1/w2 

beyond the plasma frequency. In addition , causal symmetry, expressible as c( -w*) = E*(w), results in a 

partial fraction expansion of (2.37) of the form 

N 

L An 
E W - 1 -
( ) - n=l (w - 7r11 )(W + 7r~) (2.38) 

Each element in the sum expressed in (2.38) is known as a complex Lorentzian. They become more 

significant when a pole of the form 7rn = a+ j b is assigned the substitutions a = (1/ LC- R 2 /4L2 ) 112 

and b = - R / 2L. Each term in (2.38) then reduces to 

C - A~ 
1 

- 1 - j wRC - w 2 LC 
(2 .39) 

which makes (2.38) a parallel combination of series inductor-capacitor-resistor (LRC) circuits, with the 

capacitance C and resistance R corresponding to the de permittivity EoEr and the bulk resistivity p 

respectively, and the inductance L representing natural resonances in the material. Thus far only poles 

in the lower half-plane have been considered. Should zeros be required they can be represented by the 

addition of another LRC path in parallel with R. 

This approach , based solely on causality and the properties of analytic functions , results in a model 

which successfully describes the complex behaviour of water at optical frequencies. It is interesting that 

a pole with no inductive part reduces to a Debye term as described in Section 2.2.1. A complete LRC 

element closely relates to the Lorentz type effect described in Section 2.2.2. The addition of zeros can 

account for more complex behaviour . 
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2.3 Capacitance 

The capacitance between two conductors is defined as the ratio of the total surface charge on the one 

and the potential difference between the two [42]. Using Gauss' law [47 , p. 12], this can be writ ten as 

ffs Eo E · da 
Co = JE · ds (2.40) 

to elucidate the dependence of this 'vacuum ' or 'geometric ' capacitance on geometry and field distribution 

only. 

The introduction into this space of a material with a permittivity of Er has the effect of increasing 

the amount of charge able to be stored in t he system, resulting in a capacitance of ErGo if the potential 

difference remains constant. Were the material to have complex dielectric constant E* = Er(1 - j w tan 8) 

with its loss component, the definition of a 'lossy capacitor ' is of use. The analogy with a parallel 

capacitor-resistor combination , with its admittance of Y = G' + j wC', is evident when t he admittance is 

written as Y = j wE* Co. This becomes 

(2.41) 

and it is seen that C' = ErGo, the capacitance with a lossless dielectric , and C' = w tan 8ErCo is the loss 

component. Note that C' has the same geometric dependance as wC' - they only differ in magnitude 

by tan 8. 

2.4 Guarding 

I 
.• r ' 

. '~~7~.~. 

Figure 2.1: Thomson's guarded disc capacitor [48, Art. 217]. 

T he principle of guarding may best be described by an example. Consider the case of two fi at parallel 

conducting surfaces of infinite extent . One conductor is grounded, the other is held at some fixed potential. 

The capacitance between the surfaces is precisely calculable on a per area basis: 

C/ A = Ejd (2.42) 

where E and d are the dielectric constant of the material between the conductors and their separation 

respectively. Were one to only consider a finite disc-shaped area of, say, radius R, the capacitance of that 

disc and its corresponding area on the other electrode would be precisely C = AEjd. 
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As soon as the conductors are made finite - assume that they become circular discs - expression 

(2.42 ) is no longer valid (though it is a good approximation for large ratios of A / d). The difference 

is in the electric field distribution. In the infinite case, the field between t he conductors was perfectly 

normal to the planes everywhere; in the finite case, fringing fields, not predicted by (2.42) , make their 

appearance at the conductor edges. The resulting error in calculated capacitance increases as the 'aspect 

ratio ' - defined in the disc case as the rat io of the disc radius and separation - is reduced. As shown, 

for example, by Nishiyama and Nakamura [49], t he actual measured capacitance is over 30 % larger than 

that predicted by (2.42) for an aspect ratio of 0.2. 

The removal of this fringing effect from a measurement would allow (2.42) , for example, to be used 

as an accurate reference standard for the capacitance of the two parallel discs. The principle of guarding 

accomplishes precisely this: the enforcement of an analytically predictable field distribution in a region 

of interest. 

T his idea, originally used by Thomson in his measurements of capacitance ([50], cited in [48]), was 

elegantly described by Maxwell [48, Art. 217]: "In this way the force is measured only on that part of 

the disk where it is most regular , and the want of uniformity of the electrification near the edge is of 

no importance, as it occurs on the guard-ring and not on the suspended part of the disk. Besides this, 

by connecting the guard ring with a metal case surrounding the back of t he attracted disk and all its 

suspending apparatus, the electrification of the back of the disk is rendered impossible, for it is part of 

the inner surface of a closed hollow conductor all at the same potential." 

The experimental configuration used by Thomson is shown in Figure 2. 1. The idea of extending t he 

guard to enclose the back of the sensing electrode is also mentioned in the above quote. For any physically 

realisable capacit or, (2 .42) will of course never be perfectly valid. The small gap between the sensing and 

guard electrodes and the finite extent of the guard electrode prevent this. 

T he first of these, the finite guard-gap, results in a very slight fringing effect related to the gap width. 

It is usually accounted for by increasing the effective area of t he sensing capacitor; for thin electrodes 

with small gaps, an increase corresponding to half the area of the gap is a very accurate approximation 

[51]. The second, the guard extent , is related to the separation between the sensor-guard combination 

and the opposing electrode. Again quoting Maxwell [48, Art. 201]: " .. . the radii of the large disk and 

of the guard-ring must exceed R by several multiples of A." In this case, R and A refer to the sensing 

electrode diameter and the electrode separation respectively. It should be clear that this discussion is 

general. More detail is required for each particular type of electrode configuration , and will be presented 

when appropriate. 

A final point is worth noting. It is usually supposed that the guard and sensing electrode must be 

kept at the same potential (see for example [52]) , but, as Heerens points out in his review article [5 1], it 

does not matter whether the sensing or opposing electrode has a potential applied. It is the grounding 

of the guard electrode, and the virtual grounding of one other that is important . Despite a completely 

different field distribution, as shown in Figure 2.2 , both configurations give exactly the same capacitance 

between the sensing and opposing electrodes. 

2.5 The Analysis of Measurement Uncertainty 

Every measurement has a degree of uncertainty, defined as "a parameter , associated with the result of a 

measurement, that characterises the dispersion of the values that could reasonably be attributed to the 

measurand." [53]. For any measurement to be useful , the result must be given with an indication of this 

uncertainty. The method of evaluating uncertainty as presented by t he relevant European Co-operation 

for Accreditation document [53] was found to be applicable to the work conducted in this study, and will 

be summarised in Section 2.5.1. Their approach is essentially identical to the guidelines described by the 
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Figure 2.2: The electric field distributions found in a guarded parallel capacitor 
connected in two different ways. The configuration at left has the sensing electrode 
at the same potential as ground , while the right capacitor has the feed and ground 
electrodes at t he same potential [51 ]. 

American National Institute of Standards and Technology [54]. The manner in which the uncertainties 

of t he input quantities are determined makes t his an essentially statistical approach. The concept of 

sensitivity analysis is often useful and will be introduced in Section 2.5.2 , and an intuitive graphical 

flow-chart representation of the uncertainty analysis will be described in Section 2.5.3. 

2.5.1 A Statistical Approach 

The definition for ' uncertainty' was given above; the 'measurand ' in t his case refers to an output quantity 

Y , in this case for example fr or a , which is some function of a number of uncorrelated input quantities X: 

Y = f(X 1 , X 2 , ... , Xn) · This function may be an analytical expression , or a more complicated relationship 

which is evaluated numerically, or, as in t his case, a combination of t he two. The input quantities X i in 

all cases have an estimated value and an uncertainty associated with them. The manner in which the 

uncer tainty is determined may be divided into two types: a 'Type A' evaluation relies on the statistical 

analysis of a series of observations, while a 'Type B' evaluation describes any other (non-statistical) 

method. 

The estimated value of Y , denoted by y , is calculated using the input estimates Xi of Xi as y = 

f (x 1 , x 2 , ... ,xn) · Since t he quantities which are not known exactly may be treated as random variables, 

t he variance or st andard deviation may be used as a measure of t heir dispersion. The standard deviation 

of measurement, denoted by u (y) , is the standard deviation of Y , and is determined from xi and the 

standard uncertainties u(xi) of Xi. 

The Type A standard uncertainty of each input quantity is determined by the statistical analysis of 

a series of observations, which can be applied when a spread in the values has been obtained for that 

inpu t quantity by several independent observations . The estimated value of an input quantity Xi may 

be obtained by the mean of the n individual observed values qj: 

(2.43) 

The standard uncertainty u(xi) (also denoted by rJ x ; in this dissertation) is given by the experimental 

standard deviation of the mean , which is the posi t ive square root of the experimental variance [53]. 

1 1 n ( )
~ 

u(x.;) = Vn n - 1 t; (qj - xi)2 (2.44) 
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The Type B uncertainty evaluation is conducted by a "scientific judgement based on all available 

information on the possible variability of X i" [53]. In other words , it is an educated estimation. If care is 

taken, the reliability of a Type B evaluation may be equivalent to that of a Type A evaluation, especially 

if a relatively small number of observations was used for the latter. 

Of particular use in this study is when only a lower ( q_) and upper ( q+) limit for X i can be estimated. 

In this case, a probability distribution must be guessed at. If it is known that values of X i are more likely 

to be near the cent re of the interval, a triangular or normal (Gaussian) distribution may be a good model. 

In the absence of information apart from the limits of variability, a rectangular or constant distribution is 

a reasonable description in probability terms [53]. (This approach may for example be more valid when 

not enough samples are available for a Type A evaluation.) In this case, t he estimated value is 

1 
Xi= 2(q+ + q_) (2.45) 

and the square of the standard uncertainty can be calculated to be [55 , p. 108] 

2 1 2 
u (xi) = 

12
(q+- q_) (2.46) 

The uncertainty of the output estimate y is given by t he quadratic addition of the uncertaint ies 

associated wit h each input uncertainty, 

n 

u2 (y) = L u7(Y) (2.47) 
i= l 

In (2.47), t he contribution to the total uncertainty u(y ) by each input uncertainty u(xi) is determined 

by the sensitivity coefficient ci : ui(Y) = ciu(xi) · This coefficient can be evaluated either analytically by 

taking the partial derivative off with respect to X i, 

Of c·=-lv '· {)Xi ~' ;. =x; 
(2.48) 

or numerically by calculating the effect on t he output y of a change in xi of ±u(xi): 

(2.49) 

T he measurand Y in this study is dependent on a number of independent variables, and will thus , 

according to the central limit theorem, have an approximately Gaussian distribution [56, p. 49] (according 

to [53], the conditions of the central limit theorem are met adequately if more than three components 

contribute to the output uncertainty) . What this allows is the more accurate representation of t he output 

uncertainty by multiplying u(y) by a coverage factor k. If, for example, a coverage factor of 2 is used , 

then approximately 95.4 % of measurements will fall wit hin 2u(y) of the estimation y [53]. This sort of 

estimation is also known as the 'confidence level' of the measurement [56] . Ten repeated measurements are 

usually t aken as sufficient to reliably determine the uncertainty contributions of the inputs as calculated 

in (2.44) [53] . 

2. 5.2 Sensitivity Analysis 

Sensitivity analysis is frequent ly used in circuit analysis, for example to predict the sensitivity of a filter 

response to manufacturing tolerances in the capacitors used. It finds application beyond t his whenever 

the effect on some function of small changes to its parameters is of interest. As an illustration , let the 

function P be dependent on a number of parameters Xi · A linear approximation of the effect of a small 

change in x;. can be obtained by calculating its partial derivative, resulting in the relative sensitivity [57]: 
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Xi aP 
p OXi 

(2.50) 

This effectively amounts to saying that if, for example , Sf:, = 2, then a 1 % change in x 1 results in a 

2 % change in P. For application in the uncertainty analyses conducted in this work, the unnormalised 

sensit ivi ty is often more useful in that it gives t he absolute change in P resulting from a small change in 

Xi [58]: 

p aP 
U Sx. = Xi -,:;--

. t U Xi 
(2.51 ) 

In practice the uncertainty in P will always depend on a number of Xi · The individual changes due to n 

parameters are simply added to give the total measurement uncertainty: 

(2.52) 

Note also that , as mentioned, the sensitivity analysis is a linear approximation which is no longer 

necessarily valid if the total error is non-linearly dependent on a large individual error contribution -

in t his case it may be better to simply calculate the exact dependance. Since t he uncertainty is mostly 

calculated numerically, this sort of exact calculation is usually what happens in any case. 

2.5.3 Graphical Representation of Error Analysis 

The graphical representation of errors discussed in this section makes for an intuitive view of what can 

quickly become quite an overwhelming analysis. Were P to be a function of five variables, and each of 

t hose again to depend on another five, there would be twenty-five dependencies. 

An intuitive way of maintaining an overview of this potentially intricate network is shown in Figure 2.3. 

It is simply a graphical representation of all t he dependencies at play. The dependencies of t he function 

of interest, P , on .'l:i, are represented by the linking arrows; each parameter Xi is in turn dependent on 

a number of parameters ai , bi, Ci, ... and also possibly on other x's . The parameters ai, bi, Ci, ... may, in 

the case shown in Figure 2.3, be seen as the final links in the network of chains (hence the double-line 

boundary) : they are where an actual uncertainty is specified , for example of the error in measuring the 

thickness of sample. They do not have to be, of course - in general, any of t he parameters may be the 

final li nk, or any may again depend on other parameters. Each connecting arrow represents a dependency 

which may be calculated either directly or by performing a sensitivity analysis using (2.50) or (2.5 1). 

A typical error analysis using this graphical representation would perhaps be conducted as follows: 

Parameter a1 is determined to have an uncertainty of 2% due to mechanical limitations. If S~: = 0.5 , 

it would cause a 1% contribution to x 1 's uncertainty. In turn, S!;
1 

= 1, so a potential 1% error in P 

results from the original 2% uncertainty in a1 . This procedure must be carried out for every path in the 

network , where a complete path is defined as running from the function of interest to the parameter for 

which an uncertainty can be specified independently. It can happen that some sensitivities may have 

opposite signs and cancel each other to some degree. The worst case uncertainty is of interest, thus the 

absolute of each potential error must be summed to obtain the total. 

In addition to simply being used to calculate the measurement uncertainty, this graphical represen

tation allows the quick pinpointing of maj or contributors to measurement error , which may aid in the 

design of a more robust and accurate measurement device. 
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Figure 2.3: Graphical representation of how the uncertainty of a function P may 
be dependent on potential errors or uncertainties in a number of parameters Xi, 

which in turn may be dependent on other parameters ai, bi, ci, .. . mn. Each con
necting arrow represents a dependency which may be calculated either directly or 
by performing a sensitivity analysis. A double-line denotes a final link at which 
an absolute uncertainty is specified. 

2.6 Measurement with the LCR Meter 

The auto-balancing bridge method of impedance measurement provides a good balance between accuracy 

and wide impedance measurement range, but suffers from a limited frequency range coverage [59]. Of 

particular interest to this work is its suitability to the measurement of guarded capacitor probes. 

2.6.1 Principle of Operation 

The device under test4 (DUT) is connected to the HP 4285A LCR meter [60] by a cabling method called 

the four-terminal pair configuration, t he principle of which is shown in Figure 2.4. This configuration 

avoids the mutual coupling problems found in other configurations since t he coaxial outer shield acts as 

the current return path , allowing no external magnetic fields to form. To realise the four- terminal pair 

circuit , the outer shields of the four terminals are connected to each other as close as possible to t he DUT 

- the closer, the better the quality of the measurement [59]. 

T he operation of the measurement configuration shown in Figure 2.4 may be described as follows. The 

aim is to accurately measure the voltage over and the current flowing through the DUT. The signal applied 

at t he High Current (He) terminal is measured directly at the High Potential (Hp) terminal. To measure 

the current accurately at the Low Current (Lc) terminal, the Auto-Balancing-Bridge (ABB) is used to 

maintain the Low Potential (Lp) terminal at a virtual ground potential. The ABB can simplistically 

(but accurately, at low frequencies; at higher frequencies a more complex feedback system is necessary) 

be seen as using a simple operational amplifier to convert the current to a voltage. The feedback current 

is detected as a voltage over a range resistor. Both vector voltages are measured and separated into their 

quadrature components. 

Some limitations of the ABB method necessitate a number of precautions when making accurate 

4 T he 'dev ice under test' (DUT) shou ld not be confused with the 'material under test ' (MUT ) first referred to on p. 2 
- t he MUT refers only to t he materia l being measured, perhaps in the DUT. 
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Vinu al Ground 

Auto 
Balancing 

Bridge 

Figure 2.4: The four-terminal pair standard is defined by the ratio of open circuit 
voltage at the Hp port to the current at the Lc port when the current at Hp, and 
both the voltage and current at Lp, are zero. (Figure adapted from [60] .) 

measurements. As already mentioned, the signal path between the LCR meter and the DUT should be 

as short as possible. If it approaches a quarter of a wavelength , a standing wave may occur which does 

not allow t he bridge to balance [61]. Additionally, the four-terminal pair construction should be extended 

to as close as possible to the DUT. This ensures that the measurement of the applied signal and feedback 

current are as accurate as possible. 

2.6.2 Compensation and Calibration 

According to Agilent 's Impedance Meter Handbook [59], "Calibration is to define the 'calibration plane' 

at which the specified measurement accuracy can be obtained -" Compensation, on the other hand, is a 

procedure whereby the errors created by the connection between the DUT and this 'calibration plane' 

are minimised, i.e. it is a characterisation of the test jig used. Calibration is performed by connecting a 

number of "standard devices" at the calibration plane, and adjusting the instrument so that the desired 

measurement output is obtained. However, a compensation is performed in the same way: in the LCR 

meter's case an open, short and load are recommended as compensation (sic) standards above 5 MHz. 

While separating these definitions is undoubtedly useful to distinguish between the two concepts 

described in the case of Agilent's handbook , many definitions of 'calibration' are possible (see e.g. [62], 

[63]) . According to Braudaway [64], "calibration includes establishment of all of the parameters affecting 

a measuring instrument. " Individual definitions are necessary for differing measurement situations. The 

definition of two procedures is unnecessary when they together perform one function: the manipulation 

of a 'raw' output to give the desired result . 'Calibration ' in this dissertation, at least for the measurement 

with the cylindrical capacitor, will be defined more broadly: a device will be regarded as calibrated when 

it delivers the expected results when a known DUT is measured. 

The measurement strategy under consideration involves the use of the LCR meter's own compensation 

procedure for the parallel plate measurement of standard materials. In this case, the open, short and 

load measurements described below can be performed at the actual electrodes, allowing an accurate 

compensation. The pc-board design of the cylindrical electrodes, described in Chapter 4.4, does not 

allow direct open and short measurements, so the self-calibration technique described by Liu et al. [65] is 

proposed in t his case. This method will rely on the standard materials measured with the parallel plate 

capacitor . 
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LCR Meter Internal Compensation 

Various forms of what Agilent refers to as 'compensation' may be used to reduce the spurious effects 

of test fixture residuals . At low frequencies, a short and open compensation is sufficient to remove the 

effect of a feed circui t which is assumed to be adequately described by a simple series 1-R impedance and 

parallel C-G admittance. By using a short circuit in place of t he DUT, the 1 -R term may be obtained; 

an open circuit allows the series combination of the impedance and admittance to be measured. 

T he above assumpt ion is only valid in very limited cases. If a custom test fixture is used [59 , p. 4-4], 

or measurements are to be conducted at frequencies above 5 MHz [66], a load compensation should be 

performed in addition to the open and short compensations. The test fixture residuals may now generally 

be described by a two port network with transmission parameters. The DUT is successively replaced by 

a short, an open and an accurately known load . Measurements of each of t hese allows the correction of 

the measured DUT impedance to yield the actual material properties. 

A number of sensible recommendations regarding the type of known load to be used are made in 

Agilent's impedance measurement handbook [59]. T he load should be 100 times smaller than the mea

sured open impedance , and 100 t imes larger than the measured short , conditions easily satisfied in the 

measurements conducted in t his study. Using a load of similar size and magnitude to the DUT results 

in a greater measurement accuracy; if a range of impedances are to be measured , selecting a load near 

the centre of this range is preferable. 

In t he case of capacitive measurement devices, the use of a known standard material as the capacitor 

dielectric suggests itself. The problem in this case is obtaining such a well-specified mat erial - even 

a well known and supposedly very standard material such as Teflon is quoted in literature as having 

permittivities between 2.0 [67] and 2.1 [42], a 5 % uncertainty. The additional problem of procuring a 

material with a non-negligible well defined loss was also experienced by Wilhelms [28]. The permitt ivity of 

art ificial (lossless) dielectrics can be increased by effectively adjusting the capacitor electrode spacing -

t his technique is described for the case of cylindrical dielectrics , used in the calibration of the cylindrical 

capacitor , in Appendix C. 

Se lf-Calibration 

T he open, short and load compensation performed by the LCR meter is very similar to the one-reference 

calibra tion technique described by Liu et al. [65] . The 'self-calibration ' methods described by Liu et al. 

for t he improvement of impedance measurement accuracy are essentially the fit t ing of a first or second 

order Lagrange curve to the relation between actual and measured impedance values. This is usually 

sufficient , though the extension to higher order cases logically follows. 

They describe two general cases: the linear and quadratic interpolation self-calibrations (LISC and 

QISC) , which respectively rely on two and three known reference impedances. In the LISC case, if the 

reference impedances Zr = [Zr1, Zr2] and measured impedances Zm = [Zmx' Zml , Zm2] are known, t hen 

t he unknown impedance Zx may be calculated by interpolation as 

Zx = wz; (2.53) 

where the elements of the linear weighting matrix W = [W12, W2I] are determined by 

(i , j = 1, 2) (2.54) 

For a non-linear measuring system, t he QISC case is applicable. Three reference quantities are used, re

sult ing in a reference matrix of Zr = [Zrl, Zr2, Zr3J, measured impedances of Zm = [Zmx, Zml , Zm2, Zm3], 

and a quadratic weighting matrix W = [W123, W231, W31 2] with elements determined by 

22 

Stellenbosch University http://scholar.sun.ac.za



UJ .. _ (Zmx- Zmj)(Zmx- Zmk) 
I' I' 1.Jk - ( ) ( ) Zmi - Zmj Zmi. - Zmk 

(i,j, k = 1, 2, 3) (2.55) 

The calibrated impedance may be related to the reference quantities using the weighting factors explicitly 

as 

(2.56) 

In both cases, Liu et al. specify that the measured impedance value should lie between the reference 

impedances ' measured values for accurate interpolation [63]. The choice of interpolation order depends 

on the system response , and in the case of a complex system its response is not easily determinable. Often 

the response is non-linear, and in such a case sufficient references, ideally spaced evenly throughout the 

measurement range , are required to adequately characterise the response and choose an interpolation . 

Clearly, more reference points allow a higher order interpolation. A number of test references may then 

be used to justify the choice and to estimate its accuracy. 

As described above, the LCR meter 's bridge measures real and imaginary impedance components. 

The fitting of theoretically determined reference impedance components to their measured counterparts 

thus suggests itself. The technicalities thereof and its appropriateness will be discussed in section 5.2 .2. 

Other representations of t he data may be used for the interpolation as well. For example, one could 

map measured capacitance to Er and measured dissipation factor to tan o. The results will be slightly 

different in each case since the data points are differently spaced in their respective planes and thus the 

interpolation curves will differ. The most appropriate data representation will be the one in which the 

data points are most evenly spaced. 
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Chapter 3 

The Parallel Plate Capacitor 

3.1 Introduction 

T he parallel plate method of measuring material propert ies is well established and has already been 

discussed briefly in the literature review in Chapter 1. In the context of this dissertation , it provides a 

means of accurately characterising reference materials for the calibration of the newly developed cylindri

cal probe technique. The design of and measurement procedure for a simple yet robust guarded electrode 

configuration are presented here. The accuracy of this technique relies heavily on the ability to prepare 

samples wit h fiat parallel surfaces. A relatively simple procedure for the preparation of such slices is 

described in Appendix B. 

3 .2 Electrode Design 

The requirements for the design of this parallel plate electrode configuration are multiple: the mechanical 

construction should be simple, yet measurements should be accurate. The electrodes should interface 

with t he fo ur-terminal pair configuration of the HP4285 LCR meter. Important ly, the electrodes should 

be able to accommodate a reasonable range of sample geometries. This final requirement relates to 

sample thickness, which, as described below, determines the geometry of the guard electrode, and t he 

core sample dependent diameter. T he schematic descript ion shown in Figure 3.1 will aid in the following 

discussion . 

R ge 

sens ing electrode guard electrode 

d 

feed e lectrode 

F igure 3.1: Schematic drawing of the guarded capacitor (wit hout the cover), show
ing the dimensions relevant to this design discussion. The sample between the 
plates has a dielectric constant of E*, while the remainder of the space is filled 
wi t h air . The dash-dotted line of symmetry at left marks the centre of t he discs; 
the guard and feed electrodes extend out of view to the right. 
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It is sought to use the simple analytical expression for normal parallel plate capacitance as a standard 

reference value in the measurements. This is accomplished to a great degree by the use of the covered 

guard electrode configuration discussed in Section 2.4. The fi ni te guard-gap and guard extent cause 

the field in the vicini ty of the sensing electrode to not be strictly normal. They may respectively be 

compensated for and avoided to yield accurate measurements. 

The gap between the sensing and guard electrodes results in a distortion of the ideal normal field 

distribution , and an increase to the effective sensor-feed capacitance. In general, the capacitance cor

responding to half the gap wid th is added to the normal capacitance [68]. The normal and extra gap 

capacitance are given by 

Co 
d 

(3. 1) 

1r~ * [(R+g/2) 2 - R2
] (3.2) 

Analytical and experimental results by Heerens et al. ([69], cited in [51]) show that this approximation is 

accurate to better t han 1 ppm if, for thick electrodes, the gap depth, a, is at least five t imes larger than 

the gap width, g. The relative effect of the finite gap width on the approximation decreases exponentially 

with an increasing ratio afg as exp( - 1rajg). For thin electrodes, t he guard gap should be smaller than 

one fifth of the sample t hickness - in this case the relative effect is governed by exp( -1rg / d). This is 

corroborated by t he review of Goad & Wintle [68], although their focus is on thicker gaps. 

The width of the guard electrode is the other design consideration which may have an effect on the 

ideal normal field distribution. If the guard does not extend far enough beyond the sensing electrode 

edge, t he guard edge fri nging effects may become apparent. Maxwell 's "several multiple" recommendation 

was quoted earlier in Section 2.4. Heerens discusses analytical calculations which show t hat the guard 

extent should be five t imes the sample thickness for the equations describing the normal capacitance to 

be accurate to within 1 ppm [70], and that the fringing fields have an exponentially decreasing effect 

according to exp ( -1rgejd) as the extent is increased . 

A numerical investigation into the guard extent for t he limi t ing vacuum case was conducted using the 

MoM code FEK0 1 [71 ]. The guard extent was fixed while the plate separation d was varied to change 

the ratio gej d from 2 to 20. In this range, the modelled feed-sensor capacitance changed by less than 

0.5%, indicating that the guard-edge fringing fields hardly affect the normal capacitance, even when the 

guard is only twice the widt h of the sample thickness. 

The reduction of these two uncertainties by appropriate geometry choices is also linked to measurable 

sample size. The guard extent and gap (for thin electrodes) requirements place an upper bound on the 

sample t hickness, while, for thick electrodes, the electrode thickness to guard-gap ratio must be kept 

large enough. In general, the smaller the gap, the better , and the larger the guard extent , the better , 

but this becomes a mechanical consideration . Conversely, once constructed, t he same rules can be used 

to determine what sample sizes are measurable. 

Two general rules for a parallel plate guarded electrode design thus apply: 

• The guard gap should be made as small as mechanically feasible - the resulting gap effect on 

uncertainty is smaller than 1 ppm if afg < 5 for thick electrodes, or gjd < 1/ 5 for thin electrodes. 

• Extending the guard beyond the sensing electrode by at least five times the sample thickness results 

in a less than 1 ppm uncertainty in the normal and gap capacitance expressions. 

1 Numerical studies of sma ll changes in geo metry a re diffic ult , but for t his particula r example t he uncertai nty caused 
by changes to t he segmentat ion of t he geomet ry was removed by keep ing t he same mesh a nd changi ng the gejd rat io by 
moving the plates apart. 
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3.2.1 Electrode Construction 

In specifying t he electrode configuration design requirements for this application, t he demands for an 

accurate yet simple solu tion were in competit ion. The abili ty to prepare samples wit h very fiat and 

parallel surfaces - see Appendix B - allowed the proposal of the electrode geometry shown in Figure 

3.2. 

SMA pane l mou nl connector""'- ~ 

sens ing e lectrode 

guard electrode 

ge 

feed electrode 

Figure 3.2: Schematic of the constructed guarded parallel plate electrode. 

T he lower ' feed' electrode is simply a disc, precision machined to have two parallel fiat surfaces, with 

a side attachment point for a feed wire (not shown in Figure 3.2) . Another disc is similarly prepared 

to be the guard and housing for the sensing electrode. This second disc (which can be smaller than the 

fi rst disc as long as the guard extent remains sufficient) has a shallow cylindrical cavity machined out 

of it to house the sensing electrode. The cavity has an insulating film glued to its base with an epoxy, 

which in t urn has the sensing electrode disc glued to it. T he guard-sensor gap is fi lled in the same way. 

A staggered hole is now drilled centrally through the disc - a larger diameter from the top for the SMA 

connector 's insulated centre conductor to fi t t hrough, a smaller diameter from t he bottom t hrough the 

sensing disc to fi t t he centre conductor itself. Once the centre conductor is soldered to t he sensing disc, 

t he sensor-guard combination has its lower surface machined fiat . 

For accurate measurements , it is of cri t ical importance that as many uncertainties and inaccuracies 

as possible are removed. T he implication for t he capacitor geometry is t hat it should be fixed in place 

for increased repeatability. It is important to keep t he relative posit ions of the electrodes and external 

feed network identical t hroughout the measurement process (which includes the load compensation and 

measurement of t he sample and its air comparison). 

T he holding jig designed to facilitate this is shown in Figure 3.3. The operation is simple. The lower 

feed electrode is fixed in place, while the guarded electrode combination's movement is restricted to be 

vertical by the fo ur thick rods marked 'p' . After sample insert ion, t he sensing electrode is lowered until 

it rests on t he sample. T he three thin spacing rods (marked 's' ) are now pushed down unt il t hey contact 

the bottom perspex support. T he fasteners are tightened to keep the spacers in position once the sample 

is removed. Upon removal of the sample, t he sensing electrode can be returned to its original position, 

maintaining the geometry of the structure for the air measurement . 

3 .3 Measurement Procedure 

Ivieasurements were made with the HP4285A LCR meter's auto-balancing bridge [60], t he principle of 

which was described in Section 2.6. The feed electrode is connected to the junction of the He and Hp 

terminals' cent re conductors, while the guard and sensing electrodes are connected to t he joined Lc and 

Lp terminals ' ground and centre conductors respectively, allowing the ABB to force the centre conductor 

to the same potent ial as the grounded guard. The measurement configuration is shown photographically 

in Figure 3.3. 
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Figure 3.3: A photograph of the parallel plate capacitor designed for and used in 
t his study. The positioning pins, marked 'p ' , hold the guarded sensing electrode 
in place, allowing only vertical movement. The spacing pins, marked 's', are used 
to set t he air gap width to the same as that of the sample being measured. 

The systematic errors due to t he custom test fixture are eliminated by performing an open , short and 

load compensation (cf. Section 2.6.2). The open and short connections are made as described in Agilent 's 

16451B dielectric test fixt ure manual [66]. The open is created by surrounding the sensing electrode 

completely by the guard; this has the effect of surrounding t he sensor completely with a conductor at 

the same potential as it , thus preventing any fields between the sensor and other conductors. The short 

is formed by simply connecting the sensing and feed electrodes. The custom connections created to fulfil 

these two requirements are shown in Figure 3.4. The aim here is to ensure repeatability, and the creation 

of high quality short and open circui ts, by repeatedly positioning the shorting disc and opening enclosure 

centrally with regard to the sensing electrode. The perspex positioner shown in Figure 3.4 fulfils this 

function. 

Figure 3.4: The open and short standards (right top and bottom respectively) 
constructed for use with the guarded parallel plate capacitor , are positioned re
peatably using the perspex holder at left. 
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For calibration , the open, short and load (OSL) compensation described by Agilent [33] is used. The 

assumption is t hat the DUT - the guarded capacitor in this case - is connected to t he bridge terminals 

by some network which can described by a set of t ransmission parameters. T hese can be removed , 

effectively isolating t he DUT , by the following calculation: 

where the variables represent the following: 

Zdut Corrected DUT impedance 

Z xm Measured DUT impedance 

Z std 'Il·ue value of the load standard 

Zsm Measured impedance value of the load st andard 

Z s Measured value of the short circuit 

Z 0 Measured value of the open circuit 

(3.3) 

T he load st andard consists simply of t he capacitor with an air dielect ric, the propert ies of which are 

assumed to be frequency independent. The plate separation is set to t he same t hickness as t he sample 

to be measured , since this prevents geometric differences in t he jig set-up from having an effect on the 

measurement . 

During measurement, the only change being made to t he system is thus the insert ion of t he sample. 

T he impedance when t he sample is inserted is only dependent on the capacitor geometry (which is 

the same as in t he air capacitor case) and the propert ies of the inserted material. The extraction of 

the material propert ies relies on an adequate circuit model for t he electromagnetic behaviour of the 

system. T he need for the somewhat complex treatment of t he edge fringing fields is removed by t he 

use of the guarding principle, and the formation of the compensation open and short circuits directly at 

the electrodes removes the need for including an extra series impedance. As a result , a simple parallel 

resistor-capacitor combination fulfi ls this requirement in t he 1- 25 MHz frequency range. The resistor in 

parallel with t he capacitor accounts for any potent ial loss a sample may have. 

Conventionally, the t rue standard impedance Z std in (3.3) would have been calculated from Y std = 

j wCxe;td' where Cx would be some reference capacitance, usually chosen as the analytical geomet ric 

capacitance (Co + C9 ). Following correction by (3 .3) , the result ing Ydut would then have been divided 

by Cx again to yield the measured e* . It is clear that the precise capacit ance used in the calculation 

of t he standard impedance does not affect the correction if t he identical capacitance is used later in the 

extraction of the dielectric constant. For convenience, Cx may be chosen as 1, creating in effect a direct 

relation between the dielectric constant and t he measured impedance. 

Using this correction technique, the complex dielectric constant can thus be extracted in its constit uent 

parts directly from Ydu t as 

tan o 
w 

R e {Ydut} 

Im{Ydut } 

(3.4) 

(3.5) 

T he accuracy of the resulting measurement depends on a number of factors which will be discussed 

in the next section. 
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3.4 Measurement Accuracy 

The procedure for the measurement of the complex dielectric constant of a material using the guarded 

parallel plate jig may be summarised as follows: 

1. Conduct measurements of the various impedances required in (3 .3). 

2. Determine distribution of impedance values measured, i.e. their mean and standard deviation. 

3. Calculate nominal dielectric constant from mean Zdut· 

4. Calculate the uncertainty in dielectric constant following the technique described in Section 2.5. 

The uncertainty dependencies involved in this procedure may be represented graphically as shown in 

Figure 3.5. Both E,. and tan 6 depend on the measurement repeatability of each impedance used in the 

calculation of Zdut, as well as possible air gaps between the sample and electrode surfaces. Each of the 

double-line enclosed parameters shown in Figure 3.5 has an uncertainty assigned to it. Each connecting 

arrow represents some dependance, which is calculated as described in Section 2.5. 

r,-8-G-G-8--C~:Y1 
'-- -- -- ------ -- - ---- - -- --- --------- - - -----/ 

Figure 3.5: Graphical representation of the first order uncertainty dependencies 
in the calculation of Er and tan 6. Each Zx in the dashed enclosure has its own 
associated measured repeatability. 

The air gap deserves some more mention: it comes about because of the impossibility of preparing 

perfectly fiat and smooth surfaces. The flatness and smoothness of a surface cannot easily be separated 

by measurement , but the measurement of the sample thickness at multiple points gives a very good 

indication of what sort of air gap can be expected. Half of the measured range of thicknesses may be 

used as a fairly good approximation for the air gap thickness. The calculation of its effect is simplified 

by using a circuit model approach. The impedance of an additional air capacitor, calculated using (3.1) 

and (3.2) with d replaced by the effective air gap thickness, is added in series to the nominal impedance 

calculated using Y,wm = j WE~0m(Co + C9 ), with Co and C9 calculated using the mean sample thickness, 

to form Ztot = Znom +Zag· The effective permittivity and loss tangent for this case may be extracted 

by using this resulting total admittance in (3.4) and (3.5). A comparison of these values to the original 

nominal ones (from E~0m) gives an indication of the uncertainty arising from the gap. 

The effect on the measured capacitance of slight non-parallelism and surface roughness of the elec

trodes has been discussed by Brown & Bulleid [72]. The departures from linear behaviour were found 

to be very small: for an off-parallel angle between t he polished electrodes of less than 0.18°, changes in 

the capacitance of the plates became practically undetectable when the electrodes were more than 500 
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p,m apart. The effects of surface roughness (approximat ely 12 p,m surface undulation) were found to be 

even smaller than t he effects of non-parallelism. T he similarity of their capacitor dimensions to the ones 

in this study - their sensing electrode had a diameter of 30 mm - suggests t hat plate non-parallelism 

and surface roughness leads to negligible error for small angles. As an example, an error of about 0.05 

mm in the preparation of a 4 mm thick sample with 32 mm diameter equates to a 0.09° non-parallelism, 

small compared even to Brown & Bulleid's experiments. Surface undulations of a magnitude similar to 

those in their study are easily detected - there were none - and their effect can thus be discarded. 

3.5 The Characterisation of Standard Materials 

The aim here is the accurate characterisation of standard materials to be used in the calibration of the 

cylindrical capacitor probes. To facilitate this , a guarded parallel plate capacitor is constructed according 

to the guidelines described above. The capacitor was designed to comply with the additional demand that 

it be suitable for the measurement of prepared rock samples. The error analysis technique described in 

the previous section will be applied , and a brief discussion of the relationship between sample properties 

and measurement accuracy will be presented. 

Since the standard materials used were plast ic , machineable to any desired dimensions, the rock core 

diameters produced the main geometric design constraint . In this study, the rock slices to be measured 

were prepared from core samples with diameters ranging between about 32.5 and 55.6 mm. The sample 

thickness was flexible since they were prepared locally, but a thickness of about 3- 4 mm was easily 

achieved and thus chosen as the design basis since it kept the required guard extent conveniently small. 

Matters are eased if the sample diameter is somewhat larger than the sensing electrode diameter - it 

is not desirable for the sample edge to be in the vicinity of the guard-gap fringing fields2 . The sensing 

electrode diameter was thus chosen to be 20 mm, and actually constructed to be 19.9 mm. The guard 

gap width g was measured as 0.15 mm, comfortably satisfying the a/ g < 5 requirement . The guard was 

extended by 24.9 mm beyond the guard gap, allowing the accurate measurement of samples t hinner than 

about 4.98 mm. 

The reference standard materials used in this study were Teflon and Polyvinylidene Fluoride (PVDF), 

a specialised fluoroplastic quoted by the manufacturer as having a permittivity of 6.0 and a loss tangent 

of 0.165 at 1 MHz [73]. Sample discs of these materials were machined by the method described in 

Appendix B, and measured as described above. The results for permittivity and loss tangent of Teflon 

and PVDF are shown in Figure 3.6 . 

The uncertainty in Teflon 's permittivity is between 0.8 and 0.9 % of the mean value; between 85 and 

91 % of this error is contributed by the dominant air-gap uncertainty. A rise in the mean permittivity of 

about 0.7 % is experienced as the frequency rises from 1 to 25 MHz. This is indicative of an imperfect 

frequency compensation, since Teflon's permittivity is generally accepted to be frequency constant in this 

range [7]. The uncertainty in the loss tangent of Teflon is smaller than about 0.0007, with the air-gap 

contribution rising with frequency though remaining at less than 1.8 % of the total. An increase in the 

mean loss tangent of about 0.003 is also observed as the frequency is increased from 1 to 25 MHz. (The 

difference to the cylindrical calibration between using the rising properties of Teflon shown here or a flat 

frequency response is negligible.) 

2This was not studied conclusively. Intuit ively, if the sample edge is perpendicular to t he electrode surfaces, i.e. parallel 
to the normal field lines, the result will simply be two capac itors in parallel: one conta ining the d ielectr ic , t he other vacuum. 
This shou ld be valid whether the sample diameter is smaller or la rger than the sensing e lectrode diameter. The non-normal 
gap fr inging fi elds will t hen eit her be confined completely to the dielectric or air. The smaller the gap , t he closer t he 
edge can be to the gap without affect ing measurement accuracy. Agilent 's HP 16451 guarded parallel plate probe manual 
discusses t he applicable s ize of samples for two electrodes which have s imilar dimensions to the one st udied here. For sensing 
electrode diameters of 5 and 38 mm and guard gap widths of 0.13 and 0.2 mm, they recommend that the sample diameter 
be la rger than or equal to 10 a nd 40 mm respect ively [66] . 
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Figure 3.6: The permi ttivity and loss tangent of samples (a) Teflon and (b) PVDF. 

In the case of PVDF, the permittivity uncertainty is between 0.5 and 0.7 %, with the air-gap con

tribut ing between 38 and 63 % of this. The loss tangent uncertainty is consistently smaller t han about 

0.0024, equating to a maximum of 1.5 % (at 1 MHz) . The air gap contribution in t his case is again low 

(less than 1 %) though also rising with frequency. 

3.6 Conclusion 

A parallel plate system has been developed for the accurate characterisation of the dielectric properties 

of a number of standard reference materials. One of the criteria for the electrode design was that it be 

able to measure prepared samples of typical rock core sizes should the need arise. 

The properties of Teflon and PVDF have been measured accurately using an auto-balancing bridge 

with an open, short and load correction, with an estimated uncertainty of less than about 1.5 % in their 

permittivities, and better than 0.0025 in their loss tangents. This sort of accuracy is expected to be 

repeatable for any flat parallel samples larger than about 30 mm in diameter and smaller than 5 mm in 

thickness. 

The contribut ing factors were the repeatability of the various impedance measurements and potential 

air gaps between the sample and the electrodes. The measurement repeatability was enhanced by the 

design of a custom jig for holding the electrodes, allowing only vert ical movement of the measuring 

electrode. Air gaps were minimised by the careful preparation of sample; a simple technique allowing 

t he preparation of plastic samples having a parallel fl at surfaces to a tolerance of less than 0.02 mm was 

developed and is described in Appendix B. 
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Chapter 4 

Cylinder Probe Design 

4.1 Introduction 

The aim of this study is to measure the dielectric properties of cylindrical hard rock cores non-destructively. 

This chapter describes the design of a guarded capacitor tailored to the unique challenges presented by 

the nature of the samples. 

The drilling of boreholes and extraction of t he cores inevitably results in small variations in the core 

diameter and complete breaks to core lengths. Depending on the type of rock, the breaks can be extremely 

irregular, not allowing t he core pieces to be reassembled without substantial gaps in the material, or very 

'clean ' . The electrode design should allow the measurement of such samples (to as great an accuracy as 

allowed by their condition) , as well as the analysis of samples that are too brittle to be machined for 

destructive measurement techniques. 

The design presented here is of a flexible guarded cylindrical capacitor based on the dielectric profiling 

techniques described by Moore and Paren [27], and Wilhelms [31, 28], amongst others. The flexibility of 

the electrodes allows them to conform to the potentially varying sample diameter (typically under about 

0.2 mm along the length of a sample) , as well as enabling a single constructed capacitor to host samples 

having a range of sizes. 

The analytical solut ion for an ideal guarded cylindrical capacitor geometry is described in Section 

4.2. It not only provides for a qualitative understanding of the electrode operation, but is also used 

in estimating the effect on the measurements of various non-ideal aspects of the geometry such as gaps 

between t he electrodes. The development of a comprehensive circuit model of the proposed electrode 

configuration in Section 4.3 has the same objectives, but also has potential application in the extension 

of the device's frequency range of operation and its use in a two port measurement system. 

An important requirement for the device is that it be simple and quick to construct, yet that it be 

robust enough to allow repeatable measurement of core samples in the laboratory and the field. The 

creative implementation of a guarded shielded capacitor that allows the accurate measurement of hard 

rock cores of varying diameter in the 1- 25 MHz frequency range will be explored in Section 4.4; detailed 

instructions for its construction are given in Appendix A. Limitations will be investigated and design 

guidelines proposed. 

4.2 Analytic Solution 

An analytical solution for the interior potential distribut ion, and resulting capacitance, of the guarded 

electrode configuration will be presented in this section. It follows in large part from the general treatment 

of the layered cylindrical problem by Wilhelms [28], whose aim was the use of an accurate calculation of 
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the electrode capacitance as a calibration standard for his rigid capacitor. Wilhelms used a full three

dimensional free-space approximation to motivate the sufficiency of the two-dimensional approach to the 

case in which the cylinder hosts concentrically layered dielectrics. These two cases adequately describe 

the electrode geometry in this dissertation. 

The entire derivation is made under the assumption that the relatively small geometry allows an 

electroquasistatic approximation. According to Haus & Melcher [47], a quasistatic approximation is 

valid "if an electromagnetic wave can propagate a characteristic length of the system in a time that is 

short compared to t imes T of interest", that is L / v « T 1 , where the electromagnetic wave propagation 

speed is v = 1/ v f..Lo Eofr· Said differently, the structure's dimensions should be small compared to the 

wavelength in question (always bearing in mind that the wavelength is inversely proportional to square 

root of permi ttivity - cf. (2 .12)). 

The frequency range of interest , 1- 25 MHz, makes times on the order of about 6.4 nanoseconds 

relevant (in a vacuum). It is estimated , based on other studies reported in the literature (cf. references 

in Table 1.1), and previous measurements of rock slices [7 4], that the maximum expected permittivity of 

rock should not exceed Er ~ 15 in the 1- 25 MHz frequency range. Coupled with maximum dimensions of 

about 50 mm cylinder diameter and 50 mm sensing electrode length , t his gives a system time constant 

of L / v ~ 0.65 ns. The electroquasistatic approximation is thus deemed valid . 

A schematic representation of an ideal cylindrical electrode geometry is shown in Figure 4.1. The 

cylinder halves lie symmetrically about the plane formed by the z- and x-axes. The y-axis passes per

pendicularly through t he middle of the sensing electrode. The use of the cylindrical coordinate system is 

a logical choice, with the angle ¢ being measured positively from the x-axis. 

The interior radius of the cylindrical elements is a. The sensing electrode spans an arc of ¢0 , centred 

on the y-axis, and has length l , centred on the x-axis. It is separated from the guard electrode by a 

small gap g. The guard electrode itself has a total length L , also centred on the x-axis, and extends 

azimut hally from 6. to 1r - 6. , where the angle 26. is a measure of the small separation between the 

guard electrode and the feed electrode. The feed electrode has the same outer dimensions as the guard 

electrode, and extends azimuthally from -1r + 6. to - 6. . For the purpose of this discussion a potential 

of + V / 2 is assigned to the measuring and guard electrodes, while the feed electrode is set at - V / 2. 

4.2.1 Potential Solution 

Since this section assumes a vacuum filled geometry, the electroquasistatic approximation requires t he 

solu tion of Laplace's equation in the interior of the cylinder. In cylindrical coordinates [42, p. 365], 

(4 .1) 

The solution to Laplace's equation is uniquely determined by the boundary conditions. These can be 

either of the type Dirichlet, if the potential is specified on the surface , or of the type Neumann , if the first 

derivative of the potential, that is the charge distribution, is specified on the surface, or a combination 

of the two [75]. In our problem the bounding conductors are assigned potentials as specified above: 

the sensing and guard electrodes are at + V /2 , the feed electrode at - V /2. The plane dividing the two 

electrode halves, i.e. z = 0, is also a plane of symmetry where oif!/an (Neumann) applies. 

The potential at the boundaries where no conductor is present is somewhat more problematic. One 

may expect complicated field behaviour at the ends of the cylinder and the gaps between the guard and 

feed elements , where the potential moves from + V / 2 through zero to - V /2 in some fashion. Wilhelms' 

approach is to calculate the potential for the two extremes in potential transition: either all t he gaps are 

made negligibly small , causing the potential to jump at ¢ = 0 and ¢ = 1r , and the cylinder is extended 

1T his L should not be con fu sed with t he cylinder dimensions presented later. 
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Figure 4. 1: Schematic of the general cylindrical electrode geometry, showing the 
feed electrode at bottom and the sensing electrode surrounded by the guard elec
t rode at top. 

infini tely along the z-axis, or the potent ial jumps to zero at the gaps (at ¢ = ± 6. and ¢ = 1r ± 6. ) and 

the elect rode ends at z = ± L/ 2. These may be seen as the limiting cases, with the actual transitional 

behaviour lying somewhere between them. 

Equations of t he nature of ( 4.1 ) are commonly solved by the method of separation of variables. The 

potent ial is wri tten as the product of three functions, each a function of one of the variables: 

<li (T, ¢, z) = R(T)Q(¢)Z(z) (4 .2) 

T hen ( 4. 1) becomes 

~R'QZ + R"Q Z + .!_RQ"Z + RQZ" = 0 
T T 2 

(4.3) 

Dividing throughout by RQ Z yields 

( ~ R' + R") + .!.._ Q" + Z" = O 
T R R T 2 Q z ( 4.4) 

T his equation can be solved by assigning constants to the last two terms in (4.4) as follows: 

Z" 
- = - k2 
z (4. 5) 

Q" 2 - = - 1/ 
Q 

( 4.6) 

Now, three ordinary differential equations result: 
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(4.7) 

( 4. 8) 

(4.9) 

The solution to each of these is discussed separately below. 

Axial Dependence 

The general solu tion to (4.7) is a sum of terms of sin(kz) and cos(kz). It is known, however, that the 

potential must be symmetric wi th respect to the z-axis, thus the odd sin(kz) terms cannot form part of 

the solution. Further , the potential must fall to zero at z = ±L/2, and so cos(kL/ 2) = 0. A cosine term 

with this argument becomes zero when kL/ 2 = (2n + 1)7r/ 2, or k = (2n + 1)7r / L , where n E N0 . The 

solution for Z thus consists of terms of the form 

Azimuthal Depende nce 

7l"Z 
cos(2n + 1)-y ( 4.10) 

Similarly to the axial dependence case, the general solution to equation ( 4.8) is also a sum of terms in 

cos( v¢ ) and sin(//¢) . This time, though, the potent ial must be zero for ¢= 0, this falling on the plane of 

symmetry between + V / 2 and - V / 2, and so the cosine terms are invalid . In addition, potential symmetry 

about the y-axis implies that only odd sin(v¢) terms are allowed. A sine term becomes zero when the 

argument is an integer mult iple of 7r, t hus the solu tion for Q consists of terms of t he form 

sin (2m + 1)¢ ( 4.11 ) 

with mE No . 

Radial Dependence 

Equation ( 4.9) is a modified Bessel equation, the general solution of which is a linear combination of 

modified Bessel functions of the first , I,/( kr ), and second , K v( kr), kind [76]. Since the vacuum-filled 

interior of the cylinder is of interest to us, and K v(kr ) ---> oo as r ---> 0, only modified Bessel function 

terms of the first kind will occur in the solution2 . It has already been established that k = (2n + 1 )7r / L 

and 1/ = 2m+ 1, thus the solution for R consists of terms of the form 

( 4.12) 

Total Potential Solution 

The to tal potent ial inside the cylinder is now given by combining the above functions linearly after ( 4. 2), 

wit h some coefficients, resulting in a Fourier series. The general solutions for the z- and ¢-dependences 

derived above are written as Fourier series expansions of 1. Thus (4.10) and (4.11) become [28] 

4 ~ n cos(2n + 1) rrLz 
1 =- L...- (-1) 

7r 2n + 1 
n=O 

for 
L 

lzl :S: 2 (4 .1 3) 

2 T his assumptio n is not valid for the a rtifi cia l dielect ri c described in Appendix C: in t his case modified Bessel funct ions 
o f t he seco nd kind will a ppear in the solu t io n as well. 
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and 

1 = ~ f sin( 2m + 1)¢ 
1r 2m + 1 m=O 

for (4. 14) 

The expansion in terms of the ¢ dependence, (4.14), is re-written as 

~ f ( sin(2m+ 1)(¢ - 6. ) + sin(2m + 1)(¢ + 6. ) ) = ~ f sin(2m + 1)¢cos(2m + 1)6. 
1r 2m + 1 2m + 1 1r 2m + 1 m=O m=O 

( 4.15) 

to take into account the finite side gaps of angle 6. . It can be seen that each term on the left of ( 4.15) 

is still an expansion of 1, and Wilhelms shows that (4. 15) still satisfies the correct boundary conditions 

[28, p. 9]. In addition, t he radial dependence, (4.12 ) is normalised to 1 on the boundary, r =a, as 

h m+l ((2n + 1)2£=) 

I2m+l ((2n + 1)"t) 
( 4.16) 

Now the product of these t hree terms, (4 .1 3), (4. 15) and (4.16) , with the potential of the measuring 

electrode, + V /2, to enforce the boundary condition, results in the general solution for the potential inside 

the cylinder: 

<I>(r, ¢, z) = 8~ f f ( _1)n sin( 2m+ 1)¢cos(2m + 1)6. cos(2n + 1) ¥ h m+l ( (2n + 1)2£=) 

7r m=On=O 2m + 1 2n + 1 h m+l((2n + 1) "t ) 
( 4.17) 

4.2.2 Capacitance 

With the guard electrode enforcing the desired field distribution in t he region of the measuring electrode, 

the ideal normal interior capacitance between the feed and measuring electrodes is simple to calculate. 

Only the component of electric field, E = - \71> , normal to the conductor surface contributes to the 

surface charge. By Gauss ' continuity condit ion [47 , p. 19], 

( 4.18) 

where region a is chosen to lie inside the conductor, region b lies inside the cylinder , and the normal n 

points from region b to region a. The relation between t he surface charge and the interior potential is 

then 

l rr-E Jl f) I 
Q = E _: Eo or' <l>(r' , ¢', z') r '=a dz' ad¢' ( 4.19) 

where Wilhelms ' definition of~ = ~ - ¢2° is convenient to use. 

Upon substitution of ( 4.17) in ( 4.19) and some mathematical manipulation, an expression for the free

space capacitance of the cylindrical capacitor of length l and arc coverage ¢ 0 (which takes into account 

t he charge distribution on the finite guard beyond z = ± l/ 2) emerges [28, p. 12]: 

Co =Eo~ ln (cot 1;-~/' cot s~t> ) 
+32a,<o L ao (-l)nsin ~El L ao cos(2m+ l)Ecos(2m+l)t> I2m+2((2n+ ll¥") 

rr - n = O (2n+ l) m=O (2m+l) T2 m+ J((2n+ l )~t) (4.20) 

This equation has intuitively been divided into two terms as C0 = C[f + C{;: the first is identical to 
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the free-space capacitance of the perfectly guarded sensing electrode, previously calculated by Wilhelms 

[31], while the second is a correction term to take into account the finite extent of the actual guard. The 

first term taken on its own, on the one hand , and the entire expression , on the other, correspond to the 

two extremes in potential transition discussed before. As L --. oo, the second double summation term 

does indeed become zero. 

The questions of convergence of the double summation, and after how many terms to terminate the 

summation , will be discussed in the following section . 

4.2.3 Convergence 

A summary of Wilhelms' discussion of the convergence of the double summation term in ( 4.20) will now 

be presented [28, Ch. 2.1.4]. 

Cauchy's convergence criterium can be summarised as follows: an infinite series L::o av is convergent 

if, for every E > 0, there exists a natural number N( E) such that L::n+l av < E for all n > N(E) [77]. 

Said simply: there must exist a value E larger than the sum of any number of remaining terms after 

termination of the summation at the Nth term. This E is then the maximum allowable error of the sum. 

The generalisation of the Cauchy criterium to a double series requires the determination of summation 

limits Nand M, such that any remaining sum is smaller than the error E ([78], cited in [28]). 

For a one-dimensional series with oscillating terms, like the individual components of (4.20), the 

summation is terminated if the oscillation magnitude remains below the specified error over a number 

of period lengths. In a two dimensional summation, the oscillations in both summation directions are 

observed. If the summation is terminated after N and !VI terms in the n and m directions respectively, 

one calculates the supremum3 of the function over a summation region bounded by N and !VI on the one 

hand, and N + NnPn and M + N mPm on the other. The number of period lengths , Pn and Pm, in then 

and m direction are Nn and Nm respectively. The supremum of the sum over this region is an estimation 

of the error. 

What is required now is the determination of appropriate summation boundaries N and M. This is 

achieved by calculating the longest period lengths in the second term of ( 4.20) , which , to ease this task , 

can be rewritten as 

·( (2n + l ) ( 1) ·( (2 n+ l) ( I) CL = ~ '\'oo co' - 2-rr 1-r - co' - 2-rr l +L: 
0 rr Lm=O (2n+l) 

X L oo cos((2m+ l)(~ - 6))+cos((2m+l)(~+6)) 12m+ 2( (2n+ll¥ ) 
m =O (2m+ l ) l2m + I( (2n+ l )~Z' ) 

( 4.21 ) 

The longest period in the n summation is obtained from the condition that Pn ~ (1 - f) = 21r, that is 

Pn = 4L/( L -l), while the longest period in m results from Pm(~- l:J. ) = 27r , that is Pm = 27r /(~- 6 ). 
Wilhelms shows that the modified Bessel function part of (4.21) stays smaller than 1 [28, App. A.1], and , 

since the maximum area of a sinusoid is always smaller than its magnitude multiplied by half its period , 

the maximum error can be divided into [28 , p. 14]: 

32aco Pn Pm 1 E ---- <-
7r2 2 2 2N + 1 - 2 

( 4.22) 

32aco Pn Pm 1 E ---- < -
7r2 2 2 (2M+ 1)2 - 2 

(4.23) 

3 T he supremum may be defined as "the least upper bound of a set S , defin ed as a quantity M such that no member of 
the set exceeds M , but if E is any posi t ive quantity, however small , t here is a member th at exceeds M-E ." [79]. (Note that 
the symbols used in this footnote do not a pply to the ma in text body. ) 
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The required number of summation terms, Nand .M, to obtain a desired error E. can now be determined 

from ( 4.22) and ( 4.23). The actual value for the capacitance of the finite length cylinder will lie somewhere 

between the two bounds C(f and C(f + C{; . Wilhelms estimates halfway; the need for precise knowledge 

and further complicated analysis is reduced by keeping C{; small. 

As an example, the capacitance is calculated for a typical geometry having l = 30 mm, a= 16 mm, 

L = 50 mm , ¢0 = 100° and negligible side and sensor-guard gaps. Table 4.1 compares the number of 

summations in N and M, calculated from (4.22) and (4.23) respectively, required for C{; to converge to 

within t he relevant error (which is stated as a percentage of C(f) . When a small error is specified , t he 

large number of summations, in N particularly, quickly results in prohibitive computation times. An 

improvement in computational time with little loss in accuracy may be achieved by taking the mean of 

the last, say, 100, final elements in the (oscillating) cumulative sum of C(;. These sums are shown in the 

final column of Table 4.1 ; the mean value for an allowable error of 20% of C(f is within about 0.01 % of 

the mean value for an error of 1 %. Note that the mean does converge as the allowable error becomes 

smaller. The calculation of C{; in this way appears to lead to an error far smaller than that specified by 

E. . 

E. (% of C(f) N M mean of last 100 terms ofC{; (x 10- 15 ) 

20 302 12 3.52219 

15 403 14 3.52237 

10 605 17 3.52249 

7.5 806 20 3.52252 

5 1209 25 3.52254 

2.5 2419 35 3.52256 

1 6047 55 3.52256 

Table 4.1: Comparison of the number of summation terms in N and !vi required 
to obtain t he stated accuracy, E.. The mean of the last 100 terms of the cumulative 
sum is given in each case in the final column. 

4.2.4 Discussion 

The distribut ion and shape of t hose electric field lines originating or terminating on the sensing electrode 

is of primary importance in predicting the capacitance . In calculating C(f, certain assumptions are made 

regarding the geometric configuration of the guarded cylindrical capacitor : 

1. The guard is assumed to be of infinite extent axially. 

2. The side gaps are assumed to be infinitesimal, that is the potential goes from + V to - V at the 

x-axis . 

3. The gaps between the guard and measuring electrodes are assumed to be infinitesimal. 

The effect of the finite cylinder length and non-zero side gaps has been taken into account in the 

calculation of t he correction term C/;. Thus two bounds to the actual capacitance value: C(f and 

C(f + C{; , exist . The effect of various geometric variations can be predicted using C{;. 
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Guard Length 

As the guard 's extent beyond the sensing electrode is reduced in length , the field lines originating on the 

sensing electrode are increasingly no longer forced to remain straight (in the y - z plane, that is), but 

start spreading slightly. The question arises of how large the guard electrode extent must be for C{J to 

be sufficiently small relative to C0 , that is, for the electric field in the sensing electrode region not to 

be affected noticeably by the outside field distribution. It would for instance be expected that a cylinder 

with a smaller diameter would require a shorter guard electrode, but some quantitative analysis , in the 

form of a design rule relating required L to other electrode parameters, is required. 

The correction term for finite length, C{J in (4. 20) , has been calculated for various combinations of 

a and l , chosen to cover the projected range of required geometries. Of interest is the guard length at 

which C/; = 0.01 x C0 . For each length of sensing electrode , a linear relationship between L and a is 

fo und. Defining the extent of the guard electrode beyond the sensing electrode as L9 e = ~ (L - l ) yields 

the equations in Table 4.2. The dependence of L9 e on a decreases as the measuring electrode becomes 

longer because of the increase of C0 with l - t he relative size of Cl; thus decreases. A decrease in the 

dependence on a is also seen for increasing ¢o for the same reason. 

0.01 
0.03 
0.05 
0.07 
0.09 

L9e = l. 30a - 0.004 
L 9e = 1.20a - 0.007 
L 9e = l.lOa - 0.007 
L9e = l.05a - 0.008 
L9e = 0.95a - 0.008 

L 9e = 1.25a - 0.004 
L 9 e = 1.15a - 0.007 
L9e = l.05a - 0.008 
L9 e = l.OOa - 0.008 
L9 e = 0.90a- 0.007 

Table 4.2: Equations relating guard extent , L9e = ~(L-l) , at which C{J = 0.01C0 , 
to cylinder radius, a, were derived for various measuring electrode lengths. The 
measuring electrode covered arcs of ¢0 = 100° and ¢0 = 120°; the gaps between 
the sensing and guard electrodes, and between the guard and feed electrodes, were 
taken as zero. All dimensions are in metres. 

Based on these equations , a simple, if somewhat arbitrary, design rule can be proposed: For C{r to 

be smaller than 1 % of C0 : 

L9 e > l. 5a or L > 3a + l (4.24) 

This recommendation is applicable in the range of electrode geometries which would be of interest to us. 

The guard extent may have to be longer than 1.5a for very short sensing electrodes. Longer electrode 

lengths would present no problem since the a-dependent term in L 9e is decreasing as l increases. Once 

designed , the exact ratio of C{r to C0 can be calculated for use in the estimation of the guard length's 

effect on predicting C0 accurately. 

Side Gap Width 

As the side gap increases, the ¢-dependence of the electric field changes. Again, the field lines originating 

or terminating on the sensing electrode are no longer forced to remain in the central region of the cylinder , 

but are allowed to spread. 

Wilhelms conducted a brief analysis in which he calculated C0 while increasing the side gap 6.. from 

0 to 36° . He found that t he capacitance increased with an increasing side gap and concluded that the 

gap should be kept small - a gap of about 3° was considered quite acceptable [28, p. 17]. 

However, the equation for C0 , identical to the first term in (4.20), was derived under the assumption 

of a certain electric field distribution in the y-z plane, only present in its ideal form when the side gap 
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is negligible [31]. This assumption clearly becomes increasingly invalid as 6. is increased . Whereas a 

correction term, Cl, was added to account for the changing z-dependent field as the guard is shortened, 

no correction term for increasing 6. was derived. 

Equation ( 4.20) is thus not suitable for analysis of the side gap effect , but a numerical investigation 

may cast some light on the problem. The results of such a simulation using the method of moments code 

FEKO [71] are shown in Figure 4.2. Surprisingly, it seems that opening the gap may not have as large an 

effect as suspected. For a larger ¢0 , the change in capacitance as one increases 6. does become relatively 

larger , as expected, since the fields originating on the outer edges of the sensing electrode will be closer to 

the gap , and thus more susceptible to the small changes in field distribution. To quantify: as 6. increases 

from 1 o to 25°, the capacitance changes by about 2.9 % from its initial value for ¢0 = S0°, by 3.4 % for 

¢o = 100°, and by 4.6 % for ¢0 = 120°. 

0. 24 ,---,----,--------,--------,---~-------, 

0.:!2 

0" 

~ 
~ 0.18 

ii ,. ---- --- --- - ------ -----

0.16 

0.14 

- - - - - - -- - - - -- - - - - - - - - - -- - - ---
O.J"L-.L ___ _,___ _ __ _L_ ___ ___._ _ __ ___,,------___J 

0 1 10 15 20 25 

Figure 4.2: The effect on the capacitance of varying 6. from 1 o to 25° has been 
determined numerically for a capacitor geometry with l = 30 mm, L = 120 mm 
and a = 15 mm , and ¢0 = SO, 100, and 120°. 

But what of a guideline for how narrow to keep the gap? To keep the capacitance within 1% of 

its initial , 6. = 1 o, value, the gap must be kept below about so for ¢ 0 = 120° . Since this is the most 

stringent case, this limit is sensible for the other arc coverages as well. An so gap angle translates to a 

gap width of about 2 mm for a cylinder with a = 15 mm. Since this presents no mechanical problem, it 

is recommended simply that t he gap be kept as small as mechanically comfortable, but certainly below 
so 

Guard-Sensor Gap Width 

A non-infinitesimal gap between the guard and sensing electrode results in an effective area increase in 

the measuring electrode, provided its base area remains unchanged . This effect has been studied for 

parallel plate guarded capacitors, and the results obtained are applicable to the cylindrical geometry as 

well. 

Corrections for this finite gap for the case of a guarded parallel plate have been summarised for various 

electrode types [6S]. In general, the extra capacitance due to the gap can be written as 

C _ totrPg 
g - 2t (4.25) 

where P and g are the total electrode perimeter and width of the gap, and t is the electrode separation. 
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Constructing the gap to be much smaller than the cylinder radius results in a geometry for which Heerens' 

thin electrode rule [51], described previously in Section 3.2 , is valid: the approximation of adding a 

capacitance corresponding to half the gap width is accurate to better than 1 ppm if the gap width is less 

t han one fifth the feed-sensor electrode spacing. 

For t he cylindrical geometry under consideration, the gap can be divided into two categories: the 

lateral gap, parallel to the core axis, and the perpendicular transverse gap . In the transverse gap, the 

electric field does not vary across t he gap, so the fields will split evenly between the guard and sensing 

electrode, as in t he parallel plate case. For the lateral gap , however , the field strength increases as the 

side gap between the guard and feed electrode is approached, that is as ¢ -> 7r /2. In this case one would 

thus expect an increase in the normal capacitance of slightly less than half of the gap capacitance. In 

both cases, a maximum estimate of the capacitance increase is that of half the gap capacitance. 

The extra vacuum capacitance due to t he gap can be estimated using the first term of ( 4.20) with 

/:::,. = oo: 

For the la teral and t ransverse gaps respectively, the total additional gap capacitance will be 

C91 = 2 x [C9o(l + 2g, ~- --y / 2) - C9o( l + 2g , ~) ] 

C9 t = 2 x C9o(g/ 2,0 

( 4.26) 

( 4.27) 

( 4.28) 

where --y is the gap's arc coverage. The gap corners have been included in the expression for lateral gap 

capacitance. A maximum estimate of the total capacitance due to the gap to be added is now simply the 

sum 

( 4.29) 

Correction curves for the finite gap may be calculated by (4.29) for specific sensing electrode geome

tries. Shown in Figure 4.3 is the effect of increasing the gap for some typical configurations. The fringing 

capacitance increases less quickly relative to Co for larger sensing electrode areas. Not shown in Figure 

4.3, but also of interest , is that an increase in ¢0 will affect C9 more than the same increase in l4 . This 

is again due to the increasing electric field intensity as the cylinder sides are approached. 

Guard-sensor gaps of smaller than 0.2 mm are easily realisable with the etched substrate electrodes 

construction proposed in Section 4.4. Since the expressions given above are an approximation, it is 

recommended to keep the guard-sensor gap as small as possible to minimise uncertainty. 

4.3 Circuit Model 

A circuit model of the guarded , shielded capacitor aids understanding of its operation and measurement , 

and can be useful in t he design of capacitors. A model can be made valid for any arbitrary frequency range 

by increasing its complexity to account for non-quasistatic effects and the inevitable resonances caused by 

various inductor-capacitor combinations. Of interest in this case, however, is a certain frequency range, 

so the least complex model which adequately describes the electromagnetic phenomena in this band is 

sought . The model developed here applies to the electrode configuration described in Section 4.4. 

First consider a two-dimensional view of proposed electrode configuration as shown in Figure 4.4. The 

capacitor is accessed via the two ports shown. The wires connecting the ports to the shield represent 

4 No qua ntitative a na lys is of t he re lat ive effects of these two geometric changes was done. 
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Figure 4.3: The relative gap correction capacitance increases as t he gap is widened. 

t he outer conductors of the coaxial feeds , while t he shorter wires connecting the ports to the sensing and 

feed electrodes represent t he sensing conductors. Defining a specific ground point is difficult, since the 

two feed points are removed from each other and may have a potential difference between them, but the 

outside of t he shield can be regarded as being at one potential in t he frequency range of interest , and is 

t hus the best choice. 

The geometry shown in Figure 4.4 has t he advantage that the capacitance can either be extracted 

from a full two-port S-parameter measurement , or by connecting t he electrodes in the classical guarded 

capacitor configuration described in Section 2.4. Note that these two measurements are essentially equiv

alent if the two-port admittance parameters Y21 or Y12 are extracted from the two-port measurements: 

Y12 = I 1/ V2 !v,=o, that is, t he transfer admittance is t he ratio of the current at one port to the voltage 

feed at the other. Since this device is passive, and will not contain any nonreciprocal media, Y21 = Y12 

and Z2 1 = Z 12 [80, p. 193]. This also reinforces Heerens' statement concerning the connection of guard 

electrodes [51], mentioned previously in Section 2.4. 

T he most intuitive way to construct the circui t model shown in Figure 4.5 is perhaps to ascribe 

relevant circuit elements to each part of t he geometry shown in Figure 4.4, starting with an equivalent 

parallel resistor and capacitor , Rdut and Cdut , representing that part of the core sample penetrated by 

the electric fields between the sensing and feed electrodes in region a. The two capacitors on either side 

of the DUT RC combination, C8 , represent the additional capacitance of the thin layers of substrate on 

which the electrodes are etched. The internal electric fr inging fields between t he guard and feed electrodes 

in region b can be represented by a similar element containing R 91 and C91 , as can the internal fields 

between the guard and sensing electrodes, by Rgc, in t and Cgc,int· Regions c and d contain no dielectric 

and thus their fringing fields are represented by single capacitors Cfs and Ccs respectively. Finally, the 

current paths in chambers c and d are accounted for by the inductors L 1 and L2 , with the feed wires 

connecting to the respective electrodes being dominant . 

This relatively simple model adequately describes the device in the frequency range of 1- 25 MHz. The 

inductances associated with current flow through the ground conductor at bottom have been included in 

L 1 and L2 as appropriate. The capacitors C fs and Ccs combine t he external sensor-guard and sensor

shield , and external feed-guard and feed-shield capacitances respectively. 

A qualitative analysis of this equivalent circui t reveals a number of properties interesting to the design 

process and measurement. The first point of interest is the interaction between the feed inductors and 
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Figure 4.4: An x-y plane cut through the centre of the device clarifies the con
struction of the circuit model. The core is contained in regions a and b, with region 
a hosting the field lines of interest in the measurement and b being the internal 
fringing region, while the external fringing occurs in regions c and d. 

\._---,-----,~~· ~~ ~~ ·-,~~~,---~v-Lv'~, feed ~' sensor 

Rdul 

port I 
c,_, -

port 2 

shield guard shield 

Figure 4.5: This circuit model descri bes t he device shown in Figure 4.4 electrically. 
The nodes corresponding to the various electrodes are marked. The inductors com
bine t he respective shield and wire inductance paths, while Cfs and Ccs combine 
the respective electrode-guard and electrode-shield capacitances. 

t he various capacitor combinations - the resulting resonances limit the measurable frequency range of 

the device. The two lowest frequency resonances are formed by the interaction of L 1 with the parallel 

combination of CfT.l and Cdut + Cfr,2. and the interaction of L2 with the parallel combination of C 1r,2 

and Cdut. + Cjr,l· Here, Cjr,l = CJs iiC9 j and Cjr,2 = Ccsi iC 9 c,int.· The effect of t he DUT properties on 

the capacitance values of Cdut. C 9 J and C 9 c is to lower these resonant frequencies (of the form 1/ .JLC). 

Another pertinent question is how the relationship between Zdut = 1/j wCdut and Ztot. the total 

impedance between ports 1 and 2, is affected by the various fringing components. Of interest to us is 

the potential over and the current t hrough t he DUT, so it is important to understand how the measured 

impedance differs from the actual impedance. Consider a signal source applied to port 1. The total 

current drawn by the device, related to the total impedance observed at this port , causes a potential 

drop over L 1 . The current divides between the first fringing capacitance, Cfr,1 , and the DUT branch. 

This latter DUT current then flows mostly through L2 - which also causes a (much smaller) potential 

drop - into port 2, where it is measured. The portion of the current through Zdut diverted to ground 

through C1r, 2 is minimal when the auto-balancing bridge measurement technique described in Section 2.6 
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is used , since there is t hen essent ially no potent ial difference between the sensing and guard electrodes. 

Were the source to be placed at port 2, a similar scenario would unfold , with a dominant potential drop 

in L2 and the major current diversion by C Jr, 1· 

T he major effect on measurement accuracy is thus caused by the potential drops over t he two feed 

inductors and the substrate capacitors. These effects on the measurement are controllable by appropriate 

design of, in part icular , the shield and feed geometry of the capacitor. It is clearly desirable to increase 

the measurable frequency range and decrease the potent ial drop and current diversion effects described. 

These can all be accomplished in principle by reducing the inductance and capacitance values. 

4. 3.1 Component Value Estimation 

A good estimate of the various component values may be obtained by numerical simulation using, for 

example, FEKO [71], and by two-port measurement using a network analyser . These may be used as a 

starting point from which other techniques may be used to refine the values to fit actual measurements 

of the constructed device. This sor t of parameter determination only has to be conducted once for each 

electrode configuration, since the various geomet ric capacitance values are purely dependent on t he device 

geometry. 

T wo adjustments to the geometry provide almost all the information required for the determination 

of the inductive and capacitive component values: a) the feed is short-circuited to the guard electrode, 

and b) t he sensor is short-circuited to the guard electrode. The geometries shown in Figure 4.6 result . 

pmt 2 pon 1 

shield shield 

(a) (b) 

Figure 4.6: (a) Short-circuiting the sensing and guard electrodes allows the de
termination of Z2 from the two-port parameter Z22, and wit h knowledge of Z1 , 

gives a value for Z J>·, 1 . (b) Similarly, short-circuiting t he feed and guard electrodes 
allows the determination of Z 1 and Zfr,2 · 

In t he first case, F igure 4.6(a), the two-port parameter Z22 = V2 /I2I ~J=D yields a value for Z2. The 

phase in the frequency range of interest is equal to +90° to within a negligible amount , suggesting that 

z2 is almost purely inductive. The extraction of a value for L2 = IZ221 jw follows directly. Similarly, t he 

second case, Figure 4. 6(b), leads to a value for L 1 = IZnl jw. 
Once values for t he inductors have been obtained, the fringing components Z Jr,l and Z Jr,2 can be 

calculated. In the case of Figure 4.6(a), the phase of Zu is about - 90°, suggest ing a dominant capacitive 

behaviour5 . A value for ZJr,l can be determined from the total value of Zn , which in this case is 

( 4.30) 

where Z1 = j wL 1, and Zdut. = 1/ j wCdut + 2/jwC5 ; Cdut is given theoretically by (4. 20) and C8 may 

be estimated analytically as described in Section 4.4. Now the total fringing capacitance on the side of 

5The ind uctances L1 a nd £ 2 a re typica lly on t he order of a few nH , while t he capacitances Cfr ,l a nd Cfr,2 a re a few 
pF in size . T he total impeda nce Z = j wL + 1/ j wC is t hus complete ly domina ted by t he capac itive t erm in t he frequency 
ra nge of interest . 
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port 1, incorporating C f s and C 9 J, can be calculated as C/,.,l = 1/w IZJ,.,1 [ . In the same way, a value for 

C1,.,2 , incorporating C 9 c.int and C cs can be determined from 

( 4.31 ) 

The separation of C Jr,l and C Jr,2 into their respective internal and external (with respect to the 

core) components requires some more work. The proportionality between the internal capacitances C91 

and C9c,int and the core permittivity can be used to estimate t heir values separately from Cts and C9c, 

which do not depend on the core material. A lossless artificial dielectric can be implemented by placing a 

conducting cylinder centrally in the core cavity, as described in Appendix C. By varying the ratio between 

this cylinder's radius and the electrode radius a, a range of effective permittivities can be obtained. Using 

the vacuum capacitance and a capacitor containing such an artificial dielectric, t he capacitances can be 

separated : 

Cfr,l ,<,. 

Cjr,l ,O 

E,.C9 t + Cfs 

Cgf + Cfs 

( 4.32) 

( 4.33) 

where the additional subscripts E,. and 0 denote the results for the core containing the artificial dielectric 

and vacuum respectively. Subtracting (4.33) from (4 .32) results in 

C _ Cfr,l ,<, - Cf,·,l ,O 
gf - E,.- 1 (4.34) 

and thus immediately also Cts 

separation of Ccs and C 9 c,int · 

Cfr, l ,O- Cgf· An identical procedure using c/,.,2 also leads to the 

4 .4 Electrode Implementation 

The aim in t his section is to review the requirements for an electrode system to accurately measure rock 

core samples, then to propose and discuss a design. The discussion will be kept fairly general. It is not 

the aim here to give a detailed design procedure - a detailed construction procedure for the electrodes 

is presented in Appendix A - but rather to introduce some of the concepts and compromises involved. 

4 .4.1 Electrode Geometry Design 

T he qualitative discussion of electrode geometry design presented here is intended to highlight some of 

the compromises involved. Beyond the rules described previously for constructing the guard to minimise 

uncertainty in t he analytical capacitance expression, it should be said at the outset that there is no 'cor

rect' or 'optimal' electrode geometry. Certain geometries may be more suitable for certain measurement 

situations, but the use of the LCR meter 's bridge system ensures that a large range of capacitances, 

and certainly any capacitor typically constructed for the measurement of rock cores, may be measured 

accurately. 

The one fixed dimension is the diameter of the core. This has no bearing on the calculation of C0 , 

but does impact on the guard electrode dimensions. The choice of sensing electrode dimensions l and ¢0 

is subject to a number of considerations. A longer and wider (where by 'wider' a larger arc coverage is 

meant) electrode results in a larger, arguably more easily measurable , capacitance, as well as exposing 

a larger region of the core to the measuring field. A wider sensing electrode arc coverage will make the 

measurement more susceptible to the effects of side gap field disturbances. The resolution of a longer 

electrode, its ability to measure rapid transitions and small inclusions, will be diminished but it will give 
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a better average indication of the rock's properties, particularly if it is quite complex geologically (like the 

pegmatoidal feldspathic pyroxenite measured in Section 6.3). Wilhelms suggests that the resolution of 

such an electrode is of the order of t he electrode length [28 , p. 45] . The measurement of small inclusions 

depends on whether the change in averaged properties of the host and inclusion can be distinguished by 

the method described in Section 5.3. A shorter electrode will be more sensitive to the measurement of 

fine variations in t he rock and the characterisation of the properties of narrow inclusions. 

The guard surrounding the sensing electrode is required to enforce a field distribution which allows the 

use of the derived analytical expressions. Deviations from the ideal caused by finite extent of t he guard 

and the gaps between it and the other electrodes need to be considered . Design equations for guard length 

derived earlier (see Table 4.2) allow the choice of an adequate axial guard extent . The effect of finite 

side gaps on the sensor-feed capacitance is small if the gaps are not too large. The guard-sensor gaps are 

taken into account by adding the correction calculated by (4.29) for the additional gap capacitance to C0 . 

It should be noted that the generally accepted practice of minimising air gaps also has the detrimental 

effect of increasing fringing capacitances, although the effect is negligible if the electrodes are used by 

feeding port 1 and measuring at port 2 in Figure 4.5. A compromise between an accurately known field 

distribution and not too excessive fringi ng component values is required, particularly if using a two port 

measurement technique. 

T he extension of the guard electrode around t he back of the sensing electrode is required to eliminate 

fringing fields between the feed and the back of the sensing electrode. Enlarging this extension to stretch 

along the entire length of the guard electrode, as well as to enclose the feed electrode, has certain 

construction advantages which shall be discussed present ly. The extension of t he guard in t his way 

effectively isolates the region inside the shield from the outside. The sensing electrode in particular is far 

removed from any external field influences. The shield 's interior is divided into three, essentially separate, 

parts. The inside of t he cylinder , t he measuring region, is not affected by the areas between the electrodes 

and shield , provided the inter-electrode gaps are kept reasonably small. This allows substantial flexibility 

in the precise geometry of the shield: standard shield dimensions despite differing core diameters simplify 

the design of a jig for holding t he shielded capacitor in place. A detailed design for such a holding jig, 

necessary for making repeatable measurements, is presented in Appendix A. 

4.4.2 Practical Considerations 

A primary goal for the electrode construction is to provide a well-defined field distribution in the central 

cylindrical region. The critical design area is thus the sensing electrode: it and the immediately adjacent 

guard must be carefully constructed if the field is to be described as precisely as possible by the analytical 

solution presented in this work. The requirements for the further removed guard regions and the shield 

are less stringent, provided certain requirements are met. 

Of interest is the measurement of hard rock core samples. An unavoidable consequence of the drilling 

operation is that the diameters of cores from boreholes of t he same size designation , and even from the 

same borehole, may differ. The differences are often of the order of a few tenths of a millimetre. The 

avoidance of air gaps between the electrodes and core is of paramount importance: their dimensions would 

not be quantifiable with any sort of reasonable accuracy and their effect would thus not be removable. It 

is also undesirable to construct an entire new electrode set for every slight variation in core diameter. 

Both of these problems can be addressed by the use of flexible electrodes which are pressed against the 

core. T he careful etching of t he electrodes onto a thin flexible single sided pc-board substrate allows this 

flexibility, and a very precise dimensioning of the sensing electrode and guard gap. Another advantage of 

this manner of electrode construction is its speed. A single electrode can be adj usted for small variations 

in core diameter by taking advantage of its flexibility, but a core whose diameter differs by more than 

a few tenths of a millimetre from the intended design diameter requires a different set of electrodes to 
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be constructed to ensure elimination of the air gap. This becomes an easy process if one can simply 

etch a new electrode set. Wrapping the electrodes around the core with the substrate side touching the 

rock holds the advantages of allowing easy access to the electrodes from t he ports, and protecting the 

electrodes from scratching by the core and the associated changes to the electrode geometry. 

Further requirements for the construction are that it be quick and simple to construct, yet that 

it provide adequately accurate measurements . As can be concluded from the calibration procedure 

described in Section 2.6.2, the measurement accuracy is to a large degree dependent on the ability to 

make repeatable measurements. These can only be ensured if the device is robust enough to withstand 

the mechanical strain of having samples passed through the cylinder cavity. The conflict between having 

a flexible set of electrodes and a rigid unmoving remainder of the system is apparent . 

The only strain on t he device during measurement , and thus the largest factor influencing measurement 

repeatabili ty, is the movement of the cores through the capacitor. Two design choices , both related to the 

substrate, can reduce t he strain considerably. Firstly, the use of a smooth substrate material with a low 

fri ction coefficient will allow easier passage of the core. Secondly, a thinner more flexible substrate will 

require less pressure to close snugly around the core. In combination, these allow easier sample movement 

and thus less system deformation . 

The use of a flexible electrode does not affect the calibration procedure but does necessitate some 

additional steps to extract the correct core properties . Two effects must be compensated for: the presence 

of the substrate layer between the core and the electrodes, and the slight changes in electrode geometry 

due to t he changing core diameter. 

Substrate Effect 

The substrate used was chosen for several reasons: its flexibility allows it to be formed around the MUT 

core with very little mechanical effort , while the smooth laminate surface allows samples to be passed 

through the cylinder wit h a minimum of pressure, thus lowering the mechanical strain on the entire device 

and increasing measurement repeatability and measurement accuracy. 

The presence of the substrate naturally does have an effect on the measurement , though. This effect 

is expected to differ for varying geometric and dielectric properties of the MUT. Wilhelms addresses the 

problem of concentrically cylindrically layered dielectrics [28] by an iterative approach, but a simpler 

approximation is adequately accurate and more inst ructive when only a thin outer layer is to be added 

to the core, as is the case here. 

The addition of this thin additional layer can be modelled accurately by adding another capacitor, 

labeled Cs, in series to the original core capacitance predicted by ( 4.20) . The effect of such a thin layer 

the substrate used in this study typically has a thickness of d5 ~ 50 JJ.m - on the electric field distribution 

is not noticeable. Two approximations for the description of this extra capacitance suggest themselves: 

those of a coaxial cylinder or of a parallel plate capacitor. (In both cases, t he effect on the geometric 

capacitance is under consideration .) 

The capacitor Cs in fact consists of two parts, one each corresponding to the area of substrate layer 

immediately bordering the sensing electrode and the corresponding region of the feed electrode. If the 

ratio of outer and inner radii of the substrate layer is defined as v = b/ a (where a corresponds to the core 

radius, and b =a+ d5 ) , then, in the coaxial case (using [42, p. 196]), 

(4.35) 

where the quarter multiplier arises from the consideration of two half-coaxial capacitors in series, and the 

sensing electrode region is demarcated by the ¢0 j1r factor. The second approach sees the series addition 

of two rectangular parallel capacitors with plate spacing (b - a) and width of ¢0 (b + a)/2: 
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C _ ~ (b + a) ¢olEo 
s,pp - 2 2(b - a) ( 4.36) 

The substrate capacitance may thus be written as 

C _ ¢olEo 
s- 2VJ ( 4.37) 

where VJ assumes either ln(v) or 2~~~, depending on which approximation is used. It is simple to show 

that the two in fact approach each other as v -+ 1, that is, as d8 -+ 0. The agreement between the two, 

to better than the fifth decimal when v < 1.05, demonstrates that practically no field spreading occurs 

in the substrate. 

T he impedance takes into account t he complex dielectric constant of t he substrate, c;, measured 

using the parallel plate capacitor described in Chapter 3. The substrate effect may be removed by t he 

subtraction of the two substrate capacitors ' impedances Z 8 from all measured impedances before the 

calibration is carried out . 

1 
Zs = .,..--=-

j wc;Cs 
( 4.38) 

Changing Diameter Effect 

A specific electrode is designed for a nominal core diameter, and to be able to accommodate smaller and 

larger cores providing the side gaps remain small enough so that the guidelines described in Section 2.4 

are enforced . Since the sensing electrode has a fixed width corresponding to the nominal ¢0 , any change 

in the core diameter will result in an effective change to t he arc coverage angle. 

This effect may be simply compensated for. The nominal electrode wid th, given by ¢0 R0 , does not 

change and is thus also equal to the new core radius, given by ¢x Rx. The new core angle is thus trivially 

written as 

Ro 
cPx = - ¢o 

Rx 
( 4.39) 

Since the complex dielectric constant may in general be related to the measured impedance by the 

vacuum capacitance as Z = 1/ j wE*C0 , the effect of the change in the sensing electrode arc may be 

approximated by simply calculating the ratio of Co(¢o) to Co(¢x) · The adjustment to the dielectric 

constant is t hus 

• • Co(¢o) 
Eeff = EdutCo (¢x) (4.40) 

where t;iut is t he calibrated measured value forE* before the diameter effect is accounted for. 

Another effect of the changing core diameter is the relative change in the side gap angles. As with 

the sensing electrode arc coverage, the one side gap width remains fixed and thus its angle changes. This 

effect is small. The other gap changes more substantially. One of t he design criteria in deciding what 

range of core diameters to accommodate was that this gap stay larger than about 0.5° and smaller than 

about 8° (cf. Section 4.2.4) . So not only do the side gaps' angles change, but they become asymmetric 

as well. 

A careful numerical investigation into the effects of asymmetric gaps on the sensor capacitance was 

conducted using FEKO. Since fine differences in capacitance are being investigated , all influence due 

to gridding of the geometry were removed. By keeping the sensing and guard electrodes constant , and 

gridding the feed electrode identically while rotating it slightly from its symmetrical position to either 

side, the effect of the changing gap may be isolated. 
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In this way, the side gaps were changed from a symmetric 4.5° to being 1° and so respectively. The 

difference between these two configurations was found to be less than 0.11 % for core diameters between 

30 and 52 mm. Another test , where the gaps were initially asymmetric ( 4.5° and 1 o) before the feed 

electrode was rotated until the gaps were inverted, also showed a small effect (smaller than 0.04 %). 

4.5 Conclusion 

A guarded, shielded, cylindrical capacitor design has been proposed for the non-destructive measurement 

of hard rock samples in the 1- 25 MHz frequency range. Rock cores from the same borehole often have 

slightly varying diameters because of drill bit wear and the hardness of different rock types. The flexible 

nature of the electrodes allows measurement of cores of various sizes, and even one core of varying size, 

using a single electrode. The enclosure of the electrodes in a rigid housing allows repeatable measurements 

and shields the measurement system from external electrical field interference. 

A flexible electrode with rigid outer shield makes for an interesting construction problem which is 

addressed in more detail in Appendix A. Some consequences of the flexible electrode are the changing 

effective electrode arc coverage and gap widt h. The effect of these was investigated and respectively 

compensated for and found not to have a significant influence on the analytical solution . The choice of 

using a flexible laminate substrate for etching the electrodes onto has the advantage of allowing simple 

yet precise electrode construction. The effect of the substrate may be removed by consideration of two 

substrate capacitors in series with the DUT capacitance. Once the properties of the substrate have been 

determined using the parallel plate capacitor described in Chapter 3, a sufficiently accurate parallel plate 

or coaxial approximation of the capacitance of these capacitors allows them to simply be subtracted from 

the measurement before calibration. 

The analytical solution for the capacitance of the cylindrical capacitor presented in Section 4.2 .2 pro

vides insight into the capacitor 's behaviour . Knowledge of the field distribution itself suggests techniques 

for the measurement of rock samples - measurement in different orientations, for example, allows a bet

ter evaluation of rock properties. The effect of the sensing electrode dimensions allows investigation of the 

eflect of finite guard and gaps. The presentation follows Wilhelms' solution closely, adding observations 

regarding the effects of the side gaps and guard-sensor gap. The former were investigated numerically 

using a MoM code called FEKO [71]. Gaps of !:::. ;S so affect the analytical solution by less than 1 %; t he 

difference between equal and asymmetric gaps resulting from changing electrode sizes was smaller than 

about 0.15 %. The guard-sensor gap is approached in the same way as guarded parallel plates. 

Design guidelines for constructing the electrode are given so that its analytical capacitance is known 

to within a quantifiable uncertainty. The effects of a finite shield and gaps are taken into account by 

assuming two boundary condition limi ts - it can not be known precisely where within the limits the 

actual solution lies, so the difference between the limits is minimised to reduce uncertainty. 

A circui t model adequate in the frequency range of interest was constructed for the proposed shielded 

geometry. Apart from increasing understanding of the device behaviour while being measured, the model 

shows that the electrode is in principle useable to much higher frequencies. The limiting factors are the 

resonances resulting from interactions between inductors and capacitors. The frequency response of the 

circuit model can be confirmed by measurement with an ANA. A method for the estimation of circuit 

model component values was presented . 

T he implementation of the electrode design was discussed generally here, and a detailed technical 

electrode design and construction procedure is presented in Appendix A. The methodology for producing 

accurate measurement results is discussed in Chapter 5. 
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Chapter 5 

Cylinder Probe Measurement 

5.1 Introduction 

The HP 4285A LCR meter [60] was chosen to conduct the measurements described in t his dissertation 

due to its suitabili ty to the accurate measurement of a large range of impedance values. This chapter 

describes a methodology for the accurate measurement of rock core samples using the electrodes designed 

in Chapter 4. Essentially, a calibrated measurement involves the processing of raw data to obtain the 

unknown material properties of the samples in question. This calibration makes use of a map which has 

been established between the measured properties of a number of known reference materials and t heir 

actual properties. 

The accuracy of measurements is affected largely by accurate knowledge of the reference materials , 

repeatability of measurements, and the establishment of a 'correct ' map. The reference materials in this 

study are characterised accurately using the parallel plate capacitor described in Chapter 3. Methods for 

and the limitations involved in making repeatable measurements and t he creation of an appropriate map 

are described in this chapter. A number of electrode devices were designed and constructed for the case 

studies presented in Chapter 6; their calibrations are evaluated using a nylon sample. 

Rock samples occurring naturally are seldom homogeneous, and may often contain transitions between 

rock types or narrow inclusions of one rock type within another. The cylindrical electrodes developed in 

this study are ideal for their measurement , allowing a far more complete characterisation of the rock's di

electric properties than other methods. The measurement of narrow inclusions is investigated thoroughly. 

Naturally occurring inclusions are seldom geometrically regular structures, but can be approximated by 

the general cases of a straight disc shaped inclusion and an angled inclusion. A method for t he reasonably 

accurate estimation of the material properties of a narrow inclusion is presented in Section 5.3. 

5.2 Measurement with the LCR Meter 

5.2.1 Measurement Procedure 

In the same way as for the parallel plate capacitor, t he Hp and He terminals ' centre conductors are 

connected to the feed electrode, while the Lp and Lc terminals' centre conductors are connected to 

the sensing electrode. The outer shield of the jig is connected to the ground of the four-terminal pair 

configuration. Again , the connections between the Hp and He, and Lp and Lc, centre conductors should 

be made as close as possible to the measuring electrodes. 

Whereas an open, short and load compensation was performed before measurement with the parallel 

plate capacitor, the construction of the cylindrical electrodes as an etched pc-board , while providing 
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distinct advantages , does not allow a short or open circuit to be created easily. The creation of standard 

samples for each individual measurement jig is required. Air is a tempting standard but must be discarded 

since the flexible pc-board used , though extremely advantageous in the elimination of air-gaps between 

the electrode substrate and the sample during measurement , tends to deform in the complete absence 

of a sample. A low-loss standard with low permittivity is easily implemented by forming a cylinder of 

Teflon. PVDF was chosen as a standard material precisely for its relatively high loss tangent (see Figure 

3.6(b)). On its own, it is useful as a reference point in t he mid dielectric constant range expected; when its 

effective permittivity is raised by inserting a conducting centre (as described in Appendix C) it becomes 

a valuable high permittivity standard (a permittivity increase of a factor of about 3 is easily achieved). 

The availability of reference materials wit h properties covering a permittivity range of about 2 to 15 and 

a loss tangent of between 0.001 and 0.2 in the frequency range of interest , and the means with which to 

measure these properties accurately (described in Chapter 3) , allowed t he use of the technique described 

in Section 2.6 .2 for the calibration of the cylindrical capacitor to measure material properties in these 

ranges. 

The self-calibration described in Section 2.6.2 essentially amounts to establishing a map between 

reference points and the corresponding measured response at those points. The representation of a lossy 

material by a parallel RC circuit model is adequate in the frequency range used . The representation of 

data in terms of the real and imaginary components of its impedance (or admittance) is desirable since 

the reference points are better spaced and allow a more accurate mapping. Following the calculation of 

a theoretical impedance value from the RC equivalent model of the reference materials , a second order 

Lagrange mapping between the real and imaginary components of this theoretical and the measured 

reference impedance is performed as described by (2.55) and (2.56) . The established map may be used to 

calculate the actual impedances of unknown materials. The interpolation accuracy will clearly be highest 

when the DUT's properties lies within the range covered by the standards. The further they are outside 

the range, the lower the accuracy is expected to be. 

Using the three materials described above (Teflon, PVDF, and the artificial dielectric) as reference 

standards, the effective material properties may be extracted from the calibrated admittance as 

tan o 

Im{Ydut} 

w 
Re{Ydut} 

Im{Ydut} 

(5 .1) 

(5.2) 

Note that t he effect of the substrate must be removed from each measured impedance as described in 

Section 4.4 before the calibration is performed. 

A detailed methodology for making accurate and repeatable measurements is discussed in Appendix 

A. 

5.2 .2 Measurement Accuracy 

The graphical error analysis technique introduced in Section 2.5.3 is applied again here as shown in Figure 

5.1. The accuracy of the measured complex dielectric constant depends on two things: the measurement 

repeatability and the calibration accuracy. Though both are critical for t he absolute evaluation of material 

properties, a valuable and legitimate comparison of materials is possible with a less accurate calibration 

if the measurements are repeatable. 

A good estimation of the measurement repeatability of the reference standards, Zari, and the unknown 

measured value, Z 0 x, may be obtained by the following technique. The three reference material cores 

and a number of rock cores form the repeatability standard set. T he rock samples should be chosen to 
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be representative of the diameter and surface condition of all the core to be measured - one or two will 

usually suffice - and should be carefully returned to t he same position relative to the sensing electrode 

for each measurement. T he aim is to measure the entire repeatability set a number of times (N) in 

succession before t he measurement of all the rock cores - the pre-characterisation - t hen another N 

t imes after t he measurement of all t he rock cores - the post-characterisation. During each of these 

repeatability measurement sequences, the repeatability samples should be measured in random order. 

The pre- and post-characterisation measurements should be conducted immediately before and after the 

rock measurements. In this way long term changes in the measuring condit ions may be avoided. 

The characterisation of the device before and after the sample measurements accounts for any geo

metric or electrical changes the device may undergo due to the mechanical strain of the measurement 

procedure. The use of rock cores simulates this strain better since the plastic reference samples used 

usually have a lower friction coefficient, and also simulates the errors due to inaccurate sample position

ing. Note that t he properties of t he rock sample chosen play a role here: a more homogeneous rock will 

clearly be more tolerant to slight positioning errors than a sample with a rapidly varying high dielectric 

constant. The dominant positioning error in such a case will not be distinguishable from the repeatability 

error . 

There will usually (but not always) be a decrease in t he repeatability between the pre-characterisation 

and the post-characterisation. It may also occur that t he mean of the post-characterisation measurements 

changes but the variation remains similar . In this case the device response has not degraded but simply 

changed slightly. In any event, t he total 2N measurements are taken as a single set from which mean 

values of and variat ions in the reference sample impedances are calculated. The maximum variation 

in the properties of the rock repeatability samples measured is taken as a good approximation of the 

contribution of measurement repeatability to the total uncertainty likely to be experienced in the actual 

measurement of a sample. 

As alluded to already, t he repeatability measurements amount to a characterisation of the measuring 

device used , and must be repeated for every device. In fact , it is recommended t hat a pre- and post

characterisation is carried out for every set of measurements conducted , and preferably regularly during 

a long measurement sequence. A form of redundancy is created by these repeated characterisation 

measurements: if problems did arise , t he accuracy of less data would be placed in question if t he previous 

characterisation were recent. In general, the change in device response increases wit h the number of 

samples measured. 

The relative complexity of t he defining equations makes it more convenient to directly calculate the 

uncertainty in t he capacitance components due to geometric uncertainties. This essentially amounts to 

implementing the sensitivity defined in (2.52) numerically, as described in Section 2.5.1. 

Calibration Accuracy 

As discussed in Section 2.6.2 , the choice of reference materials is important to obtain the correct cali

bration curve, while another set of known materials is required for confirmation of the calibration. The 

limitations in acquiring materials with suitable accurately known properties, i.e. with properties spaced 

evenly throughout t he range of interest , has been discussed . Whereas artificial dielectrics with a range 

of permittivities may be constructed as described in Appendix C, materials with a spread of loss tan

gents are far more problematic to find. This problem is counteracted to some degree by treating data in 

the complex impedance plane . Using a parallel RC circuit model representation of the capacitor (with 

geometric capacitance Co ) containing a dielectric (with complex dielectric constant f *) , the real and 

imaginary parts of t he equivalent admittance and impedance of t he model may be written as 

52 

Stellenbosch University http://scholar.sun.ac.za



~ f" ~ 
0 
<> 
-5 
I 

>-

" c< 
-8 5 

1.5 
X 1 0- ~ 

~ 
~ 

+ .... - ---
0 0.5 I 1.5 

Re { Y} - measured 
2.5 

0 
" 7 

3 .. 

- - 0 

- - 0 

"' 

6 
X 10-5 

] 
~ 
0 
OJ 
-5 
I 

;:-

" c< 
-8 5 

4 
X 10-t 

-;; 
·~ 
~ 
0 

0 0.5 I 1.5 2.5 
Re { Y} - measured 

0 
41.7 

- - 0 ,. .. 

38.4 0 
<> 
-5 
_.:_ 0.5 

" -5 ---; ----0 
41.7 

>- ~-
..§ .. ... rr-

%L-------~0.~5--------~~---------~~.5~------~ %L-------~0.~5--------~~--------~1.5~------~2 

4 :~ 10~ 

~ 
~ 
0 
<> 
-5 

N" 
" c< 

-85 

OX 10' 

B 
-~ -5 
0 
OJ 
-5 
_.:_ - 10 
N 

lm { Y } - measured lm { Y}- measured , 1o--' 

(a) (b) 
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by a second order Lagrange interpolation. 
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wit h a large measured Cp can result in a real part of Y which is larger negative than that of a material 

with smaller Cp and D , i. e. a material's real admittance, and thus extracted parameters, are perceived as 

smaller than they actually are. For example, a nylon sample with measured Cp ~ 2.6 pF and D ~ - 0.036 

(typical values) has a smaller (i.e. larger negative) Yr = wCpD t han a piece of Teflon with measured 

values of Cp ~ 0.16 and D ~ - 0.056, even though Teflon 's individual values are clearly smaller. This 

property of the device limits the measurement range somewhat for materials whose raw D measure 

negatively if an admittance curve fitting is carried out. This problem is not manifested in the impedance 

calibration which is thus preferable in such a case. 

Though not an ideal reference material, a nylon rod was machined into cylindrical samples as tests 

for the 36.4, 38.4 and 41.7 mm electrodes. A slice of t he material was also prepared as described in 

Appendix B for measurement with the parallel plate capacitor. The slice used was about 4.3 mm thick 

with a t hickness variation of less t han 0.02 mm and t hus less than a quarter of a percent uncertainty due 

to the air gap. The parallel plate measured values are compared to the measured properties, obtained 

by calibration of data measured using the three electrodes, in Table 5.2. The properties of the nylon 

sample measured with the parallel plate capacitor are about Er ~ 3.1 - 3.2 and tan o ~ 0.019 - 0.021 , 

with both dropping in frequency (between 1 and 25 MHz) from the high value mentioned to the low 

value. The agreement in calibrated Er for the 36.4 and 38.4 mm electrodes is within 4.5 % of the parallel 

plate measurement, but slightly worse fo r the 41.7 mm capacitor. The loss tangent agreement is also 

consistently within 0.01 at frequencies to 20 MHz for all the electrodes. At 25 MHz the agreement is 

slightly worse - presumably due to the properties of nylon causing the measurement problem described 

above - but still within 0.017. Interpolation in the Z and Y planes yielded similar results, as would be 

expected from investigation of Figures 5.3 and 5.2. 

Electrode Calibration Type 

36.4 mm 

38.4 mm 

41.7 mm 

z 
y 

z 
y 

z 
y 

6. tan o 
< 3.5% < 0.010 

< 2.9% < 0.0091 

< 4.4% < 0.007 1 

< 2.5% < 0.0081 

< 9.1 % < 0.0081 

< 8.2% < 0.011 1 

Table 5.2: The 1- 25 MHz maximum differences between parallel plate measured 
permitt ivity and loss tangent values are compared for calibration in the Z and Y 
domains. No reference material was available for the 51.3 mm electrode set. 

Careful selection of reference materials is the primary concern in making an accurate calibration. The 

materials should be homogeneous, temperature-stable, and should have the same properties from batch 

to batch. Further, the materials should be accurately machineable, i.e. their dielectric properties should 

not change when heated . Of equal concern is the plane in which the calibration should be carried out. 

T his is partly related to the response of the measuring device , as described above. 

It can be seen how measurement accuracy depends on both the measurement repeatability and on 

the accurate knowledge of material properties. If either are compromised, the interpolation curve will be 

incorrectly determined and predictions of properties using the curve likewise. 

1 The stated b. tan 5 is applicable to 20 MHz. At 25 MHz the agreement is s lightly worse but a lways wit hin 0.017. 
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Substrate Effect 

T he effect of the substrate on which the electrodes are etched is taken into account in Figure 5.1 by 

the ' Zsubs' component. The effect of adding this very thin extra layer of material between the core and 

capacitor electrodes can be approximated very well as t he addition of another capacitance in series with 

C0 . Since the electric field in the immediate vicinity of the capacitor electrodes is essentially normal to 

them, and thus practically perpendicular to both boundaries of the layer , this second capacitor can be 

approximated with high accuracy by a coaxial capacitor with C = 2ne:* / ln(b/a), as described in Section 

4.4.2. Even a parallel plate capacitor approximation will be accurate for very thin layers. The substrate 

effect is removed by the subtraction of the two substrate capacitors' impedances from all measured 

impedances prior to calibration . The uncertainty due to this removal stems from the uncertainty in 

knowledge of the substrate's dielectric constant, which was determined by stacking 12 small sheets of 

the substrate and measuring their properties with the parallel plate capacitor described in Chapter 3. In 

addition, the geometric capacitance of the substrate capacitor depends on the precise dimensions of the 

core being measured. 

T he relative effect of the substrate capacitance on the measured impedance may be estimated by 

considering the upper row of elements between ports 1 and 2 in the circuit model shown in Figure 4.5. 

The question to be asked is how large the combined impedance of the substrate capacitors is relative to 

that of the DUT capacitor. The series impedances of these two capacitors may be written as 

2 2 
(5. 7) Zs 

jwC; j we: e:*<PoRl 
0 s d., 

1 1 
(5.8) Zdut 

j wCdut . * l l 8 J wcofdut :;;: n -

(5.9) 

where the parallel plate approximation is used for Cs and the perfectly guarded cylindrical capacitance 

C0 , given by the first term of (4.20), is used for Cdut · The argument of the natural logarithm is 

8 = (cot( s -;"")cot( s~"")). The ratio of the two impedances is given by 

~ . fdut . ln 8 . ds 
n e:; ¢o R 

(5.10) 

T he expression in (5.10) has been divided into four parts. The first ratio is 2/ n ~ 0.64. The relative 

permittivity of the substrate is approximately equal to 4, thus the magnitude of the second component of 

(5 .10) is smaller t han one in the case of all the rocks measured in this study, and is certainly smaller than 4, 

regardless of k:iut I· The magnitude of the third component, calculated for 80° ::::; ¢ o ::::; 120°, lies between 

1 and 1.3. This leaves the fourth component: ds/ R is always smaller than 0.003 for a substrate thickness 

of 50 {Lm and core radii ranging between 18.4 and 25.7 mm. Thus it can be said with confidence that 

the magnitude of the substrate capacitor's impedance will be below about 0.5 % of the DUT impedance 

for all the situations encountered in this study. The uncertainty in this 0. 5 % contribution will be the 

effect on the total measurement uncertainty, thus even a 10 % error in the determination of Zs will result 

in a negligible contribution to the total uncertainty. The exact effect is calculated explicitly during the 

calibration procedure. 

Geometric Effects 

Another effect of measuring a range of core diameters is that the effective arc coverage ¢0 changes 

depending on the core size . This change can be compensated for quite simply when it is recognised 
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that the physical width w = rPo,nomRnom of the sensing electrode remains constant (nominal dimensions 

designated by the 'nom ' subscript) . If a core of radius R is measured, t he change in core radius translates 

linearly to a change in ¢0 , and we can thus write: 

R rPO ,nom 
rPo 

(5.11 ) 

T his change is compensated for by calculating the change in the capacitance predicted by ( 4.20) corre

sponding to the change in ¢o . 

Air Gaps 

Air gaps can be a limiting factor in decreasing measurement uncertainty, and they were an important 

consideration in the design of the electrodes . The problem is not so much the presence of the air gap 

itself as t he unpredictability of the gap thickness when cores of different diameters are to be measured . 

T he quantification of this gap thickness with any reasonable accuracy would be impossible. The thin 

fl exible laminate used for the etching of the electrodes was chosen precisely for its ability to conform very 

closely to cores having a range of diameters. When pressed against t he core by simple elastic bands , no 

a ir gap at all was observed by optical inspection2 in the upper chamber or in the vicinity of the sensing 

electrode in the lower chamber. A slight air gap is sometimes present immediately adjacent to where the 

support struts connect with the guard electrode; it is not unexpected as this is the only rigid section of 

the laminate. This is an artifact of the electrode construction, and varies negligibly (i.e. not measurably) 

for t he small range of core diameters for which a specific electrode has been designed . Considering 

this constancy, and that the gaps are not in the vicinity of the more important field region adjacent 

to t he sensing electrode, t he air gap may be seen as a systematic error and is thus removed during the 

calibration procedure. Its effect is thus deemed to be negligible and it is not taken into consideration in 

the uncertainty analysis. 

5.3 Measurement of Transitions 

One of t he reasons for the development of the cylindrical capacitor was its ability to increase the limited 

ability (if not total inability) of other techniques to characterise variations occurring along typical rock 

cores. Of particular interest is the measurement of narrow, usually irregular , inclusions in the host rock. 

This is something destructive techniques do not allow wi th reasonable accuracy, if at all. 

It should immediately be noted that measurements of transitions need not and cannot be approached 

blindly, where by 'blindly' is meant interpretat ion based purely on the measured dielectric constant. 

Extensive, often complete, knowledge of the core structure is available through visual inspection. A search 

for inclusions or changes in the rock is not required - their existence and position is known. What is of 

interest here is the determination of the dielectric properties of the various rock types encountered from 

the limited sample available. Each section of core needs to be considered individually, with more attention 

being paid to 'interesting' features like inclusions or variations in the rock. This does not preclude the 

need for measuring t he entire core - variation in optical appearance and dielectri c constant are not 

necessarily correlated . Thus an initial low-resolution measurement of the entire core is recommended , 

followed by closer inspection of any interesting dielectric feat ures (which were either known or discovered 

during the initial sweep). 

The aim of this section is to present guidelines for t he accurate measurement of varying core sections, 

and in particular of narrow inclusions. The three variables relevant to an accurate measurement interpre

tation are the geometries of the inclusion and the measuring electrode, and the sampling rate, which will 

2 No light was seen to pass between the core and electrode substrate . 
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here refer to how often a measurement is performed (in millimetres per sample (mmps)). The question 

of how to extract an inclusion 's dielectric constant is followed immediately by the following pertinent 

questions: 

1. How long should the sensing electrode be? 

2. How often should one sample along the length of the core? 

With regard to measuring transitions, it should be noted that the relation between the electrode length 

l and inclusion length s is important , as is the relative sampling rate. 

The measurement of the core moving past the sensing electrode of length l is (to a good approximation) 

analogous to the convolution of a rectangular window function, representing the measured field , with some 

arbitrary yet finite function , representing the dielectric properties of the rock core. Of use here is the 

distributive proper ty of the convolution integral, stated simply as [81, p. 85] 

h(z) * [f1(z) + h(z)] = h(z) * !J (z ) + h(z) * h(z) (5.12) 

where h(z) is the rectangular windowing function, and !J (z) and h(z) are two z-dependent functions 

describing the core 's dielectric constant. What this allows is the construction of a general model of the 

dielectric variation along a core. Inclusions of a different rock type in a host are seldom of an easily 

describable shape, but their general form could be seen to fall between two extremes: a 'straight' disc

shaped inclusion whose boundaries are perpendicular to the core axis, and an 'angled' inclusion , obtained 

by slicing the core at some angle ¢, separating the two segments, and inserting another material. The 

two inclusion types are shown schematically in Figure 5.4. 

s ~ s---4 r-

CJ host )) ) f host ~ 
inclusion inclusion 

(a) (b) 

Figure 5.4: (a) The geometry of a 'straight ' inclusion. (b) A side view of an 
'angled' inclusion, having an angle ¢ with the vertical. 

~ 

It is aimed to show that a prediction by the convolution approach compares well to measurement for 

straight samples, and to establish a relation between measurements of straight and angled inclusions of 

similar thickness. Then, by comparison to these controlled test cases, the dielectric constant of actual 

inclusions will be extractable with reasonable accuracy from measured data. 

Consider first the case of a host with complex dielectric constant Ej, containing a homogeneous straight 

inclusion of length s with dielectric constant ti. Two cases distinguish themselves: s ~ l and s < l. Both 

convolutions are trivial to perform graphically - the derivations are not explained in detail here , but 

the predictions are shown graphically (while being compared to measured results) in Figure 5.6. In each 

case , the rectangular window function h(z) , normalised to have a unit area by assigning it a height of 

1/l, is convolved with another rectangular function having a width of s and height tj . The surrounding 

host rock is assumed to be of infinite extent in the z-direction . 

The ' rise-distance' of the resulting waveform is dictated by the shorter of s and l , while the duration 

of the measurement plateau is equal to the larger of the two. For a long inclusion, the maximum 
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value of the measured dielectric constant is equal to the inclusion 's properties, while the averaging of 

the short inclusion with its surrounding host's properties is evident in the lower maximum value of 

E~ = Ej, + ( s I l )( E.i - Ej,). If the inclusion and the electrode have the same length, there will be one 

sharp peak without any plateau. This immediately suggests a criterium for how fine an inclusion a 

certain electrode length is capable of measuring: the measured ( s I l)( Ei - cj,) must be larger than the 

measurement uncertainty in the dielectric constant of the host rock. If the inclusion is detectable, its 

actual properties can be estimated using the circuit model approach discussed below. 

The derived figures also lead to some suggestions regarding the sampling rate for short inclusions. 

T he measured rise-distance cannot be shorter than the sample spacing if this spacing is larger than the 

inclusion width s. Obtaining a precise characterisation of the transition is less important than measuring 

the plateau height accurately. The more measurements are taken while the inclusion is completely 

within the sensing electrode boundaries for a short electrode, or while the inclusion completely covers the 

electrode for a long inclusion, the more accurately its properties may be estimated. If the inclusion and 

sensing electrode have the same length, a measurement should be conducted when the boundaries of the 

inclusion and electrode coincide for an accurate estimate. It is recommended that the sampling spacing 

be at least three times larger than the larger of s and l (which corresponds to the maximum plateau 

width). 

T he above argument shows t hat, for a short pulse, the measured complex admittance (and dielectric 

constant) is, to a good approximation, a proportional averaging of the host rock and the inclusion. A 

circuit element view is again intuitive and eases the calculation of the inclusion 's properties. We again 

consider t he simple case of a single inclusion: the total of the two parallel complex admittances Yh and 

Yi is simply 

Y1 j wc; Co = j wEr,1(1 - j tano) Co 

Y,, + Yi = Gh + Gi + j (Bh + Bi) 

w [Er,h tan ohCo,h + Er,i tan oiCo,i] + j w [Er, hCo,h + Er,iCo,i] (5.13) 

where Co ,h = (( l - s )l l )Co and Co,i = (s l l)Co, and the subscripts 'h ' and 'i' refer to the host and inclusion 

respectively. The total measured permittivity and loss tangent can now be written as follows: 

Er,h c ~ S) + E7·, i (f) 
Er,h tan oh (9-) + Er,i tan Oi ( t) 

Er,h ( 1
{

8
) + Er,i ( y) 

(5.14) 

(5.15) 

With the total measured properties and knowledge of the host material's properties , (5. 14) and (5. 15) 

easily yield the dielectric properties of the inclusion. The results obtained here are identical to the 

convolution approach. Again, this is an approximation based on the assumption that the field distribution 

has no z-component and does not take into account the concent ration of field in regions with a higher 

dielectric constant. As will be seen when comparing t hese predictions to experimental results, this 

approximation is quite good. 

Given measured values of measured permittivity and loss tangent, the properties of an inclusion may 

be estimated by an inversion of (5 .14) and (5 .1 5) using the known host properties: 

60 

Stellenbosch University http://scholar.sun.ac.za



Er,t ( ~ ) - Er ,h ( l ~ S ) (5.16) 

Er. h (l-s) Z:: -
8

- (tan Dt- tan 5h) + tan 51 (5 .17) 

Inclusions fo und nat urally in rock samples are seldom geomet rically 'neat ', but their propert ies may be 

estimated by considering a range of possible thicknesses . 

T he question of multiple narrow inclusions may again be t reated by t he convolut ion approach. If t he 

distance d between inclusions, measured from the t railing edge of the first to t he leading of the second , is 

greater than the electrode wid th l , they may be treated simply as successive single pulses. If t he spacing 

is shor ter , overlap occurs, but two dist inct peaks will still be distinguishable if the electrode length is 

shorter than t he sum of the gap and the shorter of the two inclusions. W hen the electrode width is larger 

than t he total inclusion t rain width, the measured graph assumes t he form of a st aggered peak, shown 

for two short inclusions in Figure 5.5, the side-plateaus of which represent the two individual inclusions. 

As the ratio of t he electrode length to pulse train width increases, t hese side-plateaus become narrower, 

necessitating a higher sampling rate if they are to be detected. This is where the addit ional visually 

obtained information about the core structure is useful: if it is known t hat numerous inclusions exist , t he 

sampling frequency can be adj usted in this region to increase t he measurement accuracy. 

W hen more t han two intrusions follow closely upon one another , it becomes extremely difficult to 

distinguish between them if t he electrode widt h is not very short . In this case an accurate characterisation 

would necessitate a narrow electrode - of the same order of size as t he inclusion lengths - sampling 

very fi nely across the set of disturbances . 

• 

I 

. "" ( • • ) I f. ~~ + T f. i 2 - t:h 

I 
I 

I 

I . ,, ( . . ) 
f. ,, + T Eil - f.h I 

., 

l/ 2 + >J+ d + >2 

- l / 2 + , , + d + -' 2 l f 2 + >J + d 

Figure 5.5: Two successive short (s < l) inclusions with spacing d < l are perceived 
in a measurement as shown. 
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Measured Results 

A set of measurements was carried out using the 36.4 mm diameter electrode set constructed for the 

case study described in Section 6.3. Several PVDF discs of different thickness, straight and angled, were 

placed between two thick layers of a Teflon host , and the resulting system was measured, starting at 10 

mm before the leading inclusion edge first encountered the sensing electrode, and ending 10 mm after the 

falli ng edge had left it. Since the thinnest disc had a thickness of 2.05 mm , a sampling rate of 2 mmps 

was used to allow adequate resolut ion. 

l\!Ieasurements of the straight PVDF discs in a Teflon host are shown in Figure 5.6. The permittivity 

results match the predictions by (5 .16) and (5. 17) closely (to within 10 % throughout at 1 MHz, and 

within 3 % at 25 MHz), but t he loss tangent measurements correspond less well to the predictions, 

worsening for small inclusions as the frequency increases (up to 0.045 absolute difference in tan o). The 

tan 0 match is good for wider inclusions throughout. It is interesting to note the shape of the measured 

results. The permittivity curves consistently have the same form as the predictions and match the peak 

plateau value most closely for the widest inclusion. The loss tangent 's curve is wider for larger inclusions, 

indicating that a material with a high tan o is perceived before it is actually in contact with the sensing 

electrode. The 'bulging' narrows at higher frequencies. 

Three PVDF angled inclusions were measured in two different hosts. Inclusions with thicknesses of 

2.22 and 10 mm , inclined at 30° were placed in a nylon host (cr ~ 2. 15 , tan o ~ 0.001), while another 4 

mm thick PVDF slice angled at about 45° was inserted into a different nylon host (Er ~ 3, tan 0 ~ 0.005). 

The first two cases were measured at 5 different orientations as shown in Figures 5.7 and 5.8, while the 

third, shown in 5.g was only measured in three. For the first two angled inclusions, the 180° orientation 

corresponds to the inclusion being angled so that the leading edge meets the sensing electrode first, and 

t he 0° to when the trailing edge leaves the electrode last. (The orientations are switched for the 45° angled 

inclusion. A symmetry is observed in each case around t he goo. In general the peak perceived magnitude 

of the properties is also largest for the goo case, dropping similarly to the 0° and 180° measurements. 

In the case of the 2.22 mm insertion, the peak predicted values for a straight 2.22 mm inclusion (using 

(5 .16) and (5 .17)) would beEr= 2.58 and tano = 0.04 at 1 MHz and Er = 2.3g and tano = 0.44 at 20 

MHz. The measured permittivity values for the goo orientation is t he closest to this peak (always within 

about 3 %), while all the orientations are within about 7 %of the peak. In the case of the loss tangent, 

the peak value of the goo measurement is almost equal to the peak prediction at 1 MHz but shows a 

substantial diflerence (about 0.03 absolute) from the straight inclusion prediction at 20 MHz. The 10 

mm inclusion shows similar tendencies: the permittivity comparison is slightly worse than for the 2 mm 

slice, but the peak values of the goo components are always within 10 % of the straight peak. 

The 4 mm thick 45° angled slice was placed between two lengths of a different sample of nylon, and 

only measured in the 0, go and 180° orientations. The measured results in Figure 5.g are again fairly 

symmetric about the goo measurement (the slight asymmetry is due to the orientation not being set 

precisely), and agreement between the prediction (again for a straight inclusion) and measured peak 

permittivity is within 3 % throughout. The measured loss tangent is again less close, particularly at high 

freq uency where the difference is up to about 0.025. 
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F igure 5.6: The measured permittivity and loss tangent of straight narrow PVDF 
inclusions in a Teflon host at (a) 1 MHz, (b) 5 MHz, (c) 15 MHz and (d ) 25 
MHz. The measured values are depicted by the dashed lines, while the solid lines 
represent the predictions according to (5.16) and (5 .17). 
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F igure 5.7: T he measured permittivity and loss tangent of the 2.22 mm PVDF 
inclusion angled at about 30° in a nylon host at (a) 1 MHz, (b) 20 MHz. The 
peak predicted values for a 2.22 mm straight inclusion would be Er ~ 2.52 and 
tan 5 ~ 0.04 at 1 MHz and Er ~ 2.39 and tan 6 ~ 0.02 at 20 MHz. 
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Figure 5.8: The measured permittivity and loss tangent of the 10 mm PVDF 
inclusion angled at about 30° in a nylon host at (a) 1 MHz, (b) 20 MHz. The peak 
predicted values for a 10 mm straight inclusion would beEr ~ 4.2 and tan 6 ~ 0.11 
at 1 MHz and Er ~ 3. 13 and tan 6 ~ 0.15 at 20 MHz. 
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Figure 5.9: The measured permittivity and loss tangent of the 4 mm PVDF in
clusion angled at about 45° in a nylon host at (a) 1 MHz, (b) 20 MHz. The peak 
predicted values for a 4 mm straight inclusion in this host would be Er :::::: 3.57 and 
tan 6 :::::: 0.056 at 1 MHz and Er :::::: 3.25 and tan 6 :::::: 0.06 at 20 MHz. 

5.4 Conclusion 

T his chapter has presented methodologies for the measurement ofrock samples in the 1- 25 MHz frequency 

range. The basic principle is t he comparison of raw data obtained from the measuring device (which in 

this study is defined as the combination of instrument and test fixture) and equivalent data calculated 

from accurately known reference material properties. Techniques for making repeatable measurements 

and at the same time quantifying that repeatabili ty are essential for an accurate calibration. 

Various aspects of t he calibration procedure and its limitations are described. The appropriate selec

tion of reference materials, evenly spread t hroughout the range of materials to be measured , as well as the 

use of appropriate checking materials, is necessary to obtain and confirm the correct calibration curve. 

Representing the data in the appropriate format is essential, although scant difference was found in this 

study between calibrations done in t he admittance or impedance planes. Though not ideal a nylon test 

sample was used to check the calibration curves of three of t he four electrodes used in this study. Cylinder 

measurements of t he permittivity of nylon were consistently within 10 % of parallel plate measurements, 

and loss tangent to within about 0.01 up to a frequency of 20 MHz, allowing the electrodes to be used 

with reasonable confidence in the case studies described in Chapter 6. It is speculated t hat accuracy 

estimates based on the measurement of nylon are conservative. The properties of nylon were not known 

with sufficient certainty, and the samples were not ideally prepared ; it was also not known how they may 

have responded to the machining process. Unfortunately no other more suitable materials were available. 

A number of other influences on measurement accuracy were presented . T he electrode substrate has 

an effect on the measurement which can be removed using the circuit model developed in Section 4.3. 

Further , compensation for the effects of geometric changes to t he capacitor d ue to the flexible electrodes' 

response to core diameter variations was discussed, along with t he uncertainty arising from possible air 

gaps. 

T he measurement of relatively gradual variations in the material properties along a core presents no 

problems. W hat has been shown here is that a simple circuit model approach may be used to estimate the 

properties of inclusions narrower than the measuring elect rode's width with good accuracy if t hey can be 
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approximated as straight inclusions, and with reasonable accuracy otherwise by comparing their measured 

properties to those of the constructed angled inclusions discussed above. The measurements of loss 

tangent in particular were in general less accurate in the prediction of t he plateau maxima, particularly 

at t he higher frequencies . Time constraints did not allow the cause for the larger discrepancies to be 

determined - this is the subject of further study. The measurements worst affected were for inclusions 

of small loss tangents at high frequency. The permittivity agreement was good throughout, allowing 

accurate estimates of inclusions ' Er · As shall be discussed in more detail in the conclusion of Chapter 

6, this is arguably more important for the planning and analysis of borehole radar experiments. The 

good agreement between the model and theory at low frequencies provides an alternative avenue for the 

estimation of high frequency properties in some cases: if the properties of a bulk sample of a similar 

material are known (e.g. chromit ite , which is known to change in properties [82] but is expected to 

behave similarly in frequency), t he low frequency properties can be used as a basis for estimating the 

inclusion 's properties at higher frequencies. 
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Chapter 6 

Case Studies 

6.1 Introduction 

T he application of the developed measurement system to the measurement of materials in three actual 

borehole radar (BHR) studies of economically important geological systems is discussed in this chapter. 

The aims in all the case studies are two-fold. First , the specific questions posed by a case study must be 

answered. This will in general entail the characterisation of the RF propagating conditions of a certain 

geological environment. The quantity and detail of data obtainable with this device necessitated the 

development of techniques for the analysis of the collected data. Thus part of the discussion will always 

be general in nature, with an eye toward applicability to other studies. 

It is important to determine the properties , or range of properties, of the various rock types en

countered . Although they may appear optically homogeneous , the properties of each separate type of 

rock actually vary within a certain range. As more samples are obtained, this range can be extended 

or narrowed down (a statistical approach is useful - the one used is described in Section 6.2) , with the 

final aim being the establishment of a database of rock properties. (This is beyond the scope of this 

study.) When different local geological geometries are encountered , the previously established range of 

material properties can again be employed in analysis. The expected material properties of various rocks 

may clearly be estimated with greater certainty as more samples are obtained. In the case of narrow 

inclusions, a single sample might not result in very accurate material property prediction, though the 

presence and rough size of a contras t will be obvious. 

Regardless of the exact experiment background or det ails, planning and interpretation of data is eased 

substantially by having as complete as possible a knowledge of the dielectric properties of the geological 

materials and systems likely to be encountered . Important for radar wave propagation are to consider 

the effect on the pulse of passage through and reflection from 'homogeneous ' rock and planar layered 

'structures' like the Bleskop Marker (discussed in Section 6.3.4). 

T he case studies considered were undertaken as part of BHR studies in three relevant and economically 

important mines. The delineation of the platinum bearing UGl and UG2 reefs in the layered Bushveld 

Igneous complex is discussed in Section 6.3. This study is divided into the investigation of a single 

interesting feature fo und in the UG 1 unit - t his demonstrates the capability of the capacitor to measure 

complex layered systems on a fine scale - and a broader investigation of the entire unit structure. The 

delineation of two diamondiferous kimberlite structures necessitated the studies described in Sections 6.4.2 

and 6.4.3. In a number of cases, laboratory predictions of the pulse propagation velocity are compared 

to bulk estimates from cross-hole BHR shoots [83]. 
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6.2 Representation of Measured Data 

The objective of the measurement of rock samples is always the prediction of how a radar signal will 

be affected by the medium it is travelling through. The aim is for the translation between a limited 

set of laboratory measurements and macroscopic rock properties to be as accurate as possible. The 

continuous measurement along a sample is already a great improvement over the extremely localised 

measurement of prepared samples with, for example, a parallel plate capacitor. The standard approach 

for the measurement of a single sample in this study is to measure it at some fixed resolution, for example 

every 10 mm, commencing and ceasing measurement while an unbroken section of the core covers the 

sensing electrode, before measuring 'interesting' features in more detail. Additional data may be obtained 

by measuring the core in different orientations. 

Each individual measurement can be described by a mean expected value and the Measurement 

Uncertainty (MU) (in fact a variance, quantifying the accuracy of an individual measurement , as described 

in Section 2.5.1). The aim is the estimation of the bulk properties of the rock from numerous laboratory 

measurements. No rock is perfectly homogeneous, but it is still desirable to represent its proper ties by a 

single number if appropriate. 

The further analysis of the rock properties may be aided by the division of the measurements into 

groups. If it is assumed that each measurement in a group is of t he same quantity, then the uncertainty 

of the properties of the group as a whole may be estimated using a statistical method called the analysis 

of variance [84] . Further , if each group is assumed to be a gross measurement of the same quantity, 

then a total estimate of aspects of the rock's dielectric behaviour may be obtained. The uncertainty of a 

group consists of two components added in quadrature: the first is an estimate of the MU, s~it> taken as 

the mean of the individual MU's, the second is the variation between the group 's expected values, s~et . 

Clearly the group analysis loses meaning if the MU is larger than the variation between groups - in such 

a case no statement regarding the consistency of the rock can be made. 

The group uncertainties (GU's) may be sub-divided into the rotational GU (RGU) and linear GU 

(LGU). The total group uncertainty (TGU) and total group mean (TGM) (also called the grand mean [84]) 

are also occasionally appropriate to describe the properties of an entire core with a single distribution. 

T here is no 'correct' way of defining these - it is sought to quantify the characteristics of the core 's 

properties in some way, and the definitions to follow serve that purpose. 

The rotational group uncertainty (RGU) is intended to quantify the difference between the measure

ments in the four orientations. Though tempting to ascribe any differences between these measurements 

to anisotropy of the material, it is not possible to distinguish this effect from that of small-scale inho

mogeneities. Although constituents of a rock may display anisotropy on a microscopic level, the rock 's 

essent ially random composition precludes such effects at the scale of the measurement. The dielectric 

constant 's components, permittivity and loss tangent, are represented by single scalar values, and the 

RGU's are taken as measures of the small-scale inhomogeneity of the measured material. 

Consider the division of the core into N discs, each corresponding to a set of four orientational mea

surement points at a single lateral position along the core. An estimation of the rock property uncertainty 

of each disc consists of two components: one due to t he MU's of each individual measurement point (the 

intra-group uncertainty, s~it), the other due to the variation between the individual measurements ' ex

pected values (the inter-group uncertainty, s~et ). Again, for the purposes of this analysis, each of the four 

measurements is assumed to be of the same quantity. Then the first component may be estimated by 

averaging the four MU's [85]. The second is taken as the standard deviation of the individual expected 

values, and is added in quadrature to the first: 

(6.1) 
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If it is now assumed , again for the purposes of t his argument , t hat each RGUi is an estimation of t he 

same quantity, then the total RGU may be estimated by 

- - 1 N 
E(RGU) = RGUi = N L RGUi (6.2) 

i= l 

The linear group uncertainty is calculated in a similar way to the RGU . In t his case the variation of 

the proper ties along the core is of interest. The LGU is also a measure of the rock's inhomogeneity, but 

on a slightly larger scale than the RGU (depending on the length of the sample). The core is divided 

into M linear groups (M corresponding to t he number of orientations measured, i.e. usually 4), each 

containing N individual measurements. The uncertainty of each group is again t he square addition of 

the averaged MU 's and the inter-group variation: 

E( LGUk) = s;uit k + S~e t k , , (6.3) 

T he total LGU may in this case be estimated by 

- - 1 M 
E(LGU) = LGUi = M L LGUk (6.4) 

k= l 

T he total group uncertainty is a measure of the total variation among all the measurements taken of 

a core, and is estimated by t reating all the (i. e. M N) measurements as if they were of the same quantity 

[84] . In t he same way as for the RGU and LGU, the TGU's estimation is calculated by combining the 

average of all the MU's and the variation between all the measurements ' expected values. The total group 

uncertainty will usually be very close to the larger of the RGU and LGU. 

T wo furt her parameters prove useful for t he analysis of the measured data: 

1. T he coefficient of variation ( CV) is defined as the ratio of standard deviation to mean of a particular 

sample set [86], and gives an idea of the relative dispersion of t he sample values. In t his case, it 

gives an idea of t he relative homogeneity of an individual sample's properties . If the total group 

CV is small , the sample is fairly homogeneous and it may be possible that the measured properties 

can be taken as a good indicator of the bulk properties. A number of phenomena may lead to a 

significant CV, and a closer investigation into the likely cause would be required . 

2. T he intra-material spread (IMS) of a material type (for example, granite or norite) is defined as 

t he ratio of the maximum to minimum value of any of that material type's properties. The IMS 

of t he mean of a number of norite samples' permitt ivities , for example, gives an indication of how 

different the permittivities of norite as a rock type are. Applying t his parameter to the standard 

deviation of a property is less intuitive, but useful nonetheless in that it tells us something about 

how the composition of the various samples of one rock type differ. For example, a high IMS in 

t he standard deviation of the permittivities of a number of quartzite samples would imply that 

some samples are quite homogeneous while others may have a permittivity which varies rapidly on 

a small scale. 

The CVs of the rotational, linear and total group uncertainties are of interest , and are in each case 

calculated by the relation of the relevant uncertainty to the grand mean. In all of the above definitions, 

the use of terms like 'small ' and 'large' cannot be absolu te . The magnitude of parameters must always 

be seen in relation to those of other rock types. In the case of a cer tain sample displaying a relatively 

large CV or a material type having a large IMS , the cause should be investigated and the applicability 

of the measured properties to bulk properties evaluated . 
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Note that this sort of group analysis of the material properties is not invalidated by the uncertainty 

due to calibration interpolation . Individual measurement repeatability is the key here: individual mea

surements of similar rock properties measured with the same device may be compared with confidence if 

they are repeatable. 

T he material properties at 25 MHz are most relevant to analysis of BHR data and are thus the 

only ones tabulated explicitly in this chapter. But knowledge of the properties' frequency dependence 

is important and the complex dielectric constant may often be represented fairly accurately with the 

Jonscher model discussed in Section 2.2 .3. As will be seen, the models can usually be fitted to the 

measured permittivity points to within about 5 %, but the loss tangent fit is often less good. Further, t he 

form of the resulting Jonscher curve is sometimes not the same as that of the actual properties, making 

extrapolation in frequency suspect . 

6.3 Bushveld Igneous Complex 

6.3.1 Geological Background 

T he Bushveld Igneous Complex (BIC) is one of eight known layered igneous complexes in the world , and 

is t he only one mined for platinum [34]. This with some success, since it hosts about 75 % of t he world 's 

known platinum group metals (PGM) resources, and produces about 75 % of the world 's pla tinum, and 

35 and 75 % of its palladium and rhodium respectively. 

The BIC is estimated to be about 2050 mega-years in age, and covers an area of approximately 65 000 

square kilometres in north-western South Africa, with the town of Rustenberg roughly at its western edge. 

It has the typical inverted funnel shape of layered complexes [34], with its rim exposed at the surface at a 

number of locations, and its centre deep underground. Capped by overlying Bushveld granites, amongst 

others, the BIC itself is a composite body consisting of fo ur sill-like int rusives which together form a 

mafic/ ultramafic layered series (also known as the Rustenberg Layered Suite (RLS ) [82]) in which all the 

chromi te and platinum prod ucing ore horizons lie [34]. 

T he stratigraphy in various parts of the BIC differs substantially in terms of thickness and lithological 

variations [82]. In general, however , it may be divided into four zones (corresponding to the intrusives): 

the basal (or lower) zone, consisting of inter layered periodite and pyroxenite, is separated from the 

overlying criti cal zone (CZ) by a continuous chromitite layer. The CZ consists of a succession of dunite, 

pyroxenite, anorthosite and chromite layers, and is host to large deposits of chromium and platinum. The 

most important of these deposits occur within the UG2 chromitite layer and the Merensky reef, which 

also marks the transition from t he CZ to the overlying main and upper zones. 

Since its ini tial exploitation in t he 1970's, t he economic importance of the UG2 chromit ite layer 

increased to the point t hat it produced 42 % of ore processed in 1999 ([87], cited in [83]) . Its economic 

importance in terms of PGM concentration has come to rival that of the Merensky reef [82]. 

Its high-resolution delineation by borehole radar is t he focus of a number of current explorations 

(::;ee e.g. [83]) ; accurate knowledge of its own and the various surrounding layers' dielectric properties is 

critical for experiment planning and interpretation of measured data. 

Of primary importance to the planned and conducted borehole studies is t he CZ region between the 

UG l and UG2 chromitite layers [83], also known as the UG l unit. The stratigraphy of the unit can vary 

::;ubstantially in term::; of t he thickness and occurrence of individual layers. A detailed local description of 

the relevant stratigraphy is required in the planning and evaluation of any individ ual experiment. For this 

reason , no general description of its geology will be given. Rather , the local environments encountered 

in the borehole experiments conducted will be described in detail in Section 6.3.2. 

The UG 1 uni t presents us with an ideal opportunity to demonstrate the abilities of the developed 
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Figure 6.1: Herselman 's generalisation of the stratigraphy between the U G 1 and 
UG2 reefs [83]. 

of t he device due to measurement stresses . 

For t he measurement of the Bleskop Marker, t hree repeatability measurement sets were conducted: 

one before and after both BKM measurements, and one between t he measurements of the whole core and 

the chromitite stringer . The worst-case repeatability data are summarised in Tables 6.1 and 6.2. The 

variation in uncalibrated measured impedance data is presented: the magnitude uncertainty is listed as a 

percentage of the mean of the measured values, while t he phase uncertainty is absolute. A comparison of 

these two tables is interesting. In t he first characterisation, the 'before ' and 'after ' values are similar, but 

the total repeatability is worse , implying that the device response has changed during the measurement 

of the BKM but not worsened. The second characterisation again has similar before and after values, but 

t his time the total repeatability is not worse than t he individual ones. In t his case the device response has 

not changed or worsened not iceably. It appears that repeatabili ty is better and measurement uncertainty 

is reduced if device characterisation is carried out at shorter intervals, particularly if many cores are to 

be measured with a single capacitor. 

Another three repeatability measurements were done during the measurement of UG2 cores: charac

terisations were done before and after the measurement of samples 2, 4, 5, 6, 7 and 10 (Table 6.3), before 

and after the measurement of samples 3, 9 and 11 (Table 6.4) , and before and after the measurement of 

the transitions in samples 3 and 9, shown in Figure 6.6 (Table 6.5). 

In all cases repeatability of the total CVz was smaller than about 1.4 %, and the measured phase 

angle was stable within 0.3° . The magnitude of Z is proportional to Er while the phase angle is directly 

related to the loss tangent , thus the repeatabilities in Tables 6.1 to 6.5 are direct estimates of the influence 

on these properties' measurement accuracy. 
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before after total 
Sample 

CVz[%J CJ(i [OJ CVz [%J CJ (i [O J CVz [%J CJ(i [O J 

Teflon 0.063 0.0325 0.0525 0.0125 0.0825 0.0225 
PVDF 0.315 0.0725 0.225 0.0525 1.145 0.221 

Art. Diel. 0.375 0.081 0.5225 0.1025 1.095 0.241 
BKM-2 0.261 0.0825 0.2925 0.061 0.411 0.161 

Table 6.1: The measurement repeatability of the 36.4 mm probe used for the 
Bleskop Marker sample was determined by 5 pre- and 5 post-characterisation mea
surements, done immediately before and after measurement of the total core. (The 
subscript in each case denotes the frequency (in MHz) at which the repeatability 
was worst.) 

before after total 
Sample 

CVz[%J CJ(i [OJ CVz[%J O"(i [oJ CVz[%J O"(i[oJ 

Teflon 0.0525 0.01 25 0.1625 0.0225 0.1125 0.0125 
PVDF 0.225 0.0525 0.1525 0.0325 0.255 0.071 

Art. Diel. 0.5225 0.1025 0.2425 0.041 0.4225 0.1025 
BKM-2 0.2925 0.061 0.3025 0.0625 0.2825 0.081 

Table 6.2: The repeatability of the 36.4 mm probe used for the measurement of the 
BKM's chromitite stringer was determined again , using the post-characterisation 
measurements from Table 6.1 as the pre-characterisation values in this case, and 
performing another 5 post-characterisation measurements following measurement 
of the stringer. (The subscript in each case denotes the frequency (in MHz) at 
which the repeat ability was worst.) 

before after total 
Sample 

CVz [%J CJ(i [OJ CVz[%J O"(J[oJ CVz[%J O"(J [oJ 

Teflon 0.043 0.01 25 0.1225 0.0215 0.0925 0.0225 
PVDF 0.295 0.0625 0.3225 0.0720 1.395 0.301 

Art . Diel. 0.285 0.071 0.2525 0.0425 1.295 0.291 
UG2-5 0.251 0.071 0.221 0.0725 0.4125 0.091 

Table 6.3: The repeatability measurements of the 36.4 mm probe used for the 
measurement of the UG2 samples 2, 4, 5, 6, 7 and 10. (The subscript in each case 
denotes the frequency (in MHz) at which the repeatability was worst.) 

before after total 
Sample 

CVz[%J CJ(i [OJ CVz[%J CJ (i [OJ CVz[%J CJ(i [OJ 

Teflon 0.0625 0.0225 0.0525 0.0215 0.083 0.0115 
PVDF 0.265 0.0625 0.185 0.11 25 0.955 0.201 

Art. Diel. 0. 335 0.0925 0.355 0.0720 0.7425 0.161 
UG2-5 0.2825 0.111 0.2725 0.1225 0.4925 0.0925 

Table 6.4: The repeatability measurements of the 36.4 mm probe used for the 
measurement of the UG2 samples 3, 9 and 11. (The subscript in each case denotes 
the frequency (in MHz) at which the repeat ability was worst.) 
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before after total 
Sample 

CVz[%] CJ(} [0] CVz[%] CJe [o] CVz[%] CJ(} [OJ 

Teflon 0.0525 0.0215 0.0525 0.0110 0.0725 0.0110 
PVDF 0.1 85 0.1125 0.3425 0.0615 0.81 5 0 .181 

Art . Die!. 0.355 0.0720 0.2725 0.0625 0.91 5 0.191 
UG2-5 0.2725 0.12 25 0.3725 0.0625 0.3925 0.1025 

Table 6.5: The repeatability measurements of the 36.4 mm probe used for the 
measurement of some of the UG2 samples' transitions. (The subscript in each 
case denotes the frequency (in MHz) at which the repeatability was worst.) 

6.3.4 Measurements of the Bleskop Marker 

The detailed analysis of the Bleskop Marker structure allows the demonstration of the ability of the 

guarded capacitor to measure fine-scale changes in dielectric constant of a sample, as well as providing 

additional data on the properties of rock types commonly found in the UG 1 unit. It should again be 

noted that the precise structure of the Bleskop marker is highly variable. The sample at our disposal 

was taken from a borehole in Bleskop mine used for delineation experiments, and knowledge of its precise 

dielectric property sequence was thus useful in interpretation of the data obtained in those experiments 

[83] . 

Sample Descriptions 

The sample shown photographically in Figure 6.2 shall now be described geologically from top to bottom. 

From left to right , the first 18.5 em consists of noritic rock: the initial light leuconorite, having a 90 % 
anorthosite content, changes through mesonorite to the darker melanorite, which is 80 % pyroxenite. 

Following this is an irregular oblique chromitite inclusion (also referred to as a 'stringer ') of about 25 

mm thickness. The next 51 em is a partially broken section of rock containing mottled pegmatoidal 

feldspathic pyroxenite (PFP), which is a dominantly darkish rock with irregular lighter inclusions. A 

60 em anorthosite layer is followed by a gradual transition to norite (lightly speckled with pyroxenite) , 

which extends to the end of the sample [88] . 

The sample consists of eight parts of varying length , described in detail in Table 6.6. The quality of the 

breaks between samples varies: some are clean, allowing a tight fit with minimal impact on measurement 

accuracy, while others, in particular t hose between sections 2, 3, 4 and 5, have disintegrated quite badly. 

The measurements in the region of these breaks will be affected by the breaks, but the section of core 

affected is relatively short (about 18 em). 

Measurement Results 

The mean of four orientational measurements of the dielectric properties of the entire core, measured at 

1 em intervals , is shown below a photograph of the core in Figure 6.2. This view shows clearly how the 

dielectric properties change with material. As expected, the chromitite stringer is conspicuously different 

from its host. Less expected is t he dramatic variation in the properties of the PFP section between 

the stringer and the transition to anorthosite at the 72 em mark. The dielectric constant of this PFP 

layer , while not quite as large as the chromitite's, contrasts dramatically with the anorthosite and norite 

properties, and may thus constitute a substantial local radar reflector. 

An interesting feature of the BKM is the chromitite stringer found between 18.5 and 21 em along the 

core. As shown in the close-up photographic views in Figure 6.3, the stringer is quite irregular but roughly 
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Section Section End [em] Description 

Norite transition starting at 3.0 em; chromitite 
1 28.3 stringer between 18.5 and 21.0 em; pegmatoidal 

feldspathic pyroxenite to end. 
2 51.0 Pegmatoidal feldspathic pyroxenite 

3 56 .5 Pegmatoidal feldspathic pyroxenite 

4 59.7 Pegmatoidal feldspathic pyroxenite 

5 

6 

7 

8 

67 .6 

96.0 

107.8 

149.0 

Pegmatoidal feldspathic pyroxenite 
Pegmatoidal feldspathic pyroxenite, changing to 
anorthosite between 72.0 and 73.0 em. 
Anorthosite 
Anorthosite, changing gradually to norite between 
133.0 and 135.0 em; oblique sample end. 

Table 6.6: Description of the various core sample pieces constituting the Bleskop 
Marker. 

oblique. Its width, were it to be measured by enclosing it with two planes perpendicular to the core axis, 

is about 25 mm. Measurements of the dielectric constant in the four orientations, displayed in Figure 

6.4, show how the magnitude, shape and precise axial position of the peaks change depending on which 

orientation t he stringer is measured in. The curves and the photographs should be used in conjunction: 

the 90° curve corresponds to the stringer encountering the measuring electrode in the position shown in 

Figure 6.3(b). The stringer contacts the sensing electrode latest in t he 270° measurement , and in Figure 

6.3(d) t he chromitite edge is indeed furthest from the top. Furt her, t he slight ly lower maximum peak 

value of the 180° measurement corresponds to the break in the stringer seen in Figure 6.3( c). 

The discussion of the measurement of inclusions from Section 5.3 finds application here: the properties 

of the chromitite stringer may best be estimated by measuring it with a relatively narrow electrode at 

different orientations. Comparison with the transition measurements shown in F igure 5.6(a) is revealing. 

An estimate of t he actual properties at 25 MHz can be made by approximating the stringer as an angled 

(about 30 degrees) inclusion of approximately 10 mm width. Since the maximum values for permittivity 

and loss tangent in the graphs in Figure 5.8 agree to within about 10 % (apart from the loss tangent 

at 20 MHz) to the maximum values for a straight inclusion, an estimation of the stringer 's properties if 

were approximated as a straight inclusion of between 10 and 20 mm will be conducted. Using (5. 16) and 

(5 .17), with l = 20 mm, the maximum orientational Er,t ~ 14.5 and tano1 ~ 0.23 , the host properties 

Er,h ~ 7.6 and tan Oh ~ 0.04, t he permittivity and loss tangent of t he chromitite found in the stringer 

may be estimated to be Er,i ~ 28.9 and tan Or,i ~ 0.33 when s = 10 mm, and of course as Er,i ~ 14.5 and 

tan Or,i ~ 0.23 when s = 20 mm. It would be reasonable to expect the actual values to lie somewhere 

between these estimates. 

Apart from seeing the BKM as a single uni t, it is instructive to look at each material type found in 

the BKM separately as well. T he material properties of the four material sections found in the sample 

- two norite sections from 1- 16 and 135- 145 em, pegmatoidal feldspathic pyroxenite from 22- 50 em, 

anorthosite from 75- 130 em and another norite section from 135- 145 em - are listed in Table 6.7 after 

the manner described in Section 6.2. T he rotational and linear variation in these materials' measurements 

are shown in Table 6.9 . The maximum predicted individual measurement uncertainties listed in Table 

6.8 are all substantially lower than any of the group uncertainties. 

The Jonscher parameters of the samples, given in Table 6.10, give an adequate representation of Er 

but not of tan o. Extrapolation in frequency based on these models would not be recommended. 
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Permittivity Loss Tangent At ten. [dB/m] Velocity [m/ fLS] 
Sample x [em] 

CV,, tan 6 CVtan8 a CVa v CVv Er 

1- 16 7.59 1.27 0.04 13.57 0.28 13.87 108.80 0.64 
norite 

135- 145 7.45 0.90 0.04 6.69 0.24 6.89 109.79 0.45 

PFP 22- 50 7.75 8.39 0.06 41.70 0.40 45.86 107.94 4.24 

anorthosite 75-130 7.37 1.17 0.04 8.13 0.26 8.20 110.39 0.59 

Table 6.7: Material properties of the individual BKM materials at 25 MHz. 

Sample x [em] Permi tti vi ty Loss Tangent Atten. [dB/ m] Velocity [m/ fLS] 

1- 16 0.016 0.001 0.005 0.1 08 
norite 

135-145 0.01 5 0.001 0.005 0.108 

PFP 22- 50 0.023 0.001 0.007 0.119 

anorthosite 75-130 0.015 0.001 0.005 0.109 

Table 6.8: Maximum predicted individual measurement uncertainty, calculated as 
described in Section 2.5.1 , of the BKM material sections at 25 MHz. 

Permittivity Loss Tangent At ten. [dB/ m] Velocity [m/ fLS] 
Sample x [em] 

CVRc CVw CVRc CVw CVRc CVLG CVRc CVLG 

1- 16 1.19 1.10 2.81 13.88 2.97 14.20 0.60 
norite 

135- 145 0.92 0.81 4.87 6.33 5.17 6.45 0.46 

PFP 22-50 5.27 8.44 11.57 42. 14 14.01 46.36 2.67 

anor thosite 75- 130 0.97 1.11 3.81 8.08 4.08 8.13 0.49 

Table 6.9: Coefficients of variation of the individual BKM materials at 25 MHz, 
calculated as described in Section 6.2. 

max. max. 
Sample x [em] n Xr foo ~ ~ Erl [%] I ~ tan <51 

1- 16 0.26 0.04 7.28 4. 3125 0.04020 

norite 135- 145 2.52 0.32 7.06 0.3325 0.0451 

PFP 22- 50 0. 43 0.26 7.20 4.2325 0.02820 

anorthosite 75- 130 0.29 0.04 7.03 4.4725 0.03820 

Table 6.10: Jonscher parameters of the mean dielectric proper ties of t he Bleskop 
Marker rock types . T he maximum difference between the permittivity and loss 
tangent predicted by the Jonscher model and the actual value are shown, along 
with the frequency at which the maximum difference occurs (subscripts). 
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Figure 6.2: The mean measured dielectric properties of the entire Bleskop Marker, 
at 1, 5 and 25 MHz, are shown below a photograph of the core. The properties of 
the norite and anorthosite sections of the core are fairly homogeneous, as presented 
in Table 6.7, with the notable exception of a number of features: the chromit ite 
stringer at about 20 em results in a sharp 'spike ' in the properties; the variation in 
PFP properties can be related to a change in material composition, culminating 
in the peak at about 50 em; t he broken up section of core between 50 and 60 em 
results in the rough behaviour of both properties in that region. Measurements 
were conducted at 10 mm intervals using a sensing electrode with l = 20 mm. 

The properties of nori te and anorthosite are very similar: both are relatively homogeneous rocks 

with low attenuation factors (a < 0.3 dB / m) and radar propagation velocit ies above about 108 m/ p,s. 

In both cases, the linear group uncertainty is somewhat larger than the rotational group uncertainty, 

indicating that t hese are quite homogeneous materials on a fine scale. The 1- 16 em norite sample's LGU 

is somewhat higher t han that of the later norite and the anorthosite. The higher dielectric constant in 

the first 3 em of the core is due to the core sampling the end of another material. This calls attention 

to the unavoidable restrictions of measuring limited samples, as the small available section of this 'other ' 

material is not sufficient to quantify its properties with any sort of confidence. 

The pegmatoidal feldspathic pyroxenite has very similar mean properties to the surrounding rock at 

25 MHz, but displays much higher group uncertaint ies. These may be explained by observing the close-up 

photographic view of the PFP section shown in Figure 6.5. It is clear that this rock is quite irregular , 

appearing almost like a conglomerate. Its properties vary considerably, exhibiting a permittivity range of 

about 6.25 to 15.5 and 6.25 to 9.5 at 1 and 25 MHz respectively, and a loss tangent range of about 0.06 to 

0.6 at 1 MHz and 0.035 to 0.15 at 25 MHz. Some sections of its behaviour could not be determined due 
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(a) (b) (c) (d) 

F igure 6.3: Close-up views of the BKM's chromitite stringer in t he four orien
tations corresponding to the curves in Figure 6.4: (a) 0°, (b) 90°, (c) 180° and 
(d) 270° The core is measured from top to bottom, i.e . the top of the stringer 
encounters the sensing electrode first. 
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Figure 6.4 : Close-up measurements of t he chromitite stringer fo und at about 20 
em were conducted in all fo ur orientations at 2 mm intervals , at 25 MHz , using a 
sensing electrode with l = 20 mm. 
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to damage to the core. These effects are part icularly evident in the permittivity plot between 50 and 60 

em in Figure 6.2; the dip at about 29 em is presumably also due to the break between samples 1 and 2. 

T he behaviour of the loss tangent in comparison to the permittivity is noteworthy: the breaks between 

the samples affects its measurement far less. 

The 50 em PFP sample length available is very limiting. The properties change substantially from 

the PFP immediately adj acent to the chromitite stringer to the peak found at about 48 em. These peak 

properties are substant ially larger t han the nori t ic and anorthositic expanses below and above the marker, 

and it is thus reasonable to expect that it will result in quite a clear reflection. 

The question of whether the property curves seen here are similar in regions adjacent to the borehole 

from which t his sample was extracted cannot be answered without further samples. The possibility that 

the thicker PFP layers found adjacent to t he UG 1 and UG2 reefs [89] may also have greatly varying 

properties cannot be ignored . If high-resolution imaging of these reefs is desired , a better idea of the 

properties of these layers is required. 

F igure 6.5: Photograph of t he pegmatoidal feldspathic pyroxenite section of the 
BKM between 22 and 71 em. The rough breaks between sections 2, 3, 4 and 5 
are visible toward the right of the image , as are the slightly better fitting breaks 
between sections 1 and 2 toward the left , and 5 and 6 at the far right. The variation 
in the complex rock structure is clearly visible. 

6.3.5 Measurement of the UG2 Reef and Triplets 

Sample Descriptions 

Ten samples were obtained from borehole WV171 in the Rustenberg Section's Waterval mine. The 

samples were chosen to represent the UG2 and the immediately surrounding rock types. Geological and 

photographic descriptions are shown in Table 6.11 . These samples present an opportunity to obtain good 

estimates of the dielectric properties all t he host rock types surrounding the UG2, as well as of the major 

chromitite layers , t he triplets, t he leader and the main reef. 

Measurement Results 

The samples were measured over t heir ent ire length at 1 em intervals. Sample 1 's condition only allowed 

it to be measured in a single orientation, but the other samples were all measured in the standard four 

orientations. T he measurements of regions of homogeneous rock were extracted to provide estimates 

of their bulk propagating characteristics , while some transit ions were investigated in more detail to 

investigate the properties of thin layers and to gain a further understanding of the electrode's operation. 

Six material types were fo und in the cores measured ; their measured dielectric properties at 25 MHz 

are listed in Table 6.12. T he predicted individual measurement accuracy, shown in Table 6.1 3, is always 

smaller t han the group uncertainties in Table 6.1 4, allowing statements to be made regarding material 

consistency. 

The intra-material spreads of feldspathic pyroxenite and chromitite at 25 MHz, given in Table 6.15, 

show both materials to be fairly homogeneous (compare these IMS 's to those of the Premier and Snap 

Lake materials in Tables 6.24 and 6.34) . The fitt ing of Jonscher models to the frequency response of mean 
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material propert ies is shown in Table 6. 16. As for the BKM materials, the permittivity fi t is reasonable 

but large differences are apparent between t he modelled and measured loss tangents . 

It is clear that the chromitite layers' properties are all similar (11.67 :::; Er :::; 12.16, 0.09 :::; t an 8 :::; 0.11 ) 

and differ as a group from all t he host rocks' , both in terms of permittivity and loss tangent. An exception 

is melanorite's mean loss tangent of about 0.08, which is only slight ly below t hat of chromit ite . While 

chromitite has a relat ively high attenuation constant of between about 0.7 and 0.9 dB/ m, the other 

rock types (again with t he except ion of melanorite) provide adequate propagating conditions. With the 

exception of pegmatoidal feldspathic pyroxenite, all rock types are fairly homogeneous on a local scale. 

The propert ies of PFP (Er ~ 7.8, tan 8 ~ 0.06) and anorthosite (Er ~ 7.4, tan 8 ~ 0.04) are very 

close to the equivalent BKM samples' propert ies (PFP: Er ~ 8.3 and tan 8 ~ 0.06; anorthosite: Er ~ 7.4, 

tan 8 ~ 0.05), but melanorite is clearly different from the BKM norite, having a substantially higher loss 

tangent (0.08 vs . 0.04) and attenuation constant (0.52 vs. 0.26 dB/ m). The inhomogeneity of PFP is 

also evident in both samples - t he rock shown in Table 6.11 seems finer grained t han the BKM P FP 

and accordingly displays a smaller T GU than the BKM sample. 

Most of the materials have rotational group uncertainties that are either similar to or smaller than 

their linear group uncertainties, implying that they are relatively homogeneous on a centimetre scale. 

T he chromit ite found in samples 6 and 7, and particularly in sample 9, on the other hand, has larger 

rotational group uncertaint ies. T he suggestion is t hat chromit ite displays a fine scale variation but is 

quite homogeneous on the scale of t he layer thickness. T he small variation in sample 3's chromitite is 

likely due to t he layer 's shor t extent. The complex geology of PFP (sample 10) again results in an LGU 

substant ially larger than t hat of any of t he other materials. 

Two interesting transitions are found in samples 3 and 9. Sample 3 contains a 3 em section of 

pegmatoidal feldspathic pyroxenite between the feldspathic pyroxenite hangingwall and the third UG2 

t riplet. This t ransitional layer can be seen between t he 18 and 21 em marks in Figure 6.6 (a): both the 

permi ttivity and loss tangent of the PFP section are noticeably higher than of the feldspathic pyroxenite . 

T he PFP propert ies correspond closely to those of t he PFP in sample 10 at 25 MHz, showing that small 

sections of rock may at least provide an indication of expected rock propert ies if no other samples are 

available. 

Sample 9's main UG2 chromitite layer is interrupted near its top edge by an intrusion of feldspathic 

pyroxeni te. The effect on t he dielect ric properties is clearly visible in Figure 6.6 (b) , which shows 5 mm 

resolution measurements start ing from 18 em along the core. The peak permitt ivity of the removed 

chromit ite section matches that of t he main body closely, as does t he permitt ivity of t he feldspathic 

pyroxenite that of the main hangingwall. The loss tangent also displays t he same tendencies (particularly 

clearly at 25 MHz). Again , small sections of rock show promise in giving a reasonable estimation of bulk 

properties. 

T he anorthosite propert ies are only an estimate since the condit ion of sample 1 prevented accurate 

measurement. Only a single orientation was measured, and t he cont inual presence of airgaps due to 

the 'corkscrewing' drill act ion places those results in question. Another estimate of the properties of 

anorthosite may be obtained from t he top few em of sample 2, which were measured with a resolution 

of 2 mm. Figure 6. 7 shows the measured permittivity and loss tangent of the first few cent imetres of 

this sample at 1, 5 and 25 MHz. Anorthosite's permittivity and loss tangent are estimated from the 

fi rst centimetre of these measurements as Er ~ 7.95 and tan 8 ~ 0.08 respectively, slightly higher than 

sample 1 's properties. T he air gap present during the measurement of sample 1 would tend to decrease 

the effective measured properties, but sample 1 's properties do match the properties of BKM anort hosite 

closely. More samples would be required for a conclusive statement on the propert ies of anorthosite. 

T he presence of t he chromit ite stringer in sample 2 is clearly detected , and its propert ies may be 

est imated using the work done on the measurement of inclusions in section 5.3. 
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The measurement of t he two chromitite ends of sample 4 may be used to estimate the properties 

of the first and second triplets. The first triplet 's permittivity and loss tangent are approximately 12.5 

and 0.14 respectively at 25 MHz, while the second triplet has corresponding properties of Er ~ 10.7 and 

tan o ~ 0.11. These values fall in the same range as t hose observed in the larger chromitite samples 

(shown in Table 6.12 ). 
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Figure 6.6: Two interesting transitions between materials are found in samples 3 
and 9. 
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Figure 6.7: The dielectric properties of the top 6 em of sample 2 allow an estimation 
of t he properties of anort hosite ( Er ~ 7.95 and tan o ~ 0.08 at 25 MHz) , and clearly 
show the effect of the chromitite stringer. T he error bars shown are the RGU at 
each linear measurement point. 
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6.3.6 Discussion 

The measurement of a collection of samples from within and around the economically important UG2 

reef, representing all t he major material types found , has been described. The ability of t he capacitor 

to accurately predict bulk propagation speeds as well as measure small-scale transitions in core sample 

properties was demonstrated. 

Measurements of the same rock types from the UG2 layers and Bleskop Marker , spaced some 6 metres 

apart , yielded similar results. Various similarly spaced samples described in the UG2 measurement 

(Section 6.3 .5) also had properties which were in close agreement . The argument for using the measured 

results of localised samples in the prediction of bulk material properties is thus strengthened. Comparison 

of the propagation velocities calculated in Tables 6.7 and 6.12 to velocities est imated from a cross-hole 

radar shoot in the field support this further. 

T wo propagation velocity estimates were performed by Herselman following cross-hole BHR experi

ments in different sections of the UG1 unit . The first was made from data obtained from a radar trial at 

Bleskop mine where the transmitter and receiver were deployed in the rock immediately below the UG2 

main chromitite reef. Three different surveys were used to estimate a peak pulse velocity of 104 m/ J.LS 

[83]. The laboratory prediction for the propagation velocity of the melanorite found immediately below 

the UG2 reef (Table 6.12) is 104.7 m/ J.Ls , which is within 1 % of the bulk estimate. 

The second experiment was conducted at the RPM Bleskop mine in June 2002. In this case the 

boreholes ' collars are just below the Bleskop Marker. The boreholes extend for about 90 metres, mainly 

staying in the norites found between the BKM and the UG 1 reef. A velocity estimate was again made 

from cross-hole pulse arrival times along 90 m of t he cores. Herselman's velocity estimate of 110 m/ J.LS 

[83] is very close to the laboratory measurements of the norites and anorthosite found in the lower section 

of the BKM core sample (between 108.8 and 110.4 m/ J.Ls at 25 MHz) , again an agreement of within 1 

%. It would appear that laboratory measurements of fairly homogeneous rock samples provide a good 

estimate of propagation velocities found in similar rock types in the field. 

Some conclusions about the expected bulk propagating conditions and the feasibility ofradar detection 

of the UG2 may be drawn. The permittivity and loss tangent of the various chromitite layers at 25 MHz 

are consistently higher than the other rock types fo und (arguably with the exception of certain sections 

of pegmatoidal feldspathic pyroxenite and the loss tangent of melanorite). This noticeable contrast in the 

properties should (and does [83]) result in noticeable radar reflections . Attenuation of all the host rock 

types is below about 0.5 dB / m and propagation velocities are consistently above 104 m/ J.LS , making for 

good propagating conditions. Most of the rock types are fairly homogeneous. Pegmatoidal feldspathic 

pyroxenite is geologically and dielectrically less homogeneous - local knowledge of the occurrence of this 

rock type in particular is important for interpretation of radar data. 
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Sample Diameter [mm] 

UG2-1 36.10 

UG2-2 36.15 

UG2-3 36.10 

UG2-4 36 .13 

UG2-5 36.10 

UG2-6,7 36.07 

Sample Description 

Homogeneous sample of coarse poikilitic anorthosite taken from 
the hangingwall of the UG2 above t he triplets. This sample ex
hibited severe 'cork-screwing' : its diameter varied cont inually, pre
sumably due to gyration of the bit during drilling. 

This sample straddles the intersection at 55.85 m between the 
coarse poikilitic anort hosite and underlying medium textured 
feldspathic pyroxenite. T he change is marked by a very narrow 
(2 mm) oblique chromitite stringer. 

This feldspathic pyroxenite host contains the uppermost chromi
tite t riplet (UG2 Triplet 3); t he 3 em section above (to the left 
of) the chromitite consists of pegmatoidal feldspathic pyroxenite. 

This sample's ends lie in t he second and first triplets respectively, 
while t he central region is feldspathic pyroxenite. 

Fairly homogeneous feldspathic pyroxenite. 

Samples 6 and 7 fit together snugly and cover the transition from 
the overlying feldspathic pyroxenite into the UG2 main leader , a 
29 em t hick chromitite layer lying about 1.5 m above t he main 
UG2 reef. 

Table 6.11: Geological descriptions of the samples of UG2 and surrounding rocks 
obtained from Waterval borehole WV171 [90]. 
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UG2-9 36.07 

UG2-10 36.10 

UG2-11 36.10 

This sample covers the t ransition from a fine feldspathic pyroxen
ite to the main UG2 chromitite layer. A 3 em wide intrusion of 
feldspathic pyroxenite removes a 2 em section of chromitite from 
the main body. 

Sample 10 starts at the very bottom edge of the UG2 chromitite 
layer but consists mainly of pegmatoidal feldspathic pyroxenite. 

Homogeneous sample of medium grained metanorite, which forms 
the immediate footwall of the UG2. 

Table 6.11 (cont.) : Geological descriptions of the samples of UG2 and surrounding 
rocks obtained from Waterval borehole WV171 [90]. 

Permittivity Loss Tangent Atten. [dB/m] Velocity [m/ !-LS] 
Material Sample cvf,. tano CVtano CVa CVv f,. a v 

anorthosite 1 7.43 3.20 0.05 9.09 0.33 10.42 109.98 1.61 

2 8.26 2.08 0.06 7.76 0.42 8.66 104.30 1.03 

3 8.31 2.06 0.05 5.01 0.33 5.44 104.00 1.03 
feldspathic 4 8.21 5.38 0.05 11.65 0.33 14.20 104.70 2.65 
pyroxenite 

5 8.00 3.49 0.05 12.37 0.34 13.63 105.98 1.75 

9 7.75 2.24 0.04 10.60 0.27 11.51 107.70 1.13 

3 12.16 2.92 0.10 5.95 0.83 7.00 85 .88 1.49 

chromitite 6,7 11.67 2.57 0.11 5.03 0.86 5.51 87.65 1.29 

9 11.70 4.36 0.09 4.93 0.72 6.76 87.62 2.23 

PFP 10 8.28 5.89 0.06 29.69 0.38 32.21 104.29 2.76 

metanorite 11 8.19 1.23 0.08 4.27 0.52 4.67 104.68 0.62 

Table 6.12: Material properties of the individual UG2 materials at 25 MHz. 
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Sample Permittivity Loss Tangent Atten. [dB/ m] Velocity [m/ J.LS] 

anorthosite 1 0.01 3 0.001 0.004 0.097 

2 0.037 0.002 0.011 0.212 

3 0.020 0.001 0.006 0.114 
feldspathic 4 0.042 0.002 0.011 0.222 
pyroxenite 

5 0.035 0.001 0.010 0.213 

9 0.017 0.001 0.005 0.108 

3 0.057 0.001 0.011 0.190 

chromitite 6,7 0.102 0.003 0.022 0.348 

9 0.057 0.001 0.011 0.190 

PFP 10 0.058 0.003 0.014 0.260 

melanori te 11 O.Q1 8 0.001 0.006 0.110 

Table 6.13: Maximum predicted individual measurement uncertainty, calculated 
as described in Section 2.5.1 , of the UG2 material sections at 25 MHz. 

Permitt ivity Loss Tangent At ten. [dB/ m] Velocity [m/ J.LS] 
Material Sample 

CVRc CVw CVRc CVw CVRc CVw CVRc CVw 

anorthosite 1 3.20 9.09 10.42 1.61 

2 1.36 2.11 4.44 7.50 4.83 8.44 0.68 1.04 

3 2.10 2.09 3.69 5.06 4.51 5.52 1.05 1.04 
feldspathic 4 3.72 4.69 4.93 11.67 6.33 14.02 1.86 2.30 
pyroxenite 

5 2.22 3.45 5.02 12.55 5.74 13.82 1.12 1.73 

9 1.90 2.22 3.41 10.79 4.17 11.70 0.96 1.12 

3 2.82 3.04 4.66 6.03 5.87 7.10 1.44 1.56 

chromitite 6,7 2.74 2.59 3.94 5.00 4.66 5.54 1.37 1.30 

9 4.77 3.04 5.36 3.62 7.50 4.65 2.44 1.57 

PFP 10 3.52 5.87 8.71 29.88 9.76 32.40 1.69 2.74 

melanorite 11 1.29 1.18 4.37 3.04 4.81 3.42 0.64 0.59 

Table 6.14: Coefficients of variation of the individual UG2 materials at 25 MHz, 
calculated as described in Section 6.2. 
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Niaterial 
Permittivity Loss Tangent At ten. [dB/m] Velocity [m/ p,s] 

Er cv,, tan8 C"Vtan8 a CVa v CVv 

feldspathic pyroxenite 1.07 2.61 1.06 1.02 1.56 2.61 1.03 2.57 

chromitite 1.04 1.70 1.21 2.47 1.19 1.27 1.02 1.73 

Table 6.15: IMS parameters of the UG2 materials at 25 MHz , calculated as defined 
in Section 6.2: t he IMS's are simply the ratio of the maximum to minimum value 
of each parameter in a material type. 

max. max. 
Sample n Xr Eoo lllcrl [%] Ill tan 81 

anorthosite 1 0.57 0.21 6.86 4.3425 0.03220 

2 0.45 0.23 7.59 4.1025 0.03820 

3 2.36 0.27 7.81 0.9225 0.0451 
feldspathic 4 0.36 0.07 7.67 4.4425 0.04420 
pyroxenite 

9 2.42 0.27 7.25 0.7825 0.0691 

3 0.65 1.15 10.48 4.9225 0.04820 

chromitite 6,7 0.40 0.53 10.53 4.0725 0.05bo 

3 0.65 1.15 10.48 4.9225 0.04820 

10 0.49 0.19 7.58 4.5225 0.03920 

11 0.43 0.41 7.51 3.3625 0.02820 

Table 6.16: J onscher parameters of the mean dielectric properties of the UG2 
rock samples. The maximum difference between the permittivity and loss tangent 
predicted by the .Jonscher model and the actual value are shown , along with the 
frequency at which the maximum difference occurs (subscripts). 
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6.4 Diamond Geologies 

This section will host the study of two diamond geologies: one found at Cullinan mine in South Africa 

and the other at Snap Lake in Canada. The studies are similar in that they all involve the delineation 

of a diamond-hosting kimberlite structure in the surrounding host rock , but the host rocks differ. The 

primary interest is thus in the bulk propagating properties of the host rock types in general, but also of 

the kimberlite itself since it must be determined whether a radar contrast exists between it and the host. 

The Cullinan mine study involves the detection of a kimberlite pipe, while the Snap Lake kimberlite 

occurs in the form of a dyke . 

The format of this Section will be as follows. A brief introduction to the origin and geology of 

kimberlite structures will be followed by the individual case studies , each of which will contain a discussion 

of the local geology, a description of the available samples, and a presentation and discussion of the 

measurement results. In the Cullinan study, estimates of the propagation velocity in the field were 

available from the cross-hole BHR measurements described by Herselman [83]. Finally, results from the 

three separate investigations will be consolidated into a single statement on the general applicability of 

borehole radar in t he delineation of kimberlite structures. 

6.4.1 Geological Background 

Diamonds form in what is called the diamond stability field , a region of the earth's outer mantle where 

an acceptable combination of temperature and pressure allows their formation and preservation. The 

pressures required only occur at depths of over 120 km , but the temperature at these depths is usually 

too high for diamonds to form. Below certain old regions of the earth underlain by what is termed the 

Archaean craton, however, the temperature is relatively cool and diamonds may form [91] . 

Volcanic eruptions of kimberlite through Archaean cratons sometimes sample this diamond field , 

transporting diamonds to the surface. Upon cooling, the remaining kimberlite pipes or dykes , should they 

contain diamonds, become what are termed 'primary' diamond deposits. These kimberlite occurrences 

contain a clear majority of the world's diamond deposits, and are the structures of interest in the case 

studies described below. Water erosion of kimberlite pipes may result in alluvial and marine 'secondary ' 

diamond deposits. 

The physical structure of kimberlite pipes may be divided, from top to bottom, into three vertical 

zones : the crater, diatreme, and root zones. The presence and condition of the zones depends on the 

nature of the eruption and the host rock (see e.g. [92]), and the level of erosion. The crater and diatreme 

zones generally have fairly regular boundaries (the Premier mine exploits the diatreme zone of its pipe), 

while a distinguishing feature of the root zone is its irregular shape and complex internal geology in which 

several types of kimberlite may be present [93]. The mining difficulties experienced in the exploitation of 

the root zones [91] makes the potential use of borehole radar in their delineation very attractive. 

6.4.2 Cullinan Mine 

Introduction and Geological Background 

The kimberlite pipe found at Cullinan originally measured 32 hectares at its surface; its conical sides 

have a 64 degree from vertical slope, different from the 82 degrees classic for South African volcanos [94]. 

The diatreme grades into the root zone below about 550 m depth , and it is these lower regions of the 

pipe that have become interesting for subterranean exploitation. 

A number of exploratory NQ sized boreholes were drilled in various positions around the pipe; four 

are shown in Figure 6.8. From their collars , generally situated about 60 to 70 metres from the pipe edge, 

they extend between about 220 and 480 metres into the country rock below 763 m level. Samples were 
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obtained from borehole PM551, which has an initial dip of about -67.6 degrees, and extended for 420 

metres into the country rock next to t he pipe before it caved in to its current depth of about 300 metres. 

BrownTKB 
(Kimberlite) 

763 m Level 

F igure 6.8: The C ullinan kimberlite pipe (brown TKB) with surrounding ex
ploratory boreholes. The collars of boreholes PM551 and PM552 are co-located 
within about 2 metres, and are about 60-70 metres from the pipe. 

Determining t he feasibility of t he use of BHR in this delineation would involve two components: firstly, 

to determine how far a radar wave in t he frequency band of the available BHR would propagate t hrough 

the host media, and secondly, to predict whether the dielectric contrast between the kimberlite pipe and 

the host media would be sufficient to allow the detection of its boundaries. As shown in the rough core 

log of borehole PM551 in Figure 6.9, the host has a complex layered stratigraphy, consisting essentially 

of t hree rock types : nori te, quart zites, and 'metasediments ' . The term 'metasediment' is actually a broad 

term used to classify a whole host of metamorphosed sedimentary rocks, as evidenced by the dramatically 

different appearance of t he various samples seen in Table 6.19. Any attempt to answer the questions posed 

must involve a quite t horough selection of samples, covering the majority of rock types encountered. 

Metasediment Norite 

Norite Metasediment Metasedimen 

193.3 

0 50 100 150 200 250 300 

Figure 6. 9: The core log of borehole PM551 (based on [95]. 
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Sample Descriptions 

Thirteen samples, representative of the various host layers and rock types found, were taken from borehole 

PM551 and were suitable for study using the cylindrical capacitor. They are shown photographically and 

described briefly in Tables 6.17- 6.19. 

In each case, a sample will be described by t he combination of its initial letter (Q for quartzite, N 

for norite and MS for metasediment) with its rounded down integer depth , so , for example, the quartzite 

sample from 92.5 metres will be designated by 'Q92' . All the samples ' diameters were between 50 .0 

and 50.7 mm, with the harder quartzites generally having a larger diameter and the softer norites being 

t hinner. (Note that the sample thickness is not related to depth and is thus not thought to be attributable 

to drill bit wear .) 

The norite and quartzite bands are fairly homogeneous in appearance but the metasediment samples 

shown in Table 6.19 differ substantially. The upper metasediment band (116.1- 146.3 m) is described as 

'a fine-grained , pale grey to black, hard, laminated metasediment, interbedded with small zones of hard 

white quartzite' [95]. Samples Q120 and Q143 are examples of this interbedded quartzite. The lower 

metasediment bands (183.3- 193.3 m and 198.6- 266.4 m) are described as 'variable' and 'highly variable' 

respectively, and also contain thinly laminated zones of 'calceous ' quartzite . 

Electrode Design 

A set of electrodes was designed for a nominal sample diameter of 50.35 mm, and to be able to accom

modate samples within 0.5 mm of that. Considering the substrate thickness of 0.05 mm, the implication 

was that the side gaps be 1.98 mm (~ = 4.5°) nominally, with an allowed range of between 0.39 and 

3.53 mm , translating to about 0.9 and 7.9 degrees for the respective minimum and maximum sample 

diameters. Note that the 7.9° maximum falls just within the 8° rule discussed earlier in Section 4.2.4, 

which limits the inaccuracy of the defining equation for C0 to within about 1 % for ¢ 0 = 120° . Further , 

according to the design criterion for the guard length, also described in Section 4.2 .4 as L > 3a + l , the 

guard length L need be at least 96.43 mm for the maximum 50.85 mm core diameter and a l = 20 mm 

sensing electrode length. The chosen guard length of L = 122 mm (chosen according to L > 4a + l) easily 

satisfi es this rule, resulting in an uncertainty in Co of about 0.22 % due to the guard length. Sensing 

electrode dimensions of l = 20 mm and ¢0 = 100° (nominal) were chosen. A 20 mm sensing electrode 

length was deemed sufficient for the cores under investigation; the 100 degree arc coverage was chosen to 

reduce side gap influences. 

The substrate used was again the GTS7600 Ultraflex copper polyimide laminate [96] with a 50 micron 

polyimide film and 70 micron copper foil coating. The various dimensions for the etching of the electrodes 

onto the laminate can be calculated using the MATLAB script geometry.m, listed in Appendix D.5. 

To accommodate t he electrode set , the outer shield box was designed to have a width of 100 mm and 

a height of 80 mm. The larger size of this device results in lower mechanical rigidity and thus suggests 

that the measurement repeatability may be slightly lower than that of the smaller device used in the 

Bleskop Marker study. 

The measurement repeat ability was again determined by the repeated insertion, measurement and 

extraction of a number of representative samples. An artificial dielectric was constructed from PVDF 

and brass, following the theory discussed in Appendix C, to have an effective permittivity increase of a 

factor of about 2. 32 over PVDF. The three reference materials - polystyrene, PVDF and the artificial 

dielectric - and two rock samples were measured in random order , with the order being changed for 

each measurement iteration. Samples Q92 and MS221 were chosen as representative of the rock cores: 

t hey cover a fair range of sample diameter (50.3 to 50 .6 mm) , and MS221 's surface was quite rough due 

to drilling damage. 
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The repeatability of raw measured impedance data is shown in Table 6.20 as the percentage variation 

in impedance and absolute standard deviation in phase. Ten measurements were taken: the first five 

before the whole series of rock sample measurements, and the second five after. One would have expected 

some degradation of the device to have occurred during the measurement process, but this was not strictly 

the case. The first five measurements were not consistently more repeatable than the second five. In the 

case of the second five measurements of the artificial dielectric, for example, the repeatability improved . 

The total repeatability was worse than that of the individual sets , but not dramatically. The exact source 

of this change is impossible to specify with certainty, but a change in the geometry of the device as a 

whole (that is, including the feed system) was likely the reason. 

Measurement Results 

All t he samples from PM551 were measured at 1 em intervals along their intact lengths. The measured 

properties of all the samples are shown at 25 MHz in Table 6.21. The coefficients of variation and intra

material spreads of the PM551 samples at 25 MHz are shown in Tables 6.23 and 6.24 respectively. The 

predicted individual measurement uncertainties shown in Table 6.22 are small in comparison to the group 

uncertaint ies. As mentioned in Section 6.2 , the use of t he terms 'small ' and 'large' when applied to the 

CV and IMS is not absolute; figures should be seen in relation to others , and perceived anomalies related 

to their causes. 

As an example, consider the samples MS201 and Q360. These two samples both exhibit high permit

t ivity CV's, bu t the cause in each case is different. A comparison of the permittivity and loss tangent 

along each core's length is shown in Figure 6.10. The high CV of the heavily layered MS201 is due to 

the continual variation in its properties along the entire core, while in Q360's case the presence in the 

sample of two distinct regions is responsible. The higher permittivity and loss tangent in the rightmost 

region of Q360 coincides with the darker sample colouration visible in Table 6.17. 

The dotted lines in Figure 6.10 (a) are plots of the individual orientation measurements of MS201 , 

and highlight the measurements ' dependance on sample orientation. Owing to the angle of the dark 

inclusions, they are visible sooner or later depending on the orientation in which they first make contact 

with the sensing electrode. This effect is seen most strikingly in the 1 MHz loss tangent between 12 and 

14 em, and on the very left of the 1 MHz permittivity curve. (Confer with the angled inclusion discussion 

in Section 5.3.) 

The relevance of particular samples' properties should always be borne in mind. For example, the 

propert ies of Ql43 differ quite substantially from the other quartzite samples and will increase the IMS 

of quartzite as a group somewhat. But it does not come from a known quartzite band and will thus 

probably not be relevant to propagation characteristics in those bands. 

The frequency behaviour of the various propert ies at 25 MHz may be described by the Jonscher 

parameters in Table 6.25. The model matches the measured permittivity values quite well (to within 5 % 

in all cases but one) but consistently struggles wi th loss tangent. The model fits homogeneous samples' 

measured data better ( cf. the norites) but extrapolation using the model, one of the aims of using it , is not 

really feasible if the largest differences are at the highest frequency. Often the form of the measured data 

does not match the form of the model's defining equation (see (2. 36)): the measured data will increase 

again at high frequency after dropping at first , while the Jonscher model decreases asymptotically to<'= · 

Whether this is caused by measurement problems or inappropriateness of the model to the rock types 

measured - the model does fit the frequency response forms of other rocks measured in this study better 

- remained unresolved at the time of going to press . 

All t he rocks measured display the same trend of dielectric constant and both properties' spread

ing parameters (CV and IMS ) decreasing with frequency. The latter observation may imply that the 

microscopic measurement results translate more readily to bulk properties as the frequency increases. 
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Figure 6.10: The permittivity and loss tangent of samples (a) MS201 and (b) 
Q360. The dot ted lines indicate the individual measurements at each orientation , 
while the solid line is the mean at each frequency. The error bars represent the 
RGU at each linear point. 

Norite occurs in a number of bands, two of which are represented here. The norites display the lowest 

group uncertainties throughout in each individual sample. They also are the most similar as a group, 

having the lowest IMS. Samples N60 and N70 are from t he upper band, and would indicate that this 

band is consistently a moderately good material for radar propagation. These samples ' properties have 

the smallest spreads by a substantial margin , and also in general have the lowest attenuation factors 

(between 0.8 and 1.1 dB / m). Predicted propagation velocities of between 98.5 and 100.0 m/ p,s at this 

depth compare very well to a cross-hole field estimation of about 102 m/s (within about 3.6 % and 2 % 
respectively) . Sample N269 displays similar properties. 

The quartzite occurring in the band between 80 and 120 metres seems to be a good propagator 

based on the two samples Q89 and Q92 . Both are quite homogeneous at 25 MHz, and have relatively 

small permit tivity GU 's. T heir propagation velocities are fairly similar (105.3 and 114.2 m/ s) , and both 

have relatively small attenuation factors (1.1 6 and 0.48 dB/ m). Comparison of these results with cross

hole propagation measurements confirmed that these two samples were a good indicator of propagation 

velocity, which was estimated to be about 116 mj s between depths of 88 and 108 metres. This compares 

very well to the laboratory predict ions (to within 10.2 % and 1.6 % respectively), and particularly to 

sample Q92. A look at sample Q89's 1 MHz figures reveals that its properties actually vary quite 

substantially. This may be t he cause of the poorer agreement to crosshole measurements. Sample 

Q92, though shorter , was more homogeneous and thus , in retrospect , perhaps a better indicator of bulk 

propert ies . 

Sample Q120 comes from the very bottom edge of the quartzite band , and differs markedly in appear

ance and substance from Q89 and Q92. It is a far lighter rock, and , as described in Table 6.17 , contains 

a number of irregular inclusions , the dielectric effect of which are most pronounced at 1 MHz. Though 

approaching the edge of the radar range, the trend of the crosshole measurements is that the velocity 

is decreasing from the 106 m/ s estimated at 11 8 metres depth to about 91 m/s at 120 metres - the 

laboratory prediction of 87.7 m/ s again compares well (to within 3.8 %). 

Sample Q143 differs t he most from the other quartzite samples, and has noticeably worse propagation 

characteristics (a :::::; 6.2 dB/m; v:::::; 75 m/s). No quartzite layer is mentioned at this depth in the core 
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log, and the sample is in fact marked as an ' inter bedding' . Sample Q360 has properties similar to those 

of Q92 , but is not relevant to radar experiments since borehole PM551 has caved in beyond a depth of 

300 metres. 

As mentioned previously, metasediment refers less to one type of rock than to an entire class of 

metamorphosed sedimentary rock. The MS samples, with the notable exception of MS201, are all fairly 

homogeneous at 25 MHz. The loss tangent of MS234 also varies gradually between about 0.05 in the 

sample centre and 0.2 at eit her end , despite the homogeneous optical appearance of the sample - hence 

the high loss tangent and attenuation LGUs. However , the properties of the available samples differ quite 

a lot from each other. This makes accurate predict ion of bulk properties difficult . The estimated bulk 

propagation veloci ty of about 94 m/s at a depth of 123 m matches the laboratory prediction of MS123's 

95 .5 m/s quite well (within about 1.6 %) . But the predicted velocity of MS134, which is in the same layer 

according to the core log, is about 108.5 m/ s, which does not agree with the bulk estimation of about 95 

m/s very well . 

Sample MS201 is unusual optically as well as in its dielectric properties. As evident in the photograph 

in Table 6.19, it is densely layered. The dielectric properties behave accordingly, as shown in Figure 

6.10(a) . T he calculated mean value is clearly less relevant here than, for example, that of the norite 

samples. The deeper samples MS221 and MS234 are again quite similar to MS123 and MS134 and 

promise good propagation conditions. No comparison to bulk cross-hole measurements was possible since 

the boreholes had diverged excessively at this depth. 

Discussion 

Variable radar propagation conditions exist in the host surrounding the kimberlite pipe at Cullinan 

diamond mine. There are obvious differences between samples of the same designation: the quartzites 

and metasedimental samples generally exhibit relatively large IMS 's, particularly in their loss tangents 

and attenuation factors. A major hinderance in making reasonable bulk propagation predictions for the 

entire region surrounding the pipe is the lack of knowledge of the frequency of occurrence of the different 

rock types. 

It would appear from the favourable agreement between the bulk propagation velocities , estimated 

from a cross-hole shoot, and the laboratory measurement of samples at 25 MHz, t hat a more homogeneous 

sample is usually a better predictor of bulk properties. The propagation velocities obtained from the 

measured properties of samples N60, N70, Q92 and MS123, all fairly homogeneous, corresponded to field 

estimations to within about 4 %. These four samples also had the lowest CVs in their respective material 

groupings. 

On the whole, the prospects for BHR detection of the kimberlite pipe from the count ry rock over large 

reaches of its depth are positive. Propagation conditions in the host rock are good, and while no samples 

of the Cullinan kimberlite pipe itself were available, a good contrast between it and the host is expected 

based on t he properties of kimberlite samples from Snap Lake (see Section 6.4.3). Certain 'blind-spots ' 

with poor radar propagation can be expected , as the high attenuation factors of samples Q120 , Q143 and 

MS201 show. 
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Sample Diameter [mm] Sample Descript ion 

89 

92.5 

120 

143 

360 

50. 5 

50.6 

50.2 

50.3 

50.7 

( 

Fine-grained hard white quartzite host containing a number of 
slightly darker irregular inclusions . 

GSA.A,R..1L. 

~PM5st1 q) _y 
Fairly homogeneous fine-grained hard white quartzite sample con
taining a number of cracks but no inclusions. 

, fM 5"5} G..'-'A~:rz.:ut:.. 
ll-0~ 

Hard white quartzite sample containing a number of irregular lo
calised inclusions which do not t ransect t he entire core. 

Fairly homogeneous sample wit h some dark faults running 
through it . Some surface damage is evident. 

. - -· ' rMs-51 OJ.\ ""-'f"'Z.:rr-. 

~'0'-c 

Fairly homogeneous sample in two parts: t he rock becomes no
ticeably darker about 50 mm from the right sample end . 

Table 6.17: Geometric descriptions of the quartzite samples from borehole PM551 , 
listed by dept h. T he diameter of an individ ual sample is always constant to within 
about 0.05 mm ; the actual size of the samples is just over t hree times larger than 
shown . 

93 

Stellenbosch University http://scholar.sun.ac.za



Sample Diameter [mm] Sample Description 

60 

70 

269 

50.0 

50.2 

50.0 

Homogeneous medium-grained hard grey norite sample, lighter in 
colour than sample N70. 

Homogeneous medium-grained grey norite. 

Fairly homogeneous medium-grained grey norite sample with 
some slight discolouration. 

Table 6.18: Geometric descriptions of the norite samples from borehole PM551 , 
listed by depth. The diameter of an individual sample is always constant to within 
about 0.05 mm; the actual size of the samples is just over three times larger than 
shown. 
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Sample Diameter [mm] Sample Description 

123 

134 

201 

22 1 

234 

50.3 

50.3 

50 .05 

50.3 

50.3 

Very dark sample, becoming gradually lighter toward one end . 

Predominant ly dark rock containing many irregularly spaced yet 
parallel lighter grayish inclusions which intersect the entire core. 

Heavily striated sample containing alternating, sometimes irreg
ular but mostly parallel , dark and light layers. The interfaces 
generally form an angle of about 70° wit h the perpendicular bi
sector of the sample. 

Darkish , fairly homogeneous though subtly layered sample. Its 
surface has been damaged during drilling. 

Fairly uniform grayish sample. 

Table 6.19: Geometric descriptions of the metasediment samples from borehole 
P M551, listed by dept h. T he diameter of an individual sample is always constant 
to within about 0.05 mm; t he actual size of the samples is just over three times 
larger than shown. 
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first 5 second 5 total 
Sample 

CVz[%] ae[0
] CVz[%] ao[0

] CVz[%] ao [0
] 

Polystyrene 0.0725 0.0825 0.1520 0.1325 0.325 0.1125 
PVDF 0.225 0.0825 0.2615 0.0725 0.2615 0.0825 

Art. Diel. 0.47s 0.1125 0.2010 0.051 0.505 0.1525 
MS221 0.301 0.0825 0.391 0.1120 0.331 0.1225 

Q92 0.101 0.081 0.181 0.0615 0.281 0.131 

Table 6.20: T he measurement repeatability of the probe used for the Cullinan 
samples was determined by 5 pre- and 5 post-characterisation measurements. The 
separate as well as total repeatabili t ies are shown in polar form as the CV of the 
impedance magnitude and the standard deviation of the phase. (The subscript in 
each case denotes the frequency (in MHz) at which the repeatability was worst.) 

Permittivity Loss Tangent At ten. [dB/ m] Velocity [m/ f.LS] 
Sample 

Er evE,. tanb CVtanli a CV"' v CVv 

89 8.05 4.74 0.1 8 33.61 1.16 35.13 105.30 2.65 

92.5 6.89 4.02 0.08 21.92 0. 48 23.10 114.18 2.07 
quartzi te 

120 11.28 2.96 0.38 34.30 2.85 32.66 87.68 2.16 

143 14.21 10.77 0.77 20 .04 6.21 22.07 75.08 6.48 

360 6.91 17.96 0.09 33.15 0. 54 42.37 115.19 8.21 

60 9.22 1.28 0.15 6.21 1.06 6.09 98.45 0.64 

no rite 70 8.96 1.55 0.12 3.81 0.81 3.90 99.96 0.78 

269 9.29 3.15 0. 23 12.82 1.57 13.73 97 .75 1.72 

123 9.68 2. 42 0.27 6.92 1.90 7.61 95.51 1.28 

metasediment 134 7.64 2.82 0.06 11.41 0.40 11.97 108.48 1.39 

201 11.42 6.10 0. 60 38.98 4.37 38.33 85.20 5.13 

221 9.82 5.24 0. 20 26.04 1.40 28.52 95.26 2.69 

234 7.64 3.45 0.10 50.32 0.63 51.78 108.32 1.84 

Table 6.21: Material properties of the individual Cullinan samples at 25 MHz. 
Total CVs are given as a percentage. 
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Sample Permittivity Loss Tangent Atten. [dB/ m] Velocity [m/ J.LS] 

89 0.019 0.002 0.013 0.102 

quartzite 92.5 0.013 0.002 0.010 0.113 

120 0.050 0.010 0.063 0.211 

143 0.127 0.026 0.181 0.333 

360 0.020 0.002 0.014 0.117 

60 0.021 0.002 0.014 0.109 

norite 70 0.022 0.002 0.014 0.111 

269 0.027 0.002 0.015 0.121 

123 0.026 0.002 0.016 0.118 

metasediment 134 0.017 0.001 0.008 0.106 

201 0.055 0.012 0.076 0.234 

221 0.042 0.003 0.023 0.148 

234 0.015 0.002 0.011 0.099 

Table 6.22: Maximum predicted individual measurement uncertainty, calculated 
as described in Section 2.5.1 , of the Cullinan samples. 

Permittivity Loss Tangent At ten. [dB/m] Velocity [m/ J.LS] 
Sample 

CVRc CVw CVRc CVw CVRc CVLc CVRc CVw 

89 2.27 4.78 13.60 33.95 14.16 35.50 1.16 2.68 

92 .5 2.72 4.06 19.07 20.05 19.53 21.85 1.42 2.10 
quartzite 

120 3.08 2.60 21.36 34.65 20.44 32.97 2.01 2.04 

143 9.20 10.20 20.04 18.56 17.72 19.67 5.40 5.95 

360 1.34 18.22 16.96 100.03 17.72 106.30 0.54 8.33 

60 1.28 1.22 2.53 6.26 2.62 6.26 0.61 0.59 

norite 70 1.68 1.52 3.71 3.34 3.90 3.52 0.84 0.77 

269 2.35 3.12 4.24 13.03 4.58 13.96 1.20 1.71 

123 1.90 2.42 6.34 5.76 6.74 6.65 1.00 1.29 

metasediment 134 2.07 2.87 7.53 11.21 7.53 11.85 1.02 1.41 

201 4.77 6.05 20.44 39.80 19.89 39. 18 3.22 5.23 

221 3.56 5.23 7.96 26.67 9.45 29.16 1.70 2.70 

234 1.02 3.50 16.92 50.63 17.29 52.12 1.84 1.87 

Table 6.23: Coefficients of variation of the individual Cullinan samples at 25 MHz, 
calculated as described in Section 6.2. 
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Material 
Permi tti vi ty Loss Tangent At ten. [dB/m] Velocity [m/ J.LS] 

Er CV€,· tan5 CVtan fJ a CVa v CVv 

quartzite 2.06 6.07 9.63 1.71 12.94 1.92 1.53 3.97 

norite 1.04 2.46 1.92 3.36 1.94 3.52 1.02 2.69 

met asediment 1.50 2. 52 10.00 7.27 10.93 6.80 1.27 4.01 

Table 6.24: IMS parameters of the Cullinan materials at 25 MHz , calculated as 
defined in Section 6.2: the IMS 's are simply the ratio of maximum to minimum 
value of each parameter in a material type. 

max. max. 
Sample n Xr Eoo IL'>crl [%] IL\ tan 51 

89 0.71 2.94 5.10 2.4725 0.01420 

quartzite 
92.5 0.67 1.18 5.58 3.2025 0.02315 

120 0.32 2.11 9.99 2.203 0.10025 

143 0.29 5.13 12.92 6.71 3 0.26025 

360 0.67 0.81 5.94 3.3625 0.02525 

60 0.71 3.42 5.94 3.3625 0.02525 

norite 70 0.71 2.63 5.76 2.8725 0.01925 

269 0.67 3.77 6.20 3.4725 0.02225 

123 0.64 3.89 5.98 1.2225 0.031 25 

metasediment 134 0.75 0.98 6.42 4.0325 0.03625 

201 0.39 4.92 8.54 2.881 0.12525 

221 0.74 4.56 5.28 2.5025 0.011 20 

234 0.68 1.83 5.72 2.9425 0.02525 

Table 6.25: Jonscher parameters of the mean dielect ric properties of the Cullinan 
mine rock samples. The maximum difference between the permittivity and loss 
tangent predicted by the Jonscher model and the actual value are shown, along 
with t he frequency at which the maximum difference occurs (subscripts). 
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6.4.3 Snap Lake Mine 

Introduction and Geological Background 

The Snap Lake kimberlite dyke is situated in the Archaean Slave Province craton in the Northwest 

Territories in Canada. It has an average thickness of about 2.8 metres and can be seen roughly as a 

mostly continuous sheet , spread out over at least 25 square km, gently dipping at approximately 15 

degrees to depths of 1500 metres or more [97], with some offsets but no complete breaks. On a local 

scale, the dyke exhibits some undulation, and even some step-like behaviour in the more brittle sections 

of the host [98] . 

The aim of these measurements is again to determine the feasibility of delineating the dyke boundaries 

by borehole radar shoots from the host rock, which is predominantly an intrusive granitoid. Parts of 

the dyke are also emplaced within metavolcanic and metasedimental rock [98]. No detailed knowledge 

regarding the boreholes was available at the time of publication. 

Sample Descriptions 

Nine samples were obtained from Snap Lake mine, three each of the kimberlite dyke, shown in Table 6.26, 

the granitic host (Table 6.28) and the metavolcanic host (Table 6.27). Their condition varied - some 

samples were fractured - but they were all sui table for nondestructive evaluation to a degree sufficient 

to obtain meaningful data, that is, to allow a statement regarding the existence of a contrast between the 

host and dyke. The sample designations are used as provided by the Snap Lake geologists: SL-80301- 3 

are kimberlite samples, SL-80304- 6 and SL-80307- 9 are metavolcanic and granitic host rock respectively 

[99]. 

Electrode Design 

The samples' diameters fell within two distinct ranges, necessitating the design and construction of two 

capacitor sets. The granite samples ' diameters were very close together, ranging between 41.67 and 41.73 

mm, while the remaining samples had diameters of between 38.25 and 38.5 mm. 

The larger electrode was designed to accommodate a nominal sample diameter of 41.7 mm (with a 

nominal side gap of/:::,. = 4° ), and to be able to handle samples between 41.4 and 42.23 mm in diameter. 

This range was again determined by the physical minimum and 8° side-gap maximum. The guard length 

L was set to 105 mm, more than satisfying the 4a + l requirement used previously, and causing a 0.016 

% uncertainty in the calculation of Co . The smaller electrode was to accommodate samples between 38.1 

and 38.9 mm diameter (38.4 mm nominally with /:::,. = 4.5°), and had a total guard length of L = 100 

mm , resulting in a 0.013 % uncertainty in C0 . Both sensing electrodes had dimensions of l = 20 mm and 

¢0 = 100° (nominal). The shield boxes for the large and small capacitors had dimensions of 100 x 80 

mm and 80 x 60 mm respectively. 

The measurement repeatability of the two probes used was determined as described in Section 5.2.2 

and Appendix A. The five pre- and five post-characterisation measurements are tabulated along with the 

total uncertainty in Tables 6.29 (38.4 mm probe) and 6.30 (41.7 mm probe). The phase uncertainty 

is similar in all cases, staying below a standard deviation of about 0.3°. The impedance variation 

of the 38.4 mm probe is slightly worse than that of the 41.7 mm probe, particularly in the case of 

the PVDF. This particular material's repeatability is unusual because the individual pre- and post

characterisation measurement sets are tightly grouped but the total CV is only about 1.4 %, signifying a 

shift in behaviour of the probe during the measurement process. The relatively high repeatability CV's 

seen in the measurement of SL-80302 are largely due to errors incurred by inaccurate positioning of this 

high permittivity sample. 
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Sample Diameter [mm] 

80301 38.25 

80302 38.40 

80303 38.28 

Sample Description 

"Main" hypabyssal kimberlite with coarse macrocrysts and calcite 
veining at 5- 8 em spacing. The sample is slightly fractured but 
fi ts together well. 

Intact hypabyssal kimberlite sample with coarse macrocrysts; mi
nor calcite veining. 

Kimberlite from near-contact margin containing thin closely 
spaced calcite veinlets. This sample is again fr actured but the 
pieces fit together t ightly. 

Table 6.26: A summary of the geometric descriptions of the kimberlite samples 
from the Snap Lake dyke [99]. 

Measurement Results 

The measured data of all t hree rock types at 25 MHz are summarised in Table 6.31; the rotational and 

linear variations in the rock types appear as their coeffi cients of variation in Table 6.33. The individual 

predicted measurement uncertainties , shown in Table 6.32 , are in all cases substantially smaller than the 

property means or any of the group uncertaint ie:::;, thus not invalidating the group analyses. The sample 

condition, on the other hand, does play a role in limiting t he appropriateness of the group parameters in 

a number of cases: a number of samples only allowed the measurement of a few points while others were 

broken, as described in Tables 6.26 and 6.27. 

T he intra-material spreads in Table 6.34 are quite low for the permittivity of all t he materials , but 

higher for t he loss tangent of granite and the metavolcanic host. The relatively low absolute values 

of granite's tan 6's are the cause in its case while the metavolcanic host group analysis parameters in 

particular should be seen in the context of the limited nature of those samples. The Jonscher models shown 

in Table 6.35 represent kimberlite (6 c,. < 1.2 %, .6. tan 6 < 15 %) and the metavolcanic host (6 c,. < 3.5 

%, .6. t an 6 < 18 %) very well , but struggle again with the loss t angent of granite. Extrapolation is again 

risky as t he largest differences between the model and measured values occur at high frequency. 

T he three available samples of kimberlite were all in fai rly good condition. Although SL-80301 and SL-

80303 were broken in places , the parts fitted together well enough to allow 15 and 18 axial measurement 

positions respectively. Sample SL-80302, though not broken, was shorter and thus only 9 measurements 

were possible in each orientation. Though the appearance and geological composition of all three samples 
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Sample Diameter [mm] 

80304 38.30 

80305 38.50 

80306 38.30 

Sample Descript ion 

Massive non- foliated metavolcanic host rock. This sample has a 
change in size about halfway along it , presumably due to a drilling 
problem, that greatly reduces its measurable section. 

Metavolcanic host with some felsic banding indicating foliation 
direction . The sample is broken at four places along the band 
edges, but again the pieces fit together cleanly. The measurable 
area is decreased due to the core being incomplete at one end . 

Metavolcanic host rock with narrow thin crinkled felsic bands in
dicating foliation direction. This sample's measurable area is very 
small due to a drilling error - as seen in the Figure a large part 
of the core has been removed in a cylindrical fashion . 

Table 6.27: A summary of the geometric descriptions of t he metavolcanic host 
rock samples from the Snap Lake dyke [99]. 

differ, their dielectric properties are fairly similar. SL-80303 's permittivity is slightly higher than that of 

the other two, but the loss tangent of all the samples is relatively high (in the range of about 0.3- 0.4). 

The variation in all t he kimberlite samples' dielectric constants is quite low (consistently smaller than 

about 8 %), indicating t hat kimberlite is in general relatively homogeneous on a centimetre scale. The 

attenuation constant of all t he samples is above about 2 dB / m, while t he signal propagation velocity is 

consistently below about 100 m/ Jl-s . The RGUs and LGUs of kimberlite's properties are quite similar, 

implying that the inhomogeneity fo und is on a fai rly small scale. 

The samples of metavolcanic host were all in poor condit ion for measurement by t his (or any) tech

nique. SL-80304 appears to have originated from an area of the borehole at which t he drilling tips were 

exchanged - its diameter varies slightly along the upper half of t he core before experiencing a large 

change - only four axial measurement positions were possible. SL-80305 was broken into four pieces 

but allowed 11 measurements. This sample comes from the intersection of two boreholes and is missing a 

large piece; only four measurements along the core were possible. Although the CVs were all small, t he 

variation parameters of SL-80304 and SL-80306 are based on only fo ur samples and are thus of limi ted 

value. T he loss tangent TGUs are all relatively high (larger than about 15 %), but this is partly due to 

the relation of the uncertainties to small mean values (tanil 's all below 0.1 ). T hat said , the mean data is 

nevertheless valuable: t he permittivity and loss tangent of the metavolcanic host samples are consistently 
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Sample Diameter [mm] 

80307 41.73 

80308 41.70 

80309 41.67 

Sample Description 

Grey medium grained granitic host rock. 

Medium grained Fe-rich reddish grey granitic host rock. (The 
sample was not noticeably magnetic.) 

F ine grained grey grani t ic host rock. 

Table 6.28: A summary of t he geometric descriptions of the granitic host rock 
samples from t he Snap Lake dyke [99]. 

below about 9.2 and 0.01 respectively. The attenuation is also qui te low (below about 0.63 dB / m) while 

the propagation velocity is above about 100m/ f.J-5 t hroughout. The metavolcanic RGUs are mostly larger 

than their LGUs , presumably because of the few axial points measured . 

T he samples of granitic host rock are all in near perfect condition for non-destructive measurement: 

they are unbroken with smooth surfaces, their diameters are const ant , and they are long enough to allow 

sufficient axial measurement positions. Despite having different appearances, the dielectric constant of 

the three samples is quite similar. T heir permittivities are all between 5.8 and 6.6 and their loss tangents 

are all below 0.1 (sample SL-80309 has a par ticularly low mean loss t angent of 0.01). Similarly to t he 

metavolcanic samples , the relatively high loss tangent TGU 's may be at t ributed to the small absolute 

values of tan o. The samples are all relatively homogeneous with regard to their permittivity. Grani te 

seems to have quite a high propagation velocity (consistently above 117 m/ f.LS) and low signal attenuation 

of smaller t han about 0. 55 dB/ m. Similar to kimberlite, t he RGUs here are also not substant ially different 

from t he LGUs. 
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first 5 second 5 total 
Sample 

CVz[%] ao[0
] CVz[%] ao[0

] CVz[%] ao[0
] 

Teflon 0.0525 0.0325 0.3425 0.01 25 0.1525 0.0625 
PVDF 0.345 0.0925 0.1825 0.0525 1.405 0.301 

Art . Diel. 0.1 325 0.0425 0.42 25 0.081 0.6810 0.171 
SL-80302 0.561 0.111 0.6825 0.061 0.921 0.1625 

Table 6.29: The measurement repeatability of the 38.4 mm probe used for the Snap 
Lake sample was determined by 5 pre- and 5 post-characterisat ion measurements. 
The separat e as well as total repeatabilities are shown in polar form as the CV of 
the impedance magnitude and the standard deviat ion of the phase. (The subscript 
in each case denotes the frequency (in MHz) at which the repeatability was worst.) 

first 5 second 5 total 
Sample 

CVz[%] ao[0
] CVz[%] ao[0

] CVz[%] ao[0
] 

Teflon 0.053 0.0225 0.0625 0.0420 0.0725 0.0725 
PVDF 0.0920 0.0325 0.1325 0.0915 0.185 0.1125 

Art . Diel. 0.1920 0.0925 0.105 0.0510 0.255 0.0925 
SL-80307 0.11 1 0.081 0.2725 0.0725 0.1925 0.171 

Table 6.30: The measurement repeatability of the 41.7 mm probe used for the Snap 
Lake sample was determined by 5 pre- and 5 post-characterisation measurements. 
The separate as well as total repeatabilities are shown in polar form as the CV of 
the impedance magnitude and t he standard deviation of the phase. (The subscript 
in each case denotes the frequency (in MHz) at which the repeatability was worst .) 

Permitt ivity Loss Tangent At ten. [dB / m] Velocity [m/ p,s] 
Sample 

Er CVc, tan o C"\!;;an o a cv, 'iJ CVv 

80301 10.18 7.07 0. 34 7.63 2.42 9.99 92 .89 4.25 

kimberli te 80302 9.01 3.30 0.29 4.05 1.98 4.33 98.86 1.65 

80303 13.06 6.07 0.40 7.75 3.22 10.25 81.52 3.25 

80304 6.77 4.47 0.08 14.78 0.45 15.98 115.24 2. 27 

metavolcanic 80305 9.1 6 8.46 0.09 15.49 0. 63 16.70 99.24 4.39 

80306 8.18 3.94 0.09 18.35 0.62 17.28 104.74 1.99 

80307 6.27 3.03 0.04 13.97 0.24 14.71 119. 74 1.50 

granite 80308 6.55 2.41 0.09 10.54 0.55 11.11 117.01 1.22 

80309 5.82 1.38 0.01 25.93 0.06 26.20 124.25 0.69 

Table 6.31: Material properties of the individual Snap Lake materials at 25 MHz. 
Total CV's are given as a percentage. 
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Sample Permittivity Loss Tangent Atten. [dB/m] Velocity [m/ f.LS] 

80301 0.047 0.002 0.017 0.269 

kimberlite 80302 0.042 0.002 0.011 0.237 

80303 0.053 0.004 0.033 0.174 

80304 0.036 0.001 0.009 0.300 

metavolcanic 80305 0.047 0.001 0.011 0.271 

80306 0.041 0.001 0.010 0.268 

80307 0.015 0.001 0.007 0.135 

granite 80308 0.014 0.001 0.006 0.130 

80309 0.013 0.001 0.006 0.139 

Table 6.32: Maximum individual measurement uncertainty, calculated as described 
in Section 2.5.1 , of t he Snap Lake samples. 

Permittivity Loss Tangent Atten. [dB/m] Velocity [m/ f.LS] 
Sample 

CVRc CVLG CVRc CVLG CVRc CVLG CVRc CVLG 

80301 7.60 6.34 5.22 7.38 8.49 9.33 4.53 

kimberlite 80302 3.37 2.81 3.30 3.64 3.65 4.38 1.68 

80303 6.09 4.42 6.15 6.88 8.93 8.67 3.21 

80304 4.89 2.70 11.45 12.72 15 .98 12.90 2.48 

metavolcanic 80305 8.53 7.70 14.80 12.53 18.22 15.47 4.36 

80306 3.85 3.21 18.35 7.59 19.04 8.42 1.94 

80307 3.23 2.50 12.31 10.40 13.31 10.60 1.59 

granite 80308 1.68 2.38 7.32 9.37 7.66 9.93 0.85 

80309 1.33 1.39 21.42 23.67 21.56 24.00 0.66 

Table 6.33: Coefficients of variation of the individual Snap Lake samples at 25 
MHz, calculated as described in Section 6.2. 

Material 
Permittivity Loss Tangent At ten. [dB/ m] Velocity [m/ f.LS] 

Er CV,, tano cv;,an 0 a CVa v CVv 

kimberli te 1.45 5.48 1.38 6.48 1.63 8.19 1.21 3.05 

metavolcanic 1.35 5.62 1.1 3 16.21 1.40 16.65 1.16 2.88 

granite 1.13 2.27 9.00 16.81 9.17 17.34 1.06 1.14 

Table 6.34: IMS parameters of the Snap Lake materials at 25 MHz, calculated as 
defined in Section 6.2: the IMS's of the means are simply the ratio of maximum 
to minimum value of each property in a material type; the variations ' IMS 's are 
calculated as the mean of t he CV 's. 
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max. max. 
Sample n Xr foo l.6.t:rl [%] 1.6. tan 81 

80301 0.45 2.74 7.76 1.071 0.04725 

kimberlite 
80302 0.49 2.53 6.76 1.181 0.02025 

80303 0.55 5.90 7.75 1.071 0.05025 

80304 0.49 0.45 6.23 2. 9825 0.0103 

metavolcanic 80305 0. 55 0.81 8.20 3.4025 0.01620 

80306 0. 51 0.74 7.39 2. 9925 0.0083 

80307 0.46 0.24 5.87 4.0825 0.01520 

granite 80308 0.59 0.74 5. 71 3.3925 0.01520 

80309 0.35 0.05 5.56 4.8025 0.02320 

Table 6.35 : Jonscher parameters of the mean dielectric properties of the Snap Lake 
rock samples. The maximum difference between the permittivity and loss tangent 
predicted by the Jonscher model and the actual value are shown, along with the 
frequency at which the maximum difference occurs (subscripts) . 

Discussion 

A comparison of the various materials' properties reveals a contrast between kimberlite and its host rocks 

at 25 MHz. The loss tangents of bot h host materials is substant ially lower than kimberlite's; t he host 

permittivit ies are also lower in general, with granite's being markedly less t han the Er of kimberlite. A 

good radar contrast is thus expected in those regions where t he kimberlite pipe is found in a granitic host. 

T here should also usually be a detectable contrast when it is in a metavolcanic host , but an unfortunate 

combination of local kimberlite and host rock types could cause 'blind spots' for the BHR. Both hosts do 

exhibi t favourable conditions for radar propagation at 25 MHz: signal attenuation is below 0.65 dB / m 

and v is above 99 m/ p,s in all cases. 

The limited quality of the metavolcanic samples in particular leaves some room for doubt as to the 

behaviour of these rocks in terms of radar propagation. The measurement of samples of better quality 

would be required to increase certainty in the conclusions drawn . 
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6.4.4 Conclusion 

The use of the developed system in characterising diamondiferous geological systems has been demon

strated. In general, a reasonable radar contrast is to be expected between kimberlite and its host. That 

said, the number of kimberlite types in existence is far greater than the limited samples available for this 

study. Even in a single structure, a number of different kimberlite types are often found [93]. This is 

confirmed by the Snap Lake samples, which display geological and dielectric differences. This , combined 

with a lack of kimberlite from the Premier pipe, makes it difficult to generalise based on the Snap Lake 

results alone. Although Agashev makes mention of the geochemical similari ties between Snap Lake and 

South African kimberlites [100], a more extensive sampling of local kimberlite would be required for 

greater certainty in the Premier case. 

The host rock is generally a reasonable medium for radar propagation. All the Snap Lake samples 

have attenuation below 1 dB/m. The complex layered Premier country rock is variable but still appears 

to offer reasonable propagation conditions in large sections. This is confirmed by the cross-hole shoot 

conducted at that mine [83] . As mentioned previously, the large number of rock types encountered in the 

Premier case in particular would require a more detailed classification and core log. 

Some of the Snap Lake samples were of limited quality, but it was still possible to collect useful data 

from the intact sections. The ability of the capacitor to measure broken samples is extremely useful, and 

a distinct improvement over previous methods. 

6.5 Conclusion 

The characterising of rock core samples always has the same basic aim: the estimation of radar prop

agating conditions in a host and the likelihood of reflection from some target. This study was done in 

conjunction with a number of borehole radar shoots using the GeoMole borehole radar , with spectral 

content in the 10- 80 MHz frequency range [83]. The discussions in this section have thus focussed on the 

25 MHz frequency component , which falls roughly in the centre of this band in terms of energy content 

of the spectrum. 

The cylindrical capacitor developed in Chapter 4 proves ideal for this task, being able to accurately 

measure cores of different commonly available diameters and differing condition. Reasonable measure

ments are possible even if the core is brittle or broken into pieces. A brittle core which would not ordinarily 

allow the careful preparation of the small samples generally required for destructive measurement tech

niques is able to be measured using this system. Provided the breaks between pieces are smooth and the 

outer surface is complete, broken cores may be measured with little loss of accuracy. (This assertion was 

not proved explicitly.) 

The capacitor has shown promise in measuring core samples from a wide range of commonly used 

borehole types (diameters from 36.4 to 51.3 mm). Further , material properties in a large range are 

distinguishable with a reasonable degree of accuracy. Permittivities measured ranged between about 5.8 

and 15 at 25 MHz; loss tangents of between 0.01 and 0.8 were measured at 25 MHz. 

The accuracy estimate is dominated by the calibration accuracy. It is impossible to assign a good 

accuracy estimate to properties outside the ranges of reference materials. Fortunately the permittivity 

often lies in an easily achievable range - the propagation speed and range of targets can thus be estimated 

with good accuracy, allowing detailed mapping of, for example, ore horizons. The measurement accuracy 

of loss tangent is lower and thus makes estimation of detection range more problematic. It is however 

possible to compare different materials to each other with reasonable certainty, particularly if they are 

measured with the same device. This allows prediction of contrasts between materials even if the exact 

magnitude thereof is uncertain. 
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A limi ted evaluation of the uncertainty due to calibration was described in Section 5.2 .2. Mea

surements of a nylon sample with three of the electrodes used in the case studies described compared 

reasonably well to the parallel plate measured properties of a carefully prepared slice of the same nylon 

sample. None of the rock samples measured have permittivities as low as nylon , but the 'good ' behaviour 

of the calibration curves shown in Figures 5.2 and 5.3 would suggest that the sort of accuracy obtained 

for t he nylon sample may apply to the rock samples measured as well , at least those that have properties 

between those of Teflon and t he artificial dielectric. The BIC measurements are thus estimated to be 

accurate to within about 4 % in permittivity and within 0.01 in loss tangent. The Snap Lake samples 

were measured using two electrodes: the kimberli te and metavolcanic samples are estimated to have accu

racies of better than about 5 % for permittivity and 0.01 for loss tangent , but the granite samples, though 

homogeneous and in good condition, may only be accurate to within about 10 % for f.r· Confirmation 

materials with properties similar to those of the rocks measured would be required to confirm this. 

Estimates of propagation velocity from three field experiments compare favourably with properties 

measured in the laboratory. It would appear that the measurement of homogeneous samples from well 

known geological systems like the UG 1 unit can provide very accurate estimates of conditions in the field: 

a better t han 1 % agreement was fo und in two separate cases. Even for a more complex system like that 

found at Premier diamond mine, reasonable predictions may be made. The limitation in the Premier case 

is really a lack of knowledge of the precise stratification - a number of different Premier samples were 

obtained but little knowledge of their abundance in the field was available. Nevertheless, propagation 

velocity predictions were within about 5 % of estimations from field data. On a quantitative level, it is 

conspicuous that all agreements of better than about 4 % were for materials with CVv ;S 2 ( cf. Tables 

6.7, 6.12 and 6.21 ). 

T he aim of most borehole experiments is the delineation of some target. Estimation of its distance 

from the transmitter and receiver require accurate interpretation of pulse travel time and thus accurate 

knowledge of propagation velocities. Comparison of the results obtained in this dissertation to field 

experiments would indicate that laboratory measurements can indeed result in accurate predictions. 

Accurate knowledge of t he loss experienced by a wave as it travels through t he rock is also important, 

but arguably less so. There is flexibility in the posit ioning of a borehole relative to where the target 

is suspected to be. With rough knowledge of the loss tangent , the borehole can be drilled in such a 

position that adequate reflections are guaranteed. It is accurate knowledge of the propagation velocity 

that will allow the prediction of small scale variations in the target geometry, and it is precisely this sort 

of knowledge that allows more detailed mine planning and decreased danger to miners . 

The frequency behaviour of t he various samples was modelled by the least squares fit t ing of a Jonscher 

model with varying success. The diamond samples were in general more amenable to the model, having 

the same form as (2.36), while the samples from the Bushveld Igneous Complex were in general less 

suitable. Although the model may often be used adequately in the 1- 25 MHz frequency range studied , 

extrapolation of t he material properties in the frequency domain based on t he model is not recommended 

if /:":,. f.r and /:":,.tan 6 are worst at high frequency. 
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Chapter 7 

Conclusion 

The device design and measurement methodology presented in the preceding chapters are a significant 

advance in the measurement and interpretation of the radio frequency dielectric properties of hard rock 

borehole core samples. T he non-destructive measurement technique allows for the thorough investigation 

of the complete core sample. This allows a more detailed interpretation of results since the sampling 

is less sparse, and the confident relation of microscopic laboratory measurements to bulk propagating 

characteristics of a host. 

T he design in Chapter 4 incorporates some of t he established principles of dielectric profiling , but 

extends and improves upon t hese to result in a device particularly well suited to the problem at hand: the 

measurement of hard cylindrical rock borehole core samples in the 1- 25 MHz frequency range. Indeed, 

t he improvements over previous methods for the measurement of hard rock samples- all destructive , as 

far as is known - are considerable. 

An example will serve to illustrate the new capabilities that this device offers. Consider once again 

the Bleskop Marker (BKM) sample discussed in Section 6.3.4 and shown photographically along with its 

measured dielectric properties in Figure 6.2. This single sample contains many of the feature types one 

would want to be able to measure: large sections of relatively homogeneous and inhomogeneous rock, 

narrow inclusions in a host, as well as transit ions between different rock types. In addition , t he sample 

contains breaks between its constituent pieces, some clean (i. e. t here is a tight fit between adjacent parts) 

and others rough. 

A traditional (destructive) measurement approach would immediately raise the question of where 

to sample t he core. For t he homogeneous half metre section of anorthosite (96-133 em ), the answer 

to this question would not critically affect t he interpretation of measurement results, but it becomes 

extremely difficul t to justify the use of any particular section in the pegmatoidal feldspathic pyroxenite 

(PFP) region (51- 96 em) in quantifying the materials' properties . The cylindrical capacitor obviates the 

need for this question, instead posing a much simpler query regarding the ideal sampling density. The 

measurement of a narrow inclusion like the chromit ite stringer in particular would be virt ually impossible 

using conventional measurements. With the continuous measurement technique introduced in Chapter 5, 

a relatively detailed, accurate, and certainly more instructive measurement of such features is possible. 

A variable sampling rate can be employed to investigate such fine inclusions while not unnecessarily 

over-sampling homogeneous feat ures like t he anorthosite. 

There has traditionally been a problem in relating laboratory measurements to propagation velocities 

observed in the field because crystal sizes in some conglomerates are comparable to the dimensions of 

samples [101] measured with parallel plate capacitors. This problem may be reduced by measuring the 

larger volume of rock in the cylinder cavity. 

A further negative yet unavoidable side effect of a sample's preparation is the loss of material and 
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The range within which dielectri c properties can be measured to a specified accuracy is determined 

by t he properties of the reference materials used - the Lagrange map described in Section 2.6.2 is valid 

for materials with properties between those of the outermost reference samples. The creation of artificial 

dielectrics, as described in Appendix C, may extend the permittivity range, but suitable materials with 

stable and known loss tangents remain difficult to find , let alone obtain. Calibration beyond the reference 

material range by extrapolation is possible but does not guarantee absolute accuracy, only the estimation 

of materials' properties relative to each other. 

Confirmation of the calibration and predicted measurement accuracy is possible using further samples 

with known dielectric properties. An attempt to confirm that measurements actually lie within the 

uncertainty prediction was made using nylon. Cylindrical measurements of its properties were within 

about 10 % and 0.01 of parallel plate measurements of a nylon sample for permittivity and loss tangent 

respectively. These values are substantially larger than typical predicted uncertainties of about 5 % in 

eit her case. It should be said that nylon is hardly an ideal sample since its properties are not very 

well known and its reaction to machining is uncertain; further , the nylon samples were not prepared 

to the degree of accuracy that t he calibration samples had. It was however the only option available 

at t he t ime of measurement. The values listed should thus be seen as an upper limit on the accuracy. 

Indeed, the generally excellent agreement between the laboratory and bulk propagation velocity estimates 

for homogeneous samples would appear to confirm this. Even at these upper limits, the accuracy is still 

comparable to the majority of destructive methods list ed in Table 1.1. It is thought that more appropriate 

test materials would provide a better estimation of t he measurement accuracy. 

The detail of information regarding the dielectric properties of a number of economically important 

geological systems that has been obtained in this study is unprecedented. Further, the position of this 

study as part of a larger project has allowed for remarkably accurate comparisons between microscopically 

and macroscopically predicted propagating conditions . The posit ive consequences for the mining industry, 

both in terms of safety and economically, are large. The improvement in t he application of laboratory 

measurements to the planning and interpretation of borehole radar shoots will accelerate t he entire 

measurement process and reduce its cost. 

Recommendations 

T he device presented in this work is a prototype that will see improvement in future design iterations. 

Recommendations can be divided into two broad categories: the improvement of measurement quality 

using t he current electrode design , and mechanical design enhancements or increases in the capability of 

t he device. 

The range and accuracy of measurable dielectric properties are both largely dependent on the reference 

materials used. Obtaining reference materials with larger permittivities and particularly loss t angents 

will relate directly to an extended measurement range, as well as the ability to confirm the calibration 

in t hat range. The difficulty in obtaining lossy samples has been mentioned repeatedly. One possible 

solution would be t he use of lossy liquids with well known properties , like ethanol ( Er ~ 25, tan 8 ~ 0.03 

at 25 MHz) or methanol ( Er ~ 33, tan 8 ~ 0.01 at 25 MHz) [102] contained in custom-made holders. 

Wilhelms' potential solution for concentrically layered cylinders could then be used to calculate the 

effective reference material properties. 

In addition to aiding analysis in the work presented here, the circuit model developed in Chapter 4.3 

will be a valuable tool in extending the measurable frequency range. The key frequency range limitations 

resul t from resonant frequencies associated with t he interaction of the various capacitor-inductor pairs 

shown in Figure 4.5. Careful design of the shield geometry and its connection to the guard electrode, 

as well as the feed structures, to lower capacitance and inductance values, can shift the resonances up 

in frequency, thus extending the measurement range. All resonances will be affected in the same way, 
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but the dominant ones (i. e. those at the lowest frequencies) are best lowered by decreasing the feed 

inductances and guard-shield capacitance. The seemingly contradictory requirements of shortening (or 

widening) the feed conductor - to lower inductance - and increasing the distance between the guard 

and the shield - thus lowering capacitance - provide the opportunity for some creative design . 

The frequency range under consideration in this study included the centre frequency of a specific 

borehole radar [83] and thus allowed the use of the accurate LCR meter in the 1- 25 MHz range. The 

auto-balancing bridge method in general currently allows measurements to frequencies of roughly 110 

MHz [61 ]. One of the attractions of the electrode design presented here is its versatility: it can be 

used to make two-port measurements using an automatic network analyser , something which could, with 

careful electrode design, conceivably extend the frequency range to hundreds of megahertz . (Analysis of 

the circuit described in Figure 4.5, using typical capacitance and inductor values, shows that the lowest 

resonant frequencies for the current device designs are above about 200 MHz.) 

At lower frequencies the design of dedicated measurement electronics would result in an extremely 

portable device that could ostensibly be used to conduct in situ measurements in core yards, greatly 

accelerating the BHR measurement and analysis process. (Note that using the current system in this 

way is quite feasible, simply requiring the transportation of the measuring equipment.) 

A mechanism for automating the movement of the core through the cylinder cavity, perhaps similar 

to t he system used in Wilhelms' devices [31, 28], would also accelerate the measurement process. A 

measurement of all four orientations of a 20 em length of core at a 1 em resolution (i.e. 80 measurements) 

typically takes about an hour using the current method. A faster measurement rate would allow more 

detailed (read: higher resolution) measurements to be performed. This would clearly be problematic with 

samples that are in poor condition, since great care is required in such cases to avoid further irreversible 

damage to t he cores. 

Another possibility would be the use of multiple sensing electrodes, acting either as the sensing 

electrode or part of the guard, similar to the design used by Moore [27]. The method used in this 

work for etching electrodes on a flexible substrate would allow the precise construction of such a system. 

This multiple electrode solution would be beneficial for the measurement of broken or brittle cores. In 

addition, t he measurement repeatability would be greater since less movement of the core would result in 

less mechanical strain on the system as a whole, and thus a lower possibili ty of damage to the electrodes 

or slight changes in the geometry. 

To summarise finally, the creative implementation of a novel electrode design has greatly enhanced 

the capabili ties for measuring the complex dielectric properties of hard rock cores. The robust shielded 

capacitor, easily constructed in a standard laboratory, allows the rapid, repeatable and accurate mea

surement of borehole cores without requiring any sample preparation. The advantages over conventional 

measurement systems are numerous, and extensive scope exists for further improvement. 
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Appendix A 

Electrode Construction and 

Operation 

A .l Electrode Construction 

T his section is intended to be a technical document present ing det ailed instructions for the construction 

of the cylindrical capacitors designed and presented in Chapter 4. It is an appendix and not a section 

in t he main dissertation body because this is one implementation resulting in a prototype device, which, 

t hough functioning well , is by no means the final product. Improvement is possible and necessary. Rather , 

t his document describes a functional and robust construction procedure , containing practical suggestions 

gleaned from t he device's long development process. 

T he format used will be a listing of and motivation for the materials used , followed by a photographi

cally supported step-by-step construction procedure. The design of the jig1 to hold the shielded capacitor 

in place is also of critical importance in ensuring accurate measurements. Again , a relatively simple yet 

robust design will be presented. 

Material Require ments 

T he implementation discussed in Section 4.4 was deliberately general and will be elaborated upon here. 

T he components of the shielded capacitor can be divided into the flexible electrode, the rigid enclosing 

shield , and the structure support ing the electrodes (which also partly serves as the connection between t he 

electrode and the shield) . T he rigidity of the shielding box is critical for good measurement repeat ability. 

The flexible electrode is the heart of the system and as such also demands the most important 

design choices. T he requirements for extreme flexibili ty and a smooth substrate surface were mentioned 

in Section 4.4: t he material chosen and used in this implementation is the GTS7600 series of copper 

polyimide laminates by GT S F lexible Materials [96] . This material is available in a range of substrate 

and copper deposit thicknesses; a laminate of about 100 J.Lm thickness was used in the construction of 

t he electrodes for this study. The pressure exerted by a small number of evenly spaced ordinary elastic 

bands was sufficient to keep the electrodes pressed against the core. The laminate surface was smooth 

enough for t he core samples to pass t hrough the electrodes with a minimum of applied pressure. 

T he rigid enclosing shield mentioned above is the outer box through which the measuring device must 

access the capacitor. T wo issues are important here. First , the rigidity of t he box must be sufficient 

to not deform under the mechanical strain of measurement. Second, the material used must allow for 

rapid construction - t his was one of the original design requirements. The use of a fairly thick (1.4 mm 

1 T he 'jig ' spoken of here re fers to t he act ua l mechanical holding dev ice as well as t he interface between t he capac itor 
and t he measurement inst rumentat ion. 
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thickness was adequate) double sided pc-board for the side, top, and bottom sides of the box gave this 

rigidity while allowing simple manufacture. One advantage which should not be underestimated is that 

the conducting surfaces are easily connected to each other by a solder joint. The two conducting sides 

of the pc-board should be connected to each other to form a single conducting unit. The use of adhesive 

Aluminium tape provides an adequate Ohmic contact. 

The box ends are the connection points for the shield conductors and provide the access holes for the 

core to the capacitor . Rigidity and ease of construction are again requirements which are met by the use 

of perspex sheeting. The construction of a suitably sized hole does not weaken t he support given to t he 

shield, while the inherent transparency of the material lends some aesthetic appeal to the construction. 

The shield may be attached solidly to the perspex end-sheets by narrow diameter screws. 

The flexible capacitor and rigid shield have been discussed, but it is t he link between the two which 

provides the greatest constructional challenge . This link acts firstly as a connection between the guard 

electrode and t he shield, but must also support the core's weight as it is passed through the capacitor. 

Rigid single sided pc-board strips are again easily shaped to the correct dimensions and provide adequate 

stiffness to be used as support struts. 

Finally, the connection of measuring instrument ports to the centre and feed electrodes again requires 

the connection to the flexible electrode. The coaxial cable from the instrument is connected to a bulkhead 

receptacle - the outer conductors connect straight to the shield, while the inner conductors are connected 

to their respective electrodes by narrow conducting strips which are bent to form a sort of spring as 

shown in Figure A. 2. The advantages of this connection are two-fold: the flexibility of the electrode is 

not impaired by the sprung centre conductor extension, and the larger surface area used in the solder 

join provides a more durable connection. 

Construction Procedure 

What follows is a step-by-step procedure for the construction of t he shielded capacitors described in this 

study. The most time-consuming aspects are the etching of the electrodes and the machining of the 

perspex end plates. Once these are done, the assembly time for a single device is estimated to be about 

two hours. 

1. Once t he electrodes have been laid out and etched on the laminate, they should be cut out so that 

the electrode edges bordering the side gaps have as little excess cleared laminate as possible adjacent 

to them. It is advisable to leave slightly more excess laminate at the guard ends, as this protects 

the guard conductor from physical damage due to sample insertion to some extent . The electrodes 

should now be formed around a sample of nominal design diameter, and held in place by evenly 

spaced elastic bands. The sample used should be heat resistant as soldering will be conducted in 

its immediate vicinity. 

2. The perspex end plates should have their holes machined to lie centrally and to be large enough 

to accommodate the largest expected sample (with the electrode wrapped around it). The length 

of the shield plates should be slightly shorter than the guard electrode's total length to allow the 

perspex end plates to act as addit ional restraints for the electrodes. The end plates are placed 

over t he ends of the cylinder , then secured to t he shield side walls. Care must be taken to secure 

the electrodes and core centrally in the end holes using some form of temporary spacer , since the 

placing of the support struts will tend to push the core off- centre. 

3. The struts are formed from single sided rigid pc-board, including indentations for the elastic elec

trode shapers, and placed in such a fashion as to support the core when it is inserted. This prevents 

the relatively heavy core from being able to move sideways and thus lie eccentrically in the cylinder 
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(also causing an air gap on its one side). The struts are soldered to the guard electrode as shown in 

Figure A.l. Great care must be taken in this step, as an incorrect fit may result in unpredictable 

air gaps in the vicinity of the struts ' connecting points to the electrode. Soldering should be done 

at a low heat and as quickly as possible to prevent damage to the laminate surface. Filing the strut 

edges away at an appropriate angle eases their insertion and the soldering to the shield and guard 

electrode. When the capacitor is designed to accommodate large heavy cores, it may be beneficial 

to further support t he stru ts. A third perspex plane with a slightly larger hole, cut in half and 

shaped to fit between the bottom plate and t he struts, is perfect for this task. The two halves 

should be spaced evenly and the hole should be slightly bigger than the end plates' holes to not 

interfere with the electrodes. Screws from the bottom and sides hold these perspex supports in 

place, as seen in Figure A.2. 

4. The top and bottom plates have central holes to accommodate the bulkhead connectors drilled 

through them; the bottom plate also the plastic spacer required for positioning in the holding jig 

secured to it , as shown in Figure A.3. The ends of the sprung conducting strips are soldered to 

the middle of the appropriate electrodes (again quickly, using low heat , to prevent damage to the 

substrate), and the bulkhead connectors are placed through the holes in the plates. The plates are 

now secured to the perspex end plates . 

5. T he shield is t urned into a single conductor , at essentially a single potential , by connecting each 

top /bottom-side plate pair with conducting Aluminium tape. 

f 
' 

Figure A.l: View of the electrode during the construction process just after the 
struts have been placed and soldered to the guard electrode. 

Holding Jig 

To ensure measurement repeatability, it is critical that the capacitor be held rigidly in place for the 

duration of the measurement process. Of particular importance are the connectors: even small changes 

in their position can result in unacceptable changes to t he measured phase. The mechanical strain placed 
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Figure A.2: View of the electrode during the construction process. The flexible 
feed has been soldered to the sensing electrode and the perspex supports have 
been inserted to stabilise the bottom cavity. 

on the capacitor box (and thus the connectors) during movement of the samples necessitates some form 

of jig to hold the device firmly in position. 

The holding device is shown with the capacitor box in place and removed in Figures A.4 and A.5 . In 

principle the box is to be secured from t he sides, since it is the effect of lateral movement of the samples 

that it is desired to counteract . The left and right side restrainers are labelled as 'L ' and 'R' in Figures 

A.4 and A.5. The box is positioned centrally in the base marked 'H', shown in detail in Figure A.6, by 

way of a plastic spacer which is secured to the bot tom plate of the box, as shown in Figure A.6. The 

bottom bulkhead connector must be positioned centrally in the spacer 's centre opening - this ensures 

t hat it aligns correctly with the jack in the base. The natural inclination of the side restrainers is to push 

the box up when they press against it. This is problematic since it changes the fit and geometry of the 

bottom connection, but can be counteracted effectively by holding the box down with the top restrainer 

(marked 'T ') . 

After placing the box in its holder , the top restrainer is lowered and fastened. The right restrainer is 

then pushed against the side of the box and secured. Finally the left restrainer may be pushed against the 

box, locking it in place. The connection of the H ports to t he feed electrode is now made with the flexible 

blue cables, as shown in A.4. Note how the connection between the He and Hp terminals is made as close 

to the electrode as possible by the T-connector shown. The connection of the LCR meter 's L ports is 

made similarly through the base. SMB connectors are used throughout to allow simple connection. 

The pressure exerted on the capacitor box by the various restrainers (and particularly by the top one) 

requires the shield to be constructed accurately. The perspex end plates in particular should be carefully 

aligned - any problem with their positioning can result in the holes being pushed out of alignment and 

the sample not being able to pass through the cylinder any longer . 

Provided the box is constructed carefully and secured properly using the jig described here, extremely 

repeatable measurements can be made. 
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Figure A.3: View of the electrode after construction. The plastic spacer and SMB 
bulkhead connectors are clearly visible. 

Figure A.4: View of the device holder with the capacitor box in place. The top 
restrainer (T ) is fastened t ightly and prevents the box from being pushed up by 
the side restrainers. 
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Figure A.5: View of the open dev ice holder (H) and an electrode set wit h the 
plastic spacer shown. The side restrainers are marked 'L' and 'R ', and the Lp 
and Lc feed cables are visible. T hey are connected t o each other using an SMB 
T-connector , t he t hird terminal of which is visible in the centre of the holder. 

Figure A. 6: Close-up view of t he device holder. 
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A.2 Measurement Procedure 

This section is intended as a practical guide toward making measurements with the cylindrical capac

itor designed in this study. The information contained here is meant as a practical supplement to the 

measurement description in Chapter 5. As such, a brief summary of the procedure employed will be 

followed immediately by a detailed point form routine for measurements using the HP 4285 LCR meter 

[60]. Reference will be made throughout to the appropriate MATLAB scripts listed in Appendix D. 

Measurement Procedure 

The aim is to make the most accurate measurements possible. A calibration procedure has been devel

oped which essentially maps the measured impedance to a complex dielectric constant using a mapping 

function determined by the response of the device to a number of standard materials. This response 

will differ to some degree for each device constructed; the mapping will also differ depending on the 

exact properties of the standard materials used. It is thus important that the measurement procedure 

avoids the influence of these possible differences: each experiment must be treated individually, even 

to the extent of characterising the particular batch of a certain reference material used in a particular 

measurement sequence. For example, two samples of Teflon obtained separately cannot be assumed to 

have exactly the same properties - they may differ by up to a few percent. This sort of difference will 

translate directly to an increased uncertainty in the measurements. 

On occasion the reader will be referred to the MATLAB scripts used in the measurements and calibra

tion. The operation of these scripts can be fairly complex, involving the setting of a number of variables. 

Describing the internal workings of the scripts would be superfluous here. The reader is thus rather 

referred to the detailed commentary in each script. 

1. The first step in the measurement process is t he accurate determination of the material properties 

of the reference standards used. The use of two materials is advocated, one with a low permittivity 

and loss tangent, the other with a high permittivity and loss tangent to cover as wide a range of rock 

sample properties as possible. In this study, a third artificial material is created by the insertion of 

a conducting centre into the high loss material , as discussed in Appendix C. 

The parallel plate capacitor described in Chapter 3 is used to carefully measure prepared samples 

of the two materials. A technique for the preparation of such samples is described in Appendix B 

- the samples should have sides which are as fiat and parallel as possible to reduce potential air 

gaps, the largest contributing factor to measurement uncertainty in this case. 

A repeated measurement of the open and short compensation standards need only be conducted 

once if a number of samples are measured in the same session. They should be remeasured if a long 

break occurs between measurements. Each sample is also measured repeatedly so that a Type A 

evaluation of the measurement uncertainty may be conducted (refer to Section 2.5.1). Between each 

repetition of a measurement , the sample should be completely removed from and reintroduced to 

the capacitor. This helps to compensate for possible errors caused by the positioning of the sample. 

The MATLAB script measure.m is used to conduct the measurement and calibration. Precise 

instructions are given in this script. 

2. The first step in the measurement of the core sample is the characterisation of the device prior to 

the sample measurements. Again, the aim is a Type A characterisation of the uncertainties of the 

inputs to the calibration. In addition to the three reference samples, a representative selection of 

rock samples is measured repeatedly to obtain an estimate of the uncertainty involved in each rock 

core measurement. The number of rock samples required depends on the size and condition of the 

118 

Stellenbosch University http://scholar.sun.ac.za



cores to be measured: if all the cores have the same diameter and surface condition, one sample may 

suffice; otherwise a number of samples representing the extremes in diameter and surface condition 

should be chosen. 

The MATLAB script measure. m is again used for this process. After t he first measurement se

quence of the three standards and specified number of rock repeatability samples, the order is 

randomised for t he remaining repeatability measurement sequences. It is recommended that at 

least five such sequences are conducted for both the pre- and post-characterisation, so that the 

total of ten measurements may comply with the reliability criterion mentioned in Section 2.5.1. 

3. The measurement of the rock cores should commence immediately following the pre-characterisation 

of the device. A random point on each core is chosen as the 0° orientation, and the core is marked 

along that axis at the desired measurement intervals. The first point to be measured should be 

marked to coincide with when a section of the core with intact surface just covers the sensing 

electrode completely. 

It is important to minimise the altering of the device response due to geometric changes. The 

implication for the accurate measurement of a number of samples is that they should all be fed 

through the capacitor in as similar a fashion as possible, that is, they should be inserted from the 

same side, they should be pushed gently without forcing them , and any section of the core far from 

the box should be supported from below to prevent torque from distorting the cylindrical shape of 

the electrode. Also, one of the reference samples should be used as a spacer between measurements 

of cores to prevent the electrodes from collapsing (and possibly becoming damaged). Teflon is 

recommended for this purpose due to its extremely low friction coefficient. 

The MATLAB script measure. m may be used repeatedly for the measurement of all the rock cores 

to be characterised. 

4. Immediately after the measurement of the rock cores, the post-characterisation of the device should 

take place. The procedure followed is identical to the pre-characterisation described in Point 3. 

The data from the two characterisations is combined to estimate the uncertainty of the relevant 

input arguments for the calibration. 

5. Once all the data has been gathered, and each input argument for the calibration can be assigned 

an expected value and an uncertainty, the calibration may be conducted . The MATLAB script 

rneasur·e. m may used for the calibration of an individual measurement, but, since the four orientation 

measurements are often combined, the user-modified script process_ data . m is perhaps more suitable 

in most cases. This script simply automates the calibration of the four orientations' data sets, 

combining them and presenting the relevant output data in an easily digestible form. The analysis 

of the data must of course always be done on an individual basis, taking into account the geological 

scenario and core sample set available. 
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Appendix B 

Parallel Plate Sample Preparation 

T he need exists for a simple method of preparing samples for accurate measurement with the parallel 

plate capacitor developed as part of this disser tation. The dominant criteria for a suitable sample are 

that it be of a suitable thickness and have fiat and parallel sides. A method for preparing hard rock 

slices, with thicknesses above about 2 mm and a variation of less than 20 micrometres in that thickness, 

is described here. The preparation of plastic slices is also discussed . 

B.l Hard Rock Samples 

T he stages involved in the preparation of an accurate sample are shown photographically in Figure B.l. 

A lathe with an angle grinder attachment is used to cut and smooth the rock slices with a diamond blade. 

T he first step, shown in Figure B.l (a) , is t he removal of the inevitably rough core sample end to create 

the fi rst smooth surface. T he core sample is gripped tightly by the lathe's chuck - if it is too long to 

be held stably, a support ing attachment which allows free rotation of the sample may be used. Should 

it be necessary, t he freshly exposed end can then be smoothed fur t her as shown in Figure B.l (b): t he 

blade is held at the same angle relative to the core , and it is passed along the surface. Particularly in 

t he smoothing steps, rot ating the lathe chuck fairly slowly in a direction counter to the diamond blade's 

much faster rotation yields the best results. 

The next step is to cut off the slice, as shown in Figure B.l(c) . The slice should init ially be cut 

slight ly too thick, since some more rock is lost in the smoothing of the second surface. The slight raised 

section in t he slice centre must now be removed. A special holder for the slices may easily be fas hioned 

fro m brass or aluminium1
. It is essentially a short staggered tube, cut along one side so that gap in the 

circle is formed. T he already smoothed side of the slice is placed flush against t he narrower section of t he 

holder , and t he t ightening of the lathe chuck holds the sample in place by closing the slight longitudinal 

gap and thus pressing against the edges of t he slice . 

Once the sample is held in this way t he second side may be smoothed similarly to the fi rst, as shown 

in Figure B.l (d ). If required , the sample may be inverted and smoothed on the other side again. 

T he relaying of some practical experiences in the construction and use of t he holder may be beneficial. 

After initial machining of t he sample holder, a longit udinal cut is made to facilitate the gripping of the 

slice . This cut may lead to a slight deformation of the holder , necessitating a re-machining of the surfaces 

against which the sample rests in part icular . It was also found that aligning the holder in t he chuck 

ident ically when smoothing t he opposing sides led to better results . 

lThe use of p last ic is not recommended s ince it is more eas ily da maged , leading to t he s lice not being he ld equa lly 
paralle l to t he b lade in t he smoothing process. 
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(a) (b) 

(c) (d) 

Figure B .1: Four stages are involved in the accurate preparation of hard rock slices 
for measurement with a parallel plate capacitor. (a) The rough end of the core 
sample is removed. (b) If necessary, t he exposed end is smoothed. (c) A slice is 
cut . (d) The slice is inverted , placed in a custom holder, and the other side is 
smoothed. 
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B.2 Plastic Samples 

A slightly different approach is required in the preparation of plastic samples. The preparing of the 

fi rst surface and cutting of the slice is similar to the hard rock case, the difference being that a simple 

machining bit replaces the angle grinder. If the plastic slice is pressed by the sample holder, though, it 

deforms slightly. If smoothed in this state, a noticeable concavity results upon release of the slice from the 

holder: the slice is thinner in the centre than at the edges. A satisfactory way of avoiding this problem is 

to first smooth the first surface and cut the slice, as before, then to re-prepare the surface of the plastic 

rod still held in the lathe. Using double-sided adhesive tape, the slice is now stuck tightly to this new 

surface by its already smooth surface. The slice's second surface may now be prepared. This method 

yields samples with a tolerance similar to the rock samples, typically of better than a 20 micrometre 

variation in the sample thickness. 
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Appendix C 

The Artificial Dielectric 

The calibration of the cylindrical capacitor by the method described in Section 5.2 .1 involves the use of 

three reference standards with known dielectric properties. The materials should be chosen so that their 

property range corresponds as well as possible to the projected range of properties of the rock samples to 

be measured. Two factors constrain ones choices: firstly, a limited selection of suitable standard materials 

(lossy materials in particular are difficult to obtain - this problem was also experienced by Wilhelms [28, 

p. 82]) is available, and , secondly, the range of rock properties is difficult to predict due to the general 

lack of measurement results available in the frequency range of interest . 

Ideal for t his study would be three materials having a low , medium and high combinations of fr and 

tan o respectively. The terms 'medium' and 'high ' are relative to the projected rock property range, which 

is taken here as 1 :S fr :S 25 and 0.001 :S tan o :S 0.5. Well-characterised lossy materials are particularly 

difficult to acquire, but PVDF [73], having a permittivity of about 6 and a loss tangent of about 0.2 in t he 

freq uency range of interest, proves useful. While having a reasonably 'high ' loss tangent, its permittivity 

is decidedly 'medium' in relation to the proj ected property range. The problems associated with finding 

suitable materials make the option of an artificial dielectric very attractive. 

The aim of increasing the effective (perceived) dielectric constant may be accomplished by the con

centric layering of different materials. This was discussed by Wilhelms, who used conducting cylinders of 

differing diameters centred in his air-filled capacitor to provide a range of predictable capacitance values 

which can otherwise be seen as effective dielectric constants [28]1. 

The analytical solution for the capacitance of a cylindrical capacitor , of the type discussed in this 

dissertation, containing concentrically layered dielectrics was solved formally by Wilhelms [28] . The 

relatively simple two-layer approach is a subset of t he complete solution which finds application here. 

Consider a cylindrical capacitor containing two concentrically layered materials having outer radii b and 

a as shown in Figure C.l. The total effective dielectric constant may be altered by varying the relation 

of the radii v = b/ a or by changing the individual materials' properties. Implementation of Wilhelms' 

two-layer solution allows the investigation of the range of effective dielectric constants achievable using 

available materials like Teflon and PVDF. The result is that it is possible to simulate a material with a 

high permittivity or with a high loss tangent , but not both. Combining Teflon and PVDF does not give 

much of an improvement over plain PVDF. 

Another option is available if the loss tangent of PVDF is deemed acceptable: the perceived permit

tivity may be increased by inserting a conducting centre cylinder. Practically attainable ratios of b to a 

allow an increase in fr of a factor of about 2- 3. In this conducting centre case, a coaxial capacitor ap

proximation yields acceptable results for the capacitance for quite a large range of v. This more intuitive 

approach is described here for its ease of implementation. 

Again consider the configuration shown in Figure C.1, but this time with a conducting centre cylinder. 

1This is a na logue to the parallel plate art ificial die lectric consisting of a cubic a rray of conducting spheres [47]. 
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Figure C. l: Schematic plane view of the cylindrical capacitor containing a centred 
conducting core. 

T he upper and lower electrodes are given equal yet opposite potentials. The assumption that all gaps 

are infinitesimal is a valid one for ratios of v ~ 1, since the field region adjacent to the sensing electrode 

is not influenced by t he side gap fields. The smaller t he arc of the sensing electrode, the fur ther v can 

be from 1 while the approximation remains valid. A plane of electrical symmetry exists in the plane 

separating the feed and guard electrodes. Each half-cylindrical capacitor can be approximated as half of 

a full coaxial capacitor having a capacitance of C = ~ ~n(~·) [F / m] [42]. The total capacitance of the two 

capacitors in series is half again of this capacitance. Assuming an even normal field distribution in the 

ent ire gap, t he proportion of the field in the sensing electrode region results in a total capacitance (per 

metre) of 

C = ~~¢o 
4 ln(b/a) 1r 

(C.1) 

T his expression matches Wilhelms ' full solution and a numerical method of moments solution for a 

vacuum filled capacitor extremely well over a large range of v. 

The effective permittivity is increased but the loss t angent remains constant. This is to be expected 

as the actual properties of materials used remain the same, only the geometry and thus the vacuum 

capacitance is changed. If the total capacitance is written as C = C0E,.(1 - j tan b), and its admittance as 

Y = j wC , it is clear that the loss tangent , tan5 = - Im{Y} / Re{Y} cannot change if only Co is altered. 

T he effective permittivity, though, becomes C0 E,. and thus appears different. 

A number of the artificial dielectrics, const ructed using PVDF and brass centre conductors , are shown 

in Figure C.2 . 
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Figure C.2: Some artificial dielectrics. 
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Appendix D 

MATLAB Scripts 

This Appendix contains the MATLAB scripts created during the study. All scripts are fully documented 

to facil itate ease of use. The script measure. m, starting on page 126, is used to conduct all the measure

ments described in this dissertation . For the calibration of cylindrical and parallel plate measurements, 

it calls cyl_calibrate. m (page 130) and pp_calibrate. m (page 132). The script process_cyl_data. m (page 

133) is used to process the measured data - it calls the cylindrical calibration in measure. m. Finally, 

geometry. m (page 134) is used for the electrode layout. Many of the smaller function files called by the 

scripts listed here are not included explicitly. They are available on request from the author. 

D.l measure.m 

'l. -------------------------- 'l. 
'/, ----- Introduction ----- '/, 
'l. ---------- ----- -----------1. 
'l. 
'l. This script is used to conduct the measurement of a rock sample using the 
'l. cylindrical probe and LCR meter. The layout is designed to guide the user 
'1. through the entire measure ment p r ocess in five steps : 

1. 
1. 
'l. 
'l. 
'l. 
'l. 
'l. 
'l. 
'l. 
'l. 

1. Characterisation of the standard materials using the parallel plate 
capacitor. 

2. Pre-characterisation o! the cylindrical capac i tor . 
3. Measurement of the KUT. 
4. Post-characterisation of the cylindrical capacitor. 
5. Calibration o f the measured data to yield the rock properties of 

in t erest: complex diele c tric constant, attenuation and propagation 
velocity. 

"!. The COI!Illlenting in the script is thorough, and is i n tended as a form of 
"!. documentation for the measure~nen t process, co~nple~nentary to the 
"!. measurement procedure descript ion in Appendix X. 
'l. 
'l. Har e Ruetschlin , 29 Febr uary 2004 

'l. ---------------- -- --- - ---- 'l. 
'l. - ---- Action Setup ----- "!. 
'l. ----------------- --------- 'l. 
'l. 
'l. The five possible actions described above are now (de)activated by 
'l. setting their respec tive enabling variables to (0) 1 . They must 
'l. be done in order, although step 3, the KUT 111easurement, may be conducted 
'l. repeatedly before continuing to steps 4 and 5 should the measurement 
'l. of a nu111ber of !llaterials be required. 

do_parallel_plate_measurement • 0; 
do_pre_characterisation • 0 ; 
do_!lleasurement • 0 ; 
do_post_characterisation • 0 ; 
do_calibratlon • 0; 

"!. The user may specify the filenames us ed in the cal i bration externally by 
"!. setting this variable to 1. 
external_filename_specification • 0; 

'l. Some of the measurement types requi re certain actions to have been 
"!. co~npleted or specific files to exist. Should a check for these be 
"!. negative , the user will be pro111pted to perform the necessary steps. The 
i'. precise details can be found i n the introductory CODllllentary to each 
I. section. 

I. Some settings may require manual (de)selection in the relevant 
f. section - the user should familiarise her /himself \lith them before 
'l. performi ng the measurement. 

'l. ---------------------------------1. 
I. ----- Miscellaneous Setup ----- I. 

'l. ------ - --------------- - -- -- - ----- 'l. 

'l. Frequency poi nts at ;;hich measurements are to be conducted. If the 
I. variable already exists, it won't be modified. 
if -exist(' freq') 

freq • [1 3 51015 20 25]' •le6; 
ond 

I. FILENAMES - these are important as they are used in the calibration. 
it - external_f ilename _specif ication 

ond 

I. Paral le l plate data files. It the substrate is being measured, label it 
'/,as ' subs' when prompted for a descriptor - it wil l then be saved in the 
'/, refere nce file for t he cylindrical calibrat ion. 

'/, Data f r om single parallel plate measurement. 
pp_save_fname • ( 'pp_data _ ' date '.mat'] ; 
i'. Reference material properties for calibrat ion. 
ref_save_fname • 'ref_save.mat'; 

'l. Repeatabi lity data f or cylinder character i sation. The filename must 
I. contain either 'before' or 'after' , and have the S811le format o therv i se . 
save_fname_rep • 'repdata _before.mat': 

I. Cylindrical measured data 
'/,cyl_save_fn811le • ( 'cyl_data_' date ' . mat '] ; 
cyl_save_fname • •cyldata. mat'; 

'/, -- ------- ----------- Initialise Files -- ------------------------ I. 
I. Init i alize all the tiles if they don't exist : 
if exist('backup.mat', 'file')-. 2 

save backup freq; 
ond 
if exist (eval ( 'cyl _save_fn811le') , 'tile') - . 2 

eval ( ['save ' cyl_save_ fn811le ' freq; '] ) ; 
ond 

'l. -------------- ------ ------------------- - - - ----- -- - - - - - ---------- 'l. 

'/, Calibrated material properties 
'/.cel_matprop_fn811le • ('matprop_' date '.mat ' ]; 
cal_matprop_fname • 'caldata .mat' ; 

'/. ST RING designation of HATERIAL to be calibrated - the variable 
'/, Z_cal _mat_str must be in the tile cyl_save_!n811le. 
it do_calibrat ion 

cal_mat _s tr • mat _str; 
ond 

'l. ---------------------------------------------------------------- ---------1. 
I. ----------- - ----- Parallel Plate Measurement ----------------------------"!. 
'l. ------------------------------- --------- ---------------------------------1. 

if do_parallel_plate_measurement 
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'/.This section can be used either for the measurement of any prepared 
'/. KUT sample, but is also specifically designed f or the charaterisation of 

'1. the standard materials used in the cylindrical c apacitor characterisation 
'1. and calibration. The difference in the latter case is that the user is 
'/. prompted for the two reference materials used as standards in the 

'/.cylindrical calibration. These materials' propertie s are then saved in a 
'/, .mat file used in the cylindrical calibration. 

measure_single • 1; 

measure_standards • 0; 
only_ca1ibrate • 0 ; '/. It calibration vith exist ing data is desired. 

'/,In either case , the measurement sequence is initiated by the measurement 
'/. of an OPEN and SHORT standard. This should be done once pe r measuring 
'/.session - it the variables 'Z_open' and Z_short' are not present, it will 

'!. be assumed that these measurements have not been performed yet and they 
'!. will be. 

'/. The number of repetitions for each measurement can be changed by setting 
'!. 'num_reps'. The default is 5; using less is not recoll'llllended but using 

'!. more may result in a more accurate measurement . 

num_reps • 5; 

if - only_calibrate 

'!. For display purposes: 
if num_reps > 1 

meas_str • 'measurements'; else meas_str • 'measurement'; 

ond 

'l. --------------- - -------------------------- ----------- --- - ------ - 'l. 
'/.First, open LCR. meter link and adjust its settings if required. 
lcr • openlcr; '1. opens link 
if ·exist('sett ings _d one') 

LCR_setup(lcr) ; '!. performs setup - see 'LCR_setup.m ' for opt ions 
settings_done • 1; 

end 

'l. ------------- - ------ ------ - ---------------- - ------ -------------- 'l. 
'!. Now, conduct OPEN and SHORT measurement sequences. 
if -exist('Z_open') 

ond 

disp( '-------------- - --- - ------- -- -- --- - - - - ---' ); 

disp( ('Conducting ' num2str(num_reps) ' OPEN ' meas _str ' ']); 
'!. Conduct measurement - for options consult 'LCR._measure 'm'. 
[Cp_open, D_open) - LCR._measure(lcr , 'meas _rep ', 'multer' ,. 

'nwn_meas', num_reps); 
Z_open .. cpd2z(Cp_open , D_open, treq); 
save backup freq Z_open -append; '/. backup save 

if -exist('Z_short') 

end 

disp( '----------- ------------------------ -----'); 

disp( ['Conducting ' num2str(nwn_reps) ' SHORT ' meas_str '. '] ); 

'/. Conduct measurement - for options consult 'LCR_measure'm'. 
[Cp_short , D_short] • LCR._measure(lcr , 'meas_rep', 'multer ' , . 

'num_meas' , num_reps); 

Z_sbort • cpd2z(Cp_short, D_short , freq); 
save backup freq Z_short -append; '/. backup save 

'l. ----------------- - ------ --- - ---------------- - - - ----- ----------- - 'l. 
'/. Now we must either conduct a single measurement or measure all the 

'!. standards. 

if measure_single 

disp{ ' - - -- - -- - - -- ------------ ----- - -----------'); 
disp( 'Conducting single material measurement.'); 
disp{ '- ----------- ------ ----------------- - ---- '); 

mat_str .. input( 'Please enter material descriptor: '); 
d_dut ( 1) • input ( 'Please enter maximum thickness of sample [IMl) : '); 
d _dut(2)- input('Please enter minimum thickness of sample [IMl]: '); 

eval(['d_dut _ ' ma t_str' • d_dut/le3;']); '/.convert from1111!1 tom 
disp( '------ - ---------------------------- -- - ----------'); 

disp( ['Conducting ' num2str(nwn_reps) ' ' meas_str ' of ''' 
mat_str "'. ']) ; 

'!. conduct measurement 
(Cp , D) .. LCR_measure(lcr, ' meas_rep', 'multer',. 

'num_meas', num_reps); 
eval(['Z_' mat _str ' • cpd2z(Cp, D, freq) ; ']); 
eval ( ['save backup Z_' mat_str ' - append; ']); '!. backup save 

'/. air measurement 
disp( '------------------------------------ ---- ' ): 

disp( 'Please set space r s and remove sample.'); 
disp(['Conducting ' num2str(num_reps) 'air' meas _str '.']); 
[Cp , D) .. LCR_measure(lcr, 'meas_rep' , 'multer',. 

'num_meas', num_reps) ; 
eval ( [' Z_air _' mat _str ' • cpd2z(Cp, D, freq); ')); 
eval ( ('save backup z_air _ ' mat_str ' -append; ']); '!. back up save 
clear Cp D d_dut; 

elseif measure_standards 
disp( '------------------ - ----------- ----- - ----'): 

disp( 'Conducting reference material measurements.'): 
disp( '------------------ - ------- - - -- - -- ---- - --'); 

'/. --- 1st reference material --- '1. 
disp( '------------------------------------- ---'); 

disp( 'Please insert 1st reference material.'); 
d_dut(l) • input( 'Please enter maximum thickness of sample [IMl] : '); 
d _dut(2) .. input( 'Please enter minimum thickness of sample [IMl]: '); 

d_dut_refl - d_dut/le3; '/. convert from IMl to m 
disp( •----------------------------- - ------------ --- ---'); 

disp(('Conducting ' num2str(num_reps ) ' ' meas _str. 
' of 1st reference material. ' ]) ; 

'!. conduct measurement 
(Cp , D) • LCR._measure(lcr, 'meas_rep', 'multer', 

'num_meas' , num_reps); 
Z_pp_refl - cpd2z(Cp, D, fre q); 
save backup Z_pp_ refl d_dut_refl - append; '/.backup save 

'1. air measurement 
disp( •------------------ --- --- - ---------------'); 
disp( 'Please set spacers and remove sample.'); 
disp( ['Conducting ' nwn2str(num_reps) ' air ' mea s_s tr '. '] ); 

end 
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end 

end 

(Cp, D) • LCR_measure(lcr, 'meas_rep', 'multer' ,. 
' num_meas' , num_reps); 

Z_air_pp_refl • cpd2z(Cp, D, freq); 
save backup Z_ai r _pp_ref 1 -append; '!. backup save 

clear Cp D d_dut; 

'/, --- 2nd reference material - -- '/. 
disp( '-------------- - ------- - -----------------') ; 

disp( 'Please insert 2nd reference material.') ; 

d _dut ( 1) • input( 'Please enter maximum thickness of sample (m.m] : '); 
d_dut(2) • input{'Please enter minimum thickness of sample [m.m]: '); 
d_dut_ref2 • d_dut/1e3; '!. convert from 111111 to m 

disp( '---------- ------------- ----------------- - ------- '); 
disp( ['Conducting ' num2str(num_reps) ' ' meas_str. 

' of 1st reference material.']); 

'/. conduct measurement 
[Cp, D) • LCR_measure(lcr, 'meas_re p' , 'multer',. 

'num_meas', nwn_reps); 
Z_pp_ref2 • cpd2z(Cp, D, treq); 

save backup Z_pp_ref2 d_dut_ref2 -append; '!. backup save 

'!. ai r measurement 

d isp ( •---- -- - - ---- - - ------- --- - ---------------'); 
disp( 'Please set spacers and remove sample.'); 
disp( ['Conducting ' nwn2str(num_reps) ' air ' meas_str '. •]); 

(Cp, D) - LCR._measure(lcr, 'meas_rep', 'multer' ,. 
' num_meas', nwn_reps); 

Z_air_pp_ref2 - cpd2z(Cp , D, freq) ; 
save backup Z_air_pp_ref2 -append ; '!. backup save 
clear Cp D d _dut; 

'l. ------ - ------------------------- ------------------ - ----------- - - 'l. 
'!. Close the 1 ink to the LCR meter: 
closelcr(lcr); 

'l. ------ -- - - ------------- --------------------- --------------------- - - 'l. 
'/, Finally, the CALIBRATION to obtain the material properties or the 
'/,measured materials is performed using the function 'PP_calibrate.m'. 

'1. Again, either the material properties of the single material are 
'/. calculated it measure_single • 1, or those of the reference 
'/.materials. In either case , the properties are saved in the filename 

'1. specified above. 

'l. 
'!. A figure of the resulting properties vith errorbars denoting the 
'!. standard deviations of the measurements is produced. Hake sure that 
'/, the variables exis t in the workspace! 

if exist('Z_short') .t exist('Z_open ' ) 

ond 

if measure_single '/. in this case Z_mat_str must exist 
eval ( [' [epsr _' mat_str ' , tand_ ' mat_str. 

' , epsr_err_' mat_str ', tand_err_' mat_str '] • ' . . 
'PP _calibrate (Z_open, Z_short, z_' mat_str. 

' , Z_air _' mat_str ' , d _dut_ ' mat_str ' , freq); ']) ; 
'!. If substrate is being measured, store data in correct format. 
if mat_str( 1 :4) •• 'subs' 

end 

depsr _subs .. epsr _err _subs; dtand_subs • tand_err _subs; 
eval(['save 'ref_save_fname ' Z• •epsr_subs •tand_subs ' 

' -append ;')); 

'/, Sa ve that data: 

eval([ 'save 'pp_save_fname' •epsr • • tand • -append;']); 
elseif measure _s tandards '/. in this case Zrefl and Zref2 exist 

[epsrl , tandl, depsrl, dtandl] • 

end 

PP_calibrate(Z_open, Z_short, Z_pp_refl, Z_air_pp_refl, 
d_dut_refl, freq); 

(epsr2, tand2, depsr2, dtand2] • . 

PP _calibrate(Z_open, Z_short , Z_pp_ref 2 , Z_air _pp_re t2, 
d_dut_ref2, freq); 

'/. Save that data: 
eval(['save 'ref_save_ fnazne ' Z• • epsr • •tand• -append;')); 

'l. ------------------------- ---------- - ------ ---------------------- - -- 'l. 
'!. And plot the results. 

if measure_single '/. in this case Z_mat _str must exist 
figure; 
subplot(2,l,l); bold on; grid; 
eval({'errorbar(freq/le6 , epsr_' mat_str. 

', epsr_err_' mat_str ', epsr_err_• mat_str ''k-s ''); ']); 
ylabel ( '\eps ilon_r ' ); 
title(['Heasured properties of ' num2str(num_reps). 

' samples of ' ' ' strrep(mat _str, '_', '-') - ' date]) ; 
subplot (2,1,2); hold on; grid on ; 
eval({'errorbar(freq/le6, tand_' mat_str. 

', tand_err_ • mat_str ', tand_err_• mat_str ', ''k-s''); ')); 
ylabel('tan\delta'); xlabel('frequency [HHz] '); 

elseit measure_standards '1. in thi s case Zrefl and Zref2 exist 

figure; '/. 1st reference mater ial 

end 

subplot(2,1,1); bold on; grid; 

errorbar(treq/le6 , epsrl, depsrl, depsrl, 'k-s'); 
ylabel ( '\epsilon_r') ; 
title(['Heasured properties of 'num2s tr ( num_reps). 

' samples of 1st reference material - ' date]); 
subplot(2, 1, 2); hold on; grid on; 
errorbar(freq/le6 , tandl, dtandl, dtandl, 'k- s'); 
ylabel ( 'tan\delta') ; xlabel ('frequency [HHz] ') ; 

figure ; '/. 2nd reference material 
subplot (2, 1, 1); hold on; grid; 
errorbar(freq/le6 , epsr2, depsr2, depsr2, 'k-s'); 
ylabel ( '\epsilon_r'); 
title(['Heasured properties of 'num2str(num_reps). 

' samples of 2nd reference material - ' date]); 
subplot(2, 1, 2); hold on; grid on; 
errorbar(freq/1e6, tand2, dtand2, dtand2, 'k-s'); 
ylabel ( 'tan\del ta'); 
xlabel ('frequency [HHz] ') ; 
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'l. --------------------------------------------- --- --------- ----------------% 
'!. ------------- ----- Pre-cbarac terisat ion ------ ------------ ------------ ---7. 
'l. ------------------- ------------------------------- ---- ------ -- ------- ----% 

if do_pre _characterisation 

'/. This sect i on performs the pre-characterisation measure!llent o f the 
'/. cylindrical probe. This involves the measurement of the three 

7. re ference samples , consist i ng of the t1.10 lll&te r ials measured by the 
'l. parallel pl a te and an artificial dielectric constructed from the 2nd 
'!. reference material , and a specifiable number of rock samples. 
'/. Heasurement s are conducted using 'LCR_measure. m' , and the 
!. pre -characterisation data is saved in t he speci fied f ile so that it 

I. can be loaded later when the c alibration is done. 

nwn_rock_samples • 2; '!. no. of rock samples used as repeatability tests 
num_reps • 5; '/,default number of repetitions -

'/. agai n, don't use less than 5 

1. The geometry of the device mus t be entered manually here as wel l: 

geometry.! • 20e-3; 
geometry.pb iO • 100; 
geometr y.g • 0.15e-3; 
geometry . d_subs - 0 .05e-3 ; 
geometry.R_nom • 41 .7e-3/2; 
geometry.R_core • 41. 7e-3/2; 

'/, centre electrode length 
'/, nomi nal centre electrode arc coverage 
1. guard-centre gap 
'!. thickness o f substrate 
'/, nominal radius of standards 
'!. actual radius of core being measured 

'!. Artificial diel ectric dimensions. 
geometry. b_artdiel • 41 . 7e-3/2; '!. outer r adius 
geometry.a_artdiel • 27.8e-3/2; '!.inner (conduc tor) radius 

1. Chec k that filename is correct - it must contain 'after': 
if isempty( findstr(save_fname_rep , 'before')) 

save_fname_rep • strrep(save_fname _re p, 'after ' , 'before '); 

clear Cp D Z; 
if exist(eval ( 'save_fname_rep' ), 'file ' ) 

save_fname_rep • input ( (' File ' ' ' save _fname_rep. 
' ' ' already exists , please enter alternative file name: ')); 

eval(('save ' s ave_fname_rep ' Cp• D• Z• mstr• num_rep_samples geometry' )); 
else 

eval(['save ' save _fname _rep ' Cp• D• Z• mstr• num_rep_samples geometry')); 
end 

'l. -------------------- ----------------- -------- - - ------- ---------------- 'l. 
'!.Plot the results to give an immediate idea o f how the test went. 
plotstyle • [' brkgcmy') ; 
mstr • ''; 
f igure; 
subplot(2, 1, 1); hold on; grid on; 
for n • l:num_rep_samples 

eval (( 'h' num2str (n) ' • errorbar(f r eq/ 1e6, mean(Cp_mstr' num2str (n). 
' ' ') ' ', mean(Cp_mstr ' num2str(n) '' ') ' '-min {Cp_mstr' num2str(n) . 
' ' ') ' ', max (Cp _mstr' num2str (n) '' ') ' ' -mean{Cp_mstr' num2str(n) . 
'' ')' ', plotstyle(n)); ')); 

eval(('h(n) • h ' num2str(n) '(1);']); 
eval(('mstr • s trvcat (mstr, mstr' num2str (n) ') ;')); 

end 
ylabel('Cp' ); 

title(['repeatability of' num2str(num_rep_samples) 'samples, measured'. 
num2str(num_reps) ' times']) ; 

subplot(2,1,2); hold on; gr i d on; 
for n • 1: num_rep_samples 

•nd 

eval( ('errorbar( freq/le6 , mean (D_mstr ' num2str ( n ) '' ') ' ' , mean (D_mstr '. 
num2str(n) '• ')' '-min(D_mstr' num2str (n) ' ' ')' • , max(D_mstr'. 
num2str(n) '' ')' ' -mean (D_ mstr' num2str(n) '' ')'' , plotstyle(n)); •)) ; 

xlabel ( ' f requency [MHz] ') ; ylabel ( 'D') ; 
l egend (h , mstr) ; 

e nd end 

'/, For display purpos es: '!. ------- --------------------- - - - - - ---- ---- - - ---------------- -- - - -------- - -'/, 
if num_reps > 1 

meas_str • 'measurements' ; else meas_str • 'measure111ent'; 
•nd 

'l. ---------------- ----------------- - ------------ ---- ------- - ---- - - 'l. 
'!.First , open LCR meter link and adjust its settings if required. 
lcr • ope nlcr ; '!. opens link 
it -exist ( 'settings_done') 

LCR_setup(lcr) ; 'l. perfonns setup - consult 'LCR_setup.m' for options 
settings_done • 1; 

end 

'l. ----------------------------- ------ ------------------------------- 'l. 
'!. Perfonn the pre-characterisation measurements. The f irst set is done 
'l. in order, firs t using the 3 referenc e mate rials, then the rock 
'!.samples. For the remain ing sets, t he measurement order is randomised. 

'/, add the three references to the r ock samples 
num_rep_samples • nwn_rock_sampl es + 3; 

rep_order • 1: num_rep_samples ; 
'/, loop for c ycles of rep . measurements 
disp( '----------------- ------------------------- - ----------------- - - - - - - ---' ); 
disp( ['Will now conduct ' num2str(num_reps) ' measurement sets of ' 

num2str(num_rep_samples) ' repeatability samples. The firs t three' 
' samples should be the three standard materials, with material 3' 
' the artificial dielectric constructed using material 2. Fo llowing' 
' a first set of measurements, during which the user will be' 
' prompted for mater ial descriptors , the or der is randomised for the' 
' re111aining ' num2st r(num_reps- 1) ' sets. ']} ; 

disp ( '------------------------- ------ --------------------------------------- ' ); 
form • l:num_reps 

•nd 

'/, loop for number of rep. measurements i n each cycle 
disp( •--------------------------------------- - --- - ---- - --------------- --'); 
disp(['Repeatability measurements seque nce no. 'nwn2str(m). 

'of' num2str(num_reps ) '.')); 

disp( •---------- - - --- ---------------------------------'} : 
tor n • 1 :num_rep_samples 

if Ill •• 1 

•nd 

e l se 

end 

if n •• 1 I 2 I 3 
disp(['Th is should be repeatability sample no. ' num2str(n)]); 

• nd 
e val( ( 'mstr' num2str(n) ' • input( ( ''Enter descriptor f or' 

' repeatability sample no. '' num2str (n) ''. · '']); ']); 
'/, get core diame ter 
eval(['R_core_' eval(['mstr' num2str(n) ] ). 

' • i nput( '' Enter dill!l'leter of sample [mm]: '') ;') ); 
'!. convert to m 
eval(['R_core _• e val ([' ms tr' num2s tr(n)]) . 

'• R_core_• eval(['mstr' num2str(n})} '/2e3;']); 

eval( [ ' d isp( [' 'P lease insert '. 
eval ( ( 'mstr' num2str(rep_order (n))]) s ample. ' ']}; ' ]) ; 

'!. conduct measurement 
(Cp, D) .. LCR_me asure(lcr , 'meas _rep' , 'multer' , 'num_meas•, 1); 
Z • cpd2z(Cp, D, freq); 
eval ( [ 'Cp_ mstr ' num2str( rep_order(n)). 

' {: ,m ) • Cp; D_mstr' num2str{rep_order(n )) ' (: , m) .. D;']); 
eval(('Z_mstr' num2str( rep_order(n)) '(: ,m) • Z;']); 

'l. randomize orde r ot next series of samples 
rep_order _ol d • rep_order; 
rep_order • randpenn ( num_rep_samples); 
"J. next set 1s t sample must not • last o f previous 
if rep_ord e r ( 1) ... rep_order_old(num_rep_samples ) 

rep_ order • randperm ( num_rep_samples); 

•nd 
clear rep_order_old; 

'l. --------- -------------- ----------------------------------------------- 'l. 
'l. Close the link to the LCR meter: 
closelc r (lc r); 

'l. ---------- - - ---- ----- -- - -- --- - - --------- -- ---------------- ------------ 'l. 
'/, Save t h e data 

'!. -- - - --- ----- - ----- Sample Measuremen t ----------------- - - ----------------'!. 
'l. --------- ------ --------------------- --------------------- ----------------% 

if do_measurement 

•nd 

'l. This section performs the measurement along a single sample. The 
'/, sampl e should always be passed through the cylinder gently, without 
'/, exerting any unnecessary pressure on the device . Measurement should 
1. commence and cease whil e an unbroken section of the sample completely 
'/,covers the centre electr ode . Data is saved in the s pecified filename. 

'l. - ---------------------------------- -------------------------------- 'l. 
'!.First , open LCR meter link and adjust its sett ings if required. 
l cr • openlcr; '!. ope ns link 
if -exist (' settings_done') 

end 

LCR_setup(l c r ); '!. performs setup - consul t 'LCR_setup.m ' for options 
settings_done • 1: 

'l. ------ ------------------ --- - ------ ---------------- ------------- - -- - 'l. 
'!. Commence 111easurement. 
disp( ' - ----------------------------------- - --- ------------------------ '); 
disp ( ' Measuring along a s ingle sample.'); 
mat_st r • input (' Please ente r material descr iptor: ') ; 
geometry .R_core • input( 'Please e nter diameter o f core (llllll]: '); 
eval(('geometry.R_core _• mat_str ' • geometry.R_core /1e3; ' ]); 
'/, perform repeated measurement 
[Cp , D) .. LCR_measure(lcr , 'meas_rep', 'multip' ); 
Z • cpd2z (Cp, 0 , freq) ; 
1. save data 
if eval( ('ex ist( "Cp_ ' mat _str '") ' ]) •• 1 

else 

end 

eval ( ( 'Cp_ ' mat _str ' • [Cp_' mat_str ' , Cp] ; ')); 
eval( [ 'D_' mat_str ' • [D_' mat_str ' , D);')); 
eval(('Z_' 111at_st r '• [Z_' mat_str ' , Z);']); 

eval(('Cp_' mat _str '• Cp; D_' mat_str '• D; z_• mat_st r '• Z;']); 

'l. -------------------- - - -------- -------- - - - -- - - -------------- ----------- 'l. 
1. Close the link to the LCR meter: 
closelcr(lcr); 

'l. ---- - - - --------------- - ----------------- - ----------------------------- 'l. 
'!. Save the data. 
eval ( ['save ' cyl_save _fname ' Z• Cp • D• -append: ')) ; 

'l. ----- --- ------ ----------- --------- ----- --------- ---------------------------% 
'!. --------------- - Pos t-characterisation ----------- - - ----------------------- "J. 
'l. ------------------------- --------------- -------- ---------------------------% 

if do_post_characterisation 

128 

'l. This section performs the post -characterisation measurement of the 
'l. cyl indr ical probe. This invol ves the measurement of the three 
'!. reference samples , consist ing of the two materials measured by the 
'/, parallel plate and an artif icial dielectric constructed fr om the 2nd 
'!.reference material , and a specifiable number of rock samples. 
'!. Measurement s are conducted using ' LCR_measure.m' , and the 
'!. post-characterisation data is saved in the specified file so that it 
i'. can be loaded l ater when the cal i bration is done. The geo111e try has 
'!. al read y been saved i n the pre-characterisation data file . 

num_rock_samples • 1; 

num_reps • 5; 

'l. number o! rock samples used as repeat ability tests -
'!. must be same as for pre-characterisation 
'!. defaul t number of repet itions - again, don't use less 

'l. Check that filename is correct - it must contain 'after': 
if isempty(findstr(save_fname_rep, 'af ter ')) 

save_fname_rep • strrep(save_fname_rep, 'be fore', 'after'); 
•nd 
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i. For d isplay purposes: 
if num_reps > 1 

meas_str • ' measurements ' ; else meas_str • 'measurement'; 
ond 

;. -----------------------:----------------- - ---------------------------- % 
'/, First, open LCR meter llnk and ad just its settings if required. 
lcr • openlcr; "J. opens link 
if -exist('settings_done') 

ond 

LCR_setup(lcr); "J. performs setup - consult 'LCR_setup.m' for options 
settings_done • 1; 

'l. ---------------------------------------------------------------------- % 
'1. Perform the pre-characterisation measurements. The first set is done • 
'1. i n order , first using the 3 refere nce material s , t hen the rock 
'1. samples. For the rema ining sets, t he measurement order is randomised. 

"1. add the three references to the rock samples 
num_rep_ s amples • num_roc k_sa.mples + 3; 

rep_orde r • 1 :num_rep_samples; 
"1. l oop for cycles of rep . measure111ents 
disp( · - ----------------------------------------------- --------------------- '). 

disp( [''Will now conduct ' num2str(num_ reps ) ' measurement sets of ' . . ' 
num2str(num_rep_samples ) ' repeatability samples. The first three ' 
' samples should be the three standard materials, ~o~ ith material 3' 
' the artificial dielectric const ructed using material 2. Follo~o~ing' 

' a first set of measurements, during which the user 11 ill be • 
' prompted for material des c riptors, the order is randomised for the • 
' remaining 'num2str(num_reps-1) ' sets.•]); 

disp( ' ------ -- - -------- - -------------------------------- - ------------ --- ---- '). 
for m • 1: num_reps ' 

'1. loo p for number of rep. measurements in each c ycle 

ond 

disp( ' ---------------------------- ------- - ------------------- - - - -------- '). 
disp([ 1 Repeatability measuremen ts sequence no. 'num2str(m)... ' 

' of ' num2str(num_reps) 1
• 

1
]); 

d isp( ~---------------- --------------------- - ----------'); 

for n .. l:num_rep_samples 
i f m .... 1 

ond 

else 

ond 

if n •• 1 l 2 l 3 
disp( ['This should be repeat ability sample no. ' num2str (n)]); 

ond 

eval ( [ 'mstr' num2str ( n ) ' • input( ( '' Enter descriptor ' 
' for repeatabil ity sample no. "num2str(n) ". · "]);•]); 

'1. get core diameter 
eval([•R_core_• eval ([' ms tr' num2s tr(n )]). 

' • i nput (' 'Ente r diameter of sample (DUll) : • •) ; •) ); 
'1. convert to m 
eval (['R_core_' e val(['mstr' num2str(n))). 

'• R_core_ ' e val((' mstr' num2str{n)]) '/2e3;')); 

eval{['disp{(''Please insert'· 
eval(['mstr' num2str{rep_order(n)))) 'sample.'')); ') ); 

'1. conduct measurement 
[Cp , D) • LCR_measure{lcr, '111eas_rep' , ' mu l ter ' , 'num_meas ' , 1) ; 
Z .. cpd2z{Cp, D, freq); 
eval ( [ ' Cp_mstr ' num2str(rep_order{n )) ' (: ,m ) • Cp; D_mstr' 

num2str(rep_order(n)) ' (: ,m) • D; •)); 
eval(('Z_mstr' num2st r (rep_order{n)) '(: ,m ) • Z;') ); 

'1. randomize order of next series of samples 
rep_order _old • rep_order; 
rep_order • randperm (num_rep_samples); 
'1. ne xt set 1st sample must not • last of previous 
it r e p_order ( l) - - rep_order_old(num_rep_samples) 

rep_order • randperm(num_rep_srunples); 
ond 
c lear rep_order _old; 

% - - ---- ---------------------------------- - ----------- ------------ --- % 
"1. Close the link to the LCR meter: 
closelcr(lcr); 

% - ----- - ------------------------ ----------------- - ---- ------------- - % 
'/, Save the data 
clear Cp D Z; 
it exist(eval('save_tname_rep'), 'tile') 

save_ fname_rep • input(('File ''' save_tname_rep .. 
'' ' already exists , please enter alternat ive file name: ')); 

eval( ( 'save ' save_fname_rep ' Cp • D• Z• mstr• num_rep_samples'} ) ; 
else 

eval ( ( 'save ' save_fname_rep ' Cp • D• Z• mstr • num_rep_samples ']) ; 
ond 

% ----- - --- - - - --------- - - ---------------------------------------- ---- % 
'1. Plot the results to give an immediat e idea of ho;;o the test went. ' 
plotstyle • ['brkgcmy ' ]; 
mstr • ''; 
figure; 
subplot(2,1 , 1); hold on; grid on; 
for n • 1 : num_rep_samples 

eval(('h' num2str(n) ' • erro rbar(freq/le6, mea.n(Cp_mstr'. 
num2str(n) '' ')' ', !llean(Cp_ms tr' num2str(n). 
' '')''-min(Cp_mstr' num2str(n) ''')'', max(Cp_mstr'. 
num2str( n ) ' ' ') ' '-mea.n(Cp_mstr' num2str (n) . 
' ' ') ' ' , plotstyle (n)); ')) ; 

eval(( 'h(n) .. h ' nUJn2str( n ) '( l );')); 
eval(('mstr- strvcat (mstr, ms t r' num2str (n) ' );']); 

ond 
yl a bel('Cp ' ); 
title ( ('repeatabili ty of ' num2str(num_rep_samples) ' samples, measured 

num2stdnum_reps ) ' times']); 
subplot(2 ,1,2); hold on; grid on; 
for n "' 1: num_rep_sa.m.ples 

ond 

eval(('errorbar(freq/le6, 111ean (D_mstr' num2str(n) ''')'' , mean(D mstr '. 
num2str(n) ''' )'' -min (D_ms tr' num2str (n) ''')'', max(D_m;tr'. 
num2str(n) '' ')' '-mean(D_mstr' num 2str( n) '' ') ' ' , plotstyle(n)); •)); 

xlabel ('frequency [HHz} ') ; ylabel ( 'D'}; 
legend(h , mstr); 

ond 

% ----------------------------------------------------------------------'l. 
"1. ----- - ---------------------- Calibration -----------------------------'/. 
% --------------------- ------- ----------- ------------------------ -------% 

if do_calibrat i on 

'1. No;;o the calibration is performed. It is important that this is the 
'!. final step in the process. All the data from the previous sections 
"1. mus t be available, contained in the various filenames 111entioned 
'/, above. 

% ---- - - - - - ----------------- - ----------------- ---- - --------------------- % 
'1. First calculate th e means and uncertainties ot the reference ' 
'1. standards' impedance values. Loading the 'before' repeatability data 
'/. also loads the geo111etry structure. 

'!. Whi c h file exists - ;;oe ;;oant to load the data from both the 'before ' 
'/, and 'after' files. 
if i sempty(findstr(save_fname_rep, ' after' )) '1. is it the 'before ' file? 

'/, do both tiles exist? 
if exist(strrep(save_fname_rep , ' before' , 'after •), • file • ) 

"1. if yes, load both 
eval ( ( 'load ' s ave_fname _rep)); 
for n "' 1 :num_rep_samples 

eval(('Zref' num2str(n) ' • Z_mstr ' num2str(n ) ' ; •)); 
ond 

'/, load second file, then add measurements 
eval(('load 'strrep(save_fna.me_rep, 'before' , 'after'))); 
for n • 1:num_rep_samples 

ond 

eval( ( 'Zref' num2str(n ) ' • [Zref ' num2str(n) ' , Z_mstr' 
num2str{n) '); ')); 

else "1. load only the before file 

ond 

disp('Problem: only a ''before'' repeatability test conducted . '); 
disp(' It is recoii!Jilended to do both a ' 'before' ' and ' ' after' ' test. •); 
eval ( ('load ' save_fname_rep]); 
for n • 1 : num_rep_sam.ples 

eval( ( ' Zref' num2str(n) ' • Z_mstr' num2str(n) •; 1 J); 
ond 

else "1. it is the ' after' file, in ;;ohich case both must be present 
"1. if yes, load both 

ond 

eval(('load 'eval('save_fname_rep ' ) ) ) ; 
for n "' 1: num_rep_samples 

eval( ( 'Zref' num2str(n) ' • Z_mstr' num2str(n) •; ')); 
ond 

"1. load second tile , then add measurements 
eval(('load' strrep(eval('save_fname_rep ') , 'before', 'after')}); 
for n • 1: num_rep_samples 

ond 

eval( ( 'Zref' num2str(n) ' • (Zref ' num2str(n) • , Z_mstr • 
num2str(n) •]; •)); 

"1. Now we have Zref 1, 2 and 3. Get the means and s preads. 
Zor1 • 111ean(Zrefl. '). 
Zor2 • l!lean(Zref2. ' ). 
Zor3 • ~nean(Zref3. ' ). 

"1. Calculate the unce rtainty in each reference value as the comple x 
"1. standard deviation - must separate into real and imag parts - can use 
"1. function cstd.m 
'l. 
i'. The uncertainty evaluation is ot type A by default, but should be of 
'1. type B if too fe;;o me asurement s are available. 
it size(Zref1,2) >• 10 

else 

ond 

dZor1 • cstd (Zr e f1 , 2)/sqrt(size(Zref1 1 2)); 
dZor2 • cstd(Zref2 , 2)/sqrt(size(Zre!2,2)); 
dZor3 • cstd(Zref3,2)/sqrt(size(Zref3 , 2)); 

dZor1 • (l/12)•(max(Zref1.').'- min(Zrefl.').').-2; 
dZor2 • (1/12)•(max(Zref2.'). - min(Zref2.').') -2; 
dZor3 • (1/12)•(max{Zref3.').'- min (Zref3.').') -2; 

"1. Also need the mean and spread of the roc k measurements. 
eval(('Z_dut • Z_' mat_str ';')); 
dZor • (); i'. initialize 
tor n • 4 :num_rep_sa.mples 

ond 

if size(Zrefl, 2) >• 10 '1. Type A uncertaint y evaluation 
eval (('dZor' num2str(n) '• cstd(Zref' nu.m.2str(n ). 

',2)/sqrt(size (Zref' nwn2str(n ) ' ,2));')) ; 
else "1. Type B uncertaint y evaluation 

ond 

e val( (' dZor' num2str ( n) ' • (1/12) • (max (Zref' num2str(n). 
'').''- mi n(Zref' num2str (n) '.'').'').-2;']); 

eval(['dZor • [dZor, dZor' num2str(n) '} ; ']) ; 

if num_rep_samples > 4 

else 

'1. estimated repeatability of rocks taken as maximum of those measured 
dZ_dut • max([dZor].').'; 

dZ_dut • dZor; '1. if only 1 rock repeatability sample used 
ond 

% --- - ------------------------------------------------------ --------- % 
'1. No;;o calculate the 111eans and uncertainties of the standard 111aterial • 
'1. properties. This should also contain the substrate properties. 

eval([ 'lo ad ' eval (' ref_save_fna.m.e')] ) ; 
"J. We no;;o have epsrl,2 and depsrl,2, tand1,2 and dtandl,2, and the 
'1. subs trate properties. 

"J. Artific i al Dielectric - dimens ions defined and saved during 
'1. pre -characterisation. 
a • geometry.a_artdiel; b • geometry.b_artdiel; 

'1. separate at each freq . point 
eps2 • [epsr2, tand2]; 
form • 1:length(eps2) 

ond 

eps_eff(m) • eps_multilayer([eps2(m, :) ; (0 O)) , ... 
(b; a], geometry.!, geometry.phi0/2, 4.5, 100); 
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epsr3 • real(eps_eff)'; 
tand3 • ( - imag(eps_eff) . /real (eps_ef!))' ; 

'l. must calculate error i n epsr and tand of artdiel 
'l. only need to do epsr up and do1.1n; tand error ;;o ill be same 
'l. hi 
eps2_hi • (epsr2+depsr2, tand2]; 
for m • 1: length (eps2) 

ond 

eps_eft_hi (m) • eps _multilayer ( [eps2_hi (m , :); (0 O] ), 
[b ; a] , 20e-3 , 50 , 4.5, 100); 

epsr3_hi • real(eps_e ff _hi)' ; 
'l. lo 
eps2 _lo • (epsr2-depsr2, tand2]; 
for m • 1 :length(eps2) 

ond 

eps_eff_lo(m) • eps_multilayer ( [eps2_lo (m ,: ); (0 0)), 
(b; a], 20e-3 , 50, 4.5 , 100) ; 

epsr3_lo • real (eps_eff _lo)' ; 

'l. sensitivity 
c_epsr3_eps2 • (epsr3_hi-epsr3_lo) ./(2•depsr2); 

'l. uncertainty in epsr3 and tand3 
depsr3 • c _e psr3_eps2 . • depsr2; 
dtand3 • dtand2; 

'l. --- ---------------------------------------------------------------- 'l. 
i': Save all the data into the correct file - the variables required are 
i': listed in 'Cyl_calibrate.m' 
save cal data Zorl Zor2 Zor3 dZor1 d Zor2 dZor3 dZ_dut 

epsr1 eps r2 epsr3 tand1 tand2 tand3 dep s rl depsr2 depsr3. 
dtandl dtand2 dtand3 
geometry eps r _subs tand_subs depsr_subs dtand _s ubs; 

Y. ---------------------------------------------------------- --------- Y. 
'l. Do the calibration . 
(epsr , tand, epsr_err, tand_err,W] •. 

Cyl_calibrate(Z_dut , 'caldata.mat ' , geometry, freq ); 

'l. ----------------------------------------- ---- ------------- --------- Y. 
'/, Calculate the attenuation factor and propagation velocity - ~o~ant 

'/, means and uncertainties h e re as 1.1ell . 
epsO • 8.854e-12; muO .. 4e-7 • pi; 
fo r n • 1 :length(freq) 

'l. means 
alpha(n,:) • 2 • pi • sqrt(epsO•muO•freq(n)-2) • (epsr(n,: )/2 .• 

(sqrt(l+tand( n , :). -2) -1 )). - (1/2); 

D. 2 cyLcalibrate. m 

function (epsr , tand,epsr_err,tand _e rr,W] • 
Cyl_cal ibrate (Z_dut , !name , geometry, freq) 

'/, function (epsr , tand, epsr_err , tand_err] • 
'/, Cyl_calibrate(Z_dut, !name, R_ cor e , freq) 

Y. 
'/, This function performs the calibration of cylindrical capacitor measure111ents 
'l. performed 1.1 i t h the LCR meter. The measured Dl1T impedance is passed as an 
!. argument- data is arranged in columns , ~o~ith each ro;;o corresponding t o a 
'/, frequency. Each column corresponds to a geo111etric point. 

'l. 
'/, The material properties and measured impedances o f the standard materials 
'/, are loaded from a file '!name', containing the data i n follo~o~ing format: 

Zor1, Zor2 , Zor3 the three measured i mpedances , same format 
as Z_dut 

dZorl , dZor2 , dZor 3 - the uncertainties in each of these 

dZ_dut estimate of the repeatability of rock 
~neasurements 

epsr1 , epsr2 , epsr3 - the three permittivities - the artificial 
is al;;oays the 3rd , constructed from material 2 

tandl , tand2 , tand3 - the t hree los s tangents 
depsrl, deps r 2 , depsr3 - uncertainties in all t hese 
dtandl, dtand2 , dtand3 - uncertainties in all these 

epsr_subs, depsr_subs - the permittivity of the subst rate 
tand_subs, dtand_subs - the loss tangent of the substrate 

!. The effec t o f the subst rate is taken into account based on the actual core 
'/, diameter R_core. The g e ometry of the elect r ode set as 11ell as t he 
'/, substrate are passed to this function in the structure 'geometry'. 

Y. 
'/, The values returned are the nominal epsr and tend, and the errors if they 
'/, 11ere calculated. 

'l. Hare Ruetschl i n, 2 Feb. 2004 . 

ond 

do_error_breakdo;;on • 0; 'l. ;;ohether to report the individual contributors to uncertainty 

!. turn f r eque ncy int o a column vector 
if size(freq,2} > 1 

freq • freq'; 
ond 

'/, file co ntaining standard values 
eval(('load' fname]); 

'/, convert geometry and substrate properties into correct fonnat 
eps_subs • epsr_subs. • (l-j • tand_subs); 

'l. do this !or each point in the measured impedance vector 
for n • 1 :size(Z_dut , 2) 

'!.'l.'!.'l.'l.'l.'l.'l.'l.'l. first nominal values 'l.'l.'l.'l.'l.'/,'/,'/,'/,'/, 
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ond 

v(n,:) • (epsO • muo)-(-l/2)•(epsr(n , :)/2 . • ( sqrt(1+tand {n , :).-2)+1)). -( -1/2); 
'/, uncertai ntie s 
alpha_eps r _hi (n, :) • 2 • pi•sqrt (epsO• muO• freq ( n) -2) 

((epsr(n ,: )+eps r_err(n, :))/2 . • 
( sqrt(l +tand(n, ; ) . -2)-1 )) . - (1/2); 

alpha_epsr _lo(n, :) • 2 •pi•sqrt (epsO •muO• freq (n) -2) 
((epsr (n , :)-epsr_err ( n , :))/2 . • 
(sqrt(l+tand (n,:) . -2)-1)).- (1 /2); 

alpha_ tand_hi {n , :) • 2 • pi•sqrt (epsO• muO•freq{n) -2) 
(epsr(n, :)/2 . • ( sqrt (l +(tand (n , :) +tend_err(n,:)).-2)-1)) -(1/2); 

alpha_ tand_lo(n , :) .. 2 • pi•sqrt ( epsO• muO•treq(n) -2) 
(epsr(n,:)/2 . • (sqrt(1+(tand(n,:)-tend_err(n ,: )).-2)-1) ) -(1/2); 

v_e psr_hi(n,:) • (epsO • mu0 ) -(-1/2 ) •. 
( ( epsr(n , :) +epsr _err (n, :) ) /2 . • ( sqrt ( 1 +tand (n , : ) . -2)+1)) . - ( -1/2); 

v_epsr_lo(n , :) • ( epsO• !Ilu0)-( -1 /2) •. 
((epsr(n , :)-epsr_err (n,:))/2 . • (sqrt ( l+t and (n , :) -2)+1)).-( -1 /2) ; 

v_tand _h i(n , :) • ( epsO•mu0)-(- 1/2) • . 
(epsr(n,:)/2 . • (sqrt(1+ (tand(n,:)+tand_err (n,:)) -2)+1)) - ( -1/2 ) ; 

v _tand_lo(n, :) • (epsO• muo)- (- 1/2) •. 
(epsr(n,:)/2 . • (sqrt(1+(tand(n,:)-tand_err(n,:)) -2)+1)).- ( - 1/2) ; 

'l. sensitivities 
c _alpha_epsr • (alpha_epsr _hi - alpha_epsr _lo) . I (2 • epsr _err); 
c _alpha_tand • (alpha_tand_h i - alpha_tand_lo) ./(2• tand_err); 
c _v_epsr • (v_epsr_ h i - v _epsr_lo ) ./(2• epsr_err); 
c _v_tand • (v_tand_hi- v_tand_lo)./(2• tend_err ) ; 

'l. total uncertainty i n alpha and v 
alpha_ err • abs ( sqrt ( (c_alpha_eps r . • epsr _err). -2 + (c_alpha_ t end . • tend_ err) . -2)) ; 
v_err • abs (sqrt( (c_ v _epsr. •epsr _err) . -2 + (c_ v _tend . •tand_err ). -2 )) ; 

Y. ------------------------------------------------------------- Y. 
'/, Save calibrated data. 
eval ( ( 'epsr _' cal_ lllat _str ' • epsr; ' ] ) ; 
eval ( ('tend_' cal_mat_str ' • tand; •]) ; 
eval(('alpha_• cal_mat_str '• alpha;']); 
eval(('v_' cal_mat_str ' • v;' )); 
eval ([ 'epsr_err_• cal_mat_str '• e ps r _err;') ) ; 
eval (( 'tand_err_• cal_mat_str '• tand_err;']); 
eval ( ['alpha_ err_ ' cal_mat _str ' • alpha_ err ; ']); 
e val([' v_err _' cal _mat_str' • v_err;']); 

eval(['save ' c al_matprop_!name 'epsr_• cal_mat_str, ' tand_' cal_mat_str, 
'alpha_' cal_mat_str, 'v_• cal_mat_str, 'epsr_err_ • cal _mat_str, 
' tand_err_ ' cal _ma t _str, 'alpba_err_• cal_mat_str, 
' v_err_' cal_mat_st r] }; 

'/, use mean values for all these parameters 

(epsr(: , n), tend(: , n), 1.'] • cal( 
[epsrl, epsr2 , eps r3), 
(tand1, tand2 , tand3) , 
Z_dut( : , n ) , [Zorl, Zor2 , Zor3] , f req, geometry, eps_subs); 

'l.'l.'l.'l.'l.'l.'l.'/.'l.'l.'l.'l. no;;o tor the uncertainty analysis 'l.'l.'l.'l."/.'1./.'l.'l.'l.'l.'l. 

'l. effect o! epsr1 
[epsr_epsr1_h i , tand_epsr1_hi] • cal( 

(epsr1+depsrl , epsr2 , epsr3] , 
(tand1, tand2, tand3] , 
Z_dut (: , n) , [Zor 1, Zor2, Zor3] , freq, ge ome try , eps_subs ); 

(epsr_epsrl _lo, tand_epsrl _lo] • cal( 
(epsr1-depsr1 , epsr2 , epsr3] , 
[tandl , tand2 , tand3) , 
Z_dut(: , n) , (2orl , Zor2, Zor3], treq , geometry, eps_subs); 

'/, uncertai nty 
c _epsr_epsr1 • (eps r _eps rl_hi- epsr_epsrl_lo) . /{2 •depsr1); 
c _tand_epsrl • (tand_eps rl_hi - tand_epsrl_lo) ./(2 • depsr1); 
d _epsr_epsrl(: ,n ) • c_epsr_epsr1 .• depsrl; 
d _tand_epsrl(:,n) • c_tand_epsr1 .• depsrl; 

'l. e ffect of tandl 
[epsr_ tandl_hi , tand_tand l_hi ] • cal( 

[epsr1, e ps r 2, eps r3], 
[tand1+dtandl, tand2, tand3], 
Z_dut(: , n), [Zor 1, Zor2, Zor3) , freq, geometry, eps_subs); 

[epsr_ tandl_lo , tand_tand1 _l o] • cal( 
[epsr1, eps r 2 , eps r3] , 
[tand1-dtand1 , tand2, tand3] , 
Z_dut(: , n ) , (Zor1 , Zor2 , Zo r3], freq , geometry, eps _subs); 

'l. uncertainty 
c_epsr_ tand1 • (epsr _ t and1 _hi - epsr _ tand1_lo) . / ( 2•dtand 1); 
c_ tand_tand 1 • (tend_ tand1 _hi - tand_ tand1_lo) . / ( 2 • dtand1); 
d_epsr_tandl(:,n) .. c_epsr_tandl . • dtandl; 
d_tand_tandl(:,n ) • c _tend_tandl . • dtandl; 

!. effect of epsr2 
(epsr_epsr2_hi, tand_eps r2_h i] • cal( 

(epsr1, epsr2+depsr2 , epsr3) , 
(tand1 , tand2 , tand3], 
Z_dut(: , n) , (Zor 1, Zor2 , Zor3] , freq, geometry, eps_subs); 

(epsr_epsr2 _lo , tand_epsr2_lo) • cal( 
(epsrl, epsr2-depsr2 , epsr3), 
(tand1 , tand2, tand3], 
Z_dut(: ,n ), [Zor1 , Zor2, Zor3), freq , ge01netry, eps_subs ); 

'l. uncerta inty 
c _epsr _epsr2 • (epsr _epsr2_hi - eps r _eps r 2_lo) . I (2 • depsr2); 
c _tand_epsr2 • (tand_epsr 2_hi - tand_epsr2_lo) ./(2•depsr2); 
d_epsr_epsr2(:,n) • c_epsr_epsr2 . • depsr2; 
d _tand_epsr2(: , n) • c_tand_epsr2 . • depsr2; 
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'l. ef!ect of tand2 
(epsr _ tand2_hi, tand_ tand2_hi) • cal ( 

(epsrl, epsr 2, epsr3] , 
[tandl, tand2+dtand2 , tand3] , 
Z_dut (: , n), (Zorl, Zor2, Zor3] , freq, geometry , eps_subs) ; 

(eps r _ tand2_lo, tand_tand2_lo] • cal ( 
[epsrl, epsr2, epsr3], 
(tandl, tand2-dtand2 , tand3], 
Z_dut(: ,n), (Zor l, Zor2, Zo r3] , freq , geometry, eps_subs); 

'/, uncertainty 
c_epsr_tand2 • (eps r _tand2 _hi - epsr_tand2_l o) /{2•dtand2 ) ; 
c_tand_tand2 • {tand_tand2 _hi - tand_tand2_lo) ./{2•dtand2) ; 
d_epsr_tand2{: ,n) • c _epsr _tand2 . • dtand2; 
d_t and_tand2 { : ,n ) • c_tand_ tand2 . • dtand2; 

'/, effect of epsr3 
[epsr_epsr3_hi , t and_epsr3_hi] • cal( 

(epsrl, epsr2, epsr3+depsr3] , 
(tandl , tand2, tand3), 
Z_dut {:, n), [Zorl, Zor2, Zor3], freq, geometry , eps_subs) ; 

[epsr _epsr3_lo , tand_epsr3_ lo] • cal{ 
(epsr l, epsr2, eps r3-depsr3) , 
[tandl , tand2, tand3] , 
Z_dut (: ,n), (Zorl, Zor2, Zor3] , freq, geometry, eps_subs) ; 

'/, uncertainty 
c_epsr_epsr3 • {epsr _epsr3_hi - epsr_epsr3_lo) ./(2•depsr3); 
c_tand_epsr3 • {tand_epsr3_hi - tand_epsr3_lo) ./(2•depsr3) ; 
d _epsr_epsr3(: ,n ) • c_epsr_epsr3 . • depsr3; 
d_tand_epsr3(: ,n ) • c_ t and_epsr3 .• depsr3 ; 

'/, effect o f tand3 
[epsr_tand3 _h i , tand_tand3_hi] • cal( 

(epsr 1, epsr2, epsr3] , 
(tandl, tand2, tand3+dta.nd3], 
Z_dut (: ,n), [Zorl, Zor2, Zor3) , freq, geometry, eps_ subs); 

[epsr_tand3_lo, t and_t and3_lo] • cal( 
[epsrl, epsr2, epsr3] , 
[tandl, tand2 , tand3-d tand3), 
Z_dut( : ,n), [Zorl , Zor2, Zor3], freq, geometry, eps_subs); 

'/, uncertainty 
c_epsr_tand3 • (epsr_tand3_hi - epsr_tand3_lo) ./(2•dtand3); 
c_tand_tand3 • (tand _tand3_bi - tand_tand3_lo) ./(2•dtand3); 
d_ epsr_ tand3(: ,n) • c _epsr_tand3 .• dtand3; 
d_tand _tand3(: ,n ) • c_tand_tand3 . • dtand3; 

'/, effect of Zorl 
(epsr _Zorl _h i , tand_Zorl _h i] • cal( 

[epsrl, epsr2, epsr3], 
[ tandl, tand2, tand3), 
Z_dut (:,n) , (Zorl+dZorl, Zor2, Zor3] , treq, geometry, eps_subs); 

[epsr_Zorl_lo , t and_Zorl _lo] • cal( 
(epsrl, epsr2, epsr3], 
[tandl, tand2, tand3], 
Z_dut(: ,n), [Zorl -dZorl, Zor2, Zor3) , freq, geometry, eps_subs); 

"/. uncertaint y 
c_epsr_Zorl • (epsr _Zorl_hi- e psr_Zorl_lo)./(2•dZorl); 
c_tand_Zor l • (tand_Zorl _h i - tand_Zorl_lo) ./ (2•dZor1); 
d_ epsr_Zorl(:,n) • c_epsr_Zorl . • dZorl; 
d_tand_Zorl(: ,n) • c_tand_Zorl .• dZorl; 

'/, effect of Zor2 
[epsr _Zor2_bi, tand_Zor2_h i] • cal ( 

[ epsrl, epsr2, epsr3] , 
[tandl, tand2, tand3] , 
Z_dut (: , n), [Zorl, Zor2+dZor2, Zor3) , treq , geometry, eps_subs); 

[epsr _Zor2_lo, tand_Zor2_lo] • cal ( 
[epsrl, epsr2, epsr3) , 
(tandl , tand2, tand3) , 
Z_dut ( : , n), [Zorl, Zor2-dZor2, Zor3] , freq, geometry, eps _subs ); 

'/, uncertainty 
c _epsr_Zor 2 • (epsr_Zor2 _bi - epsr_Zor2_lo) ./(2•dZor2); 
c _tand_Zor2 • (tand_Zor2_bi - tand_Zor2_lo) ./(2•dZor 2); 
d_epsr_Zor2(: ,n ) • c_epsr_Zor2 . • dZor2; 
d_tand_Zor2(: ,n) • c_tand_ Zor2 .• dZor2; 

'l. eft ect of Zor3 
[epsr_Zor3 _hi, tand_Zor3 _hi) • cal{ 

(epsrl , epsr2 , epsr3], 
(tandl, tand2, tand3], 
Z_dut(: ,n), (Zorl , Zor2, Zor3+dZor3], f re q, geometry, eps_subs) ; 

(epsr _Zor3_lo, tand_Zor3_lo] • cal ( 
(epsrl, epsr2 , epsr3) , 
(tandl, t and2 , tand3], 
Z_dut (: , n), [Zor l, Zor 2, Zor3-dZor3] , freq, geome try , eps_subs); 

'/, uncerta inty 
c _epsr _Zor3 • (epsr _Zor3_hi - epsr _Zor3 _l o) . / ( 2•dZor3); 
c_tand_Zor3 • {tand_Zor3_hi - tand _Zor3_lo) ./(2•dZor3); 
d _epsr_Zor3(: ,n ) • c_epsr_Zor3 .• dZor3; 
d_ tand_Zor3(: ,n) • c_tand_Zor3 .• dZor3; 

"/. effect of Z_dut (based on max repeatability o f rocks) 
[epsr_Z_dut_bi , tand_Z_dut _bi] • cal( 

[epsrl , epsr2, epsr3] , 
[tandl, tand2, tand3), 
Z_dut (: , n) +dZ_dut, [Zorl, Zor2, Zor3] , freq , geometry , eps_subs ); 

(epsr_Z_dut _lo, tand_Z_dut_lo) • cal( 
{epsrl, epsr2, epsr3] , 
[tandl , tand2 , tand3], 
Z_dut (: , n) -dZ_dut, ( Zorl , Zor2, Zor3) , freq , geometr y , eps_subs); 

'/, uncertainty 
c_epsr_Z_dut • (epsr_Z _dut _bi - epsr_Z_dut _lo) /(2•dZ_dut); 
c _tand_Z_dut • (t and_Z_dut _hi - tand_Z_ du t _l o) ./(2•dZ_dut); 
d_ epsr _Z_dut (: , n) • c _epsr _Z_dut . * dZ_dut; 
d_ tand_Z_dut(: , n) • c _tand_Z_dut . * dZ_dut; 

'/, etfect of epsr_subs 
[epsr_epsr_subs _h i, tand_epsr_subs _hi] • cal( 

[epsrl, epsr2, epsr3], 
[tandl, tand2 , tand3], 
Z_dut( : , n), [Zorl, Zor2, Zor3) , freq, geometr y, 
( epsr _subs+depsr_subs). • (1- j •tand_subs)); 

[epsr _epsr _subs_lo , tand_epsr _subs _lo] • cal ( 
(epsrl, epsr2, epsr3] , 
{tandl, tand2, tand3], 
Z_dut (: , n) , [ Zorl, Zor2, Zor3] , fre q, geometry, 

end 

( epsr _subs-depsr _subs ). • ( 1- j •tand_subs)); 
c_epsr _epsr _subs • (epsr _epsr _subs _bi - epsr _epsr _subs _lo) ./ ( 2•depsr_subs); 
c _tand_epsr _subs • (t and_epsr _subs _bi - tand_epsr _subs_lo) ./ (2• depsr _subs); 
d_epsr_epsr_subs (: , n ) • c _epsr_epsr_subs .• depsr_subs; 
d _ tand_epsr _subs (: , n) • c_ tand_epsr_subs . • depsr _subs; 

'/, etfect of tand_subs 
[epsr_ tand_subs_bi , tand _ tand_subs_bi] • cal ( 

(epsrl, epsr2, epsr3], 
[tandl , tand2, tand3], 
Z_dut( :, n), [Zorl , Zor2, Zor3] , freq, geometry , 
epsr _subs. • ( 1- j • (tand_subs+dtand_subs)) ) ; 

[epsr _tand_subs_lo, tand_ tand_subs _l o) • cal ( 
[epsrl, epsr2, epsr3] , 
[ tandl, t and2, t and3], 
Z_dut (: , n) , (Zor l , Zor2, Zor3) , freq, geometry, 
epsr _subs. • ( 1-j • ( tand_subs-dtand_subs))) ; 

c _epsr _tand_subs • (eps r _tand_subs_bi - epsr_tand _subs _lo) /(2•dtand_subs); 
c_ tand_ tand_subs • (tand_tand_subs_bi - tand_tand_s ubs _lo ) . / (2•dtand_subs); 
d_epsr_tand_subs ( : ,n) • c_epsr_tand_subs . • dtand_subs; 
d_tand_tand_subs(: ,n ) • c_tand_tand_subs . • dtand_subs ; 

'l. Totals 
epsr_err • sqrt(d_epsr_epsrl. ·2 + d_epsr_tandl. -2 + 

d_eps r _epsr2. -2 + d _epsr_tand2. -2 + 
d_ e psr_epsr3. - 2 + d_epsr_tand3. ·2 + 
d_epsr _Zorl. ·2 + d_epsr_Zor2 . -2 + d_epsr_Zor3 . ·2 + 
d_epsr_Z_dut . ·2 + 
d_epsr _epsr _subs. ~2 + d_epsr _ tand_subs. -2); 

tand_err .. sqrt(d_tand_epsrl. ·2 + d _tand_tand l. - 2 + 
d_tand_epsr2. -2 + d _tand_tand2 . -2 + 
d_ tand_epsr3. - 2 + d_tand_ta.nd3. ·2 + 
d _tand _Zorl. -2 + d_ tand_Zor2. · 2 + d _tand_Zor3. ·2 + 
d _tand Z dut -2 + 
d _tand_epsr_subs . ·2 + d_ta.nd_tand_subs. ·2); 

'l. Error breakdown : 
if do_error_breakdown 

end 

disp ( 'Uncertainty contribution breakdown : ') ; 
disp ( •- ----------------------------- - ----' ) ; 
d isp('max. uncerta inty in epsr due to:'); 
disp ( ['ref. prop. epsrl 'num2str(max(abs(d_epsr _epsrl)))]); 
di s p(['ref. prop. epsr2 'num2str(max(abs(d_epsr_epsr2)) )] ); 
di s p(['ref. prop. epsr3 'num2str(max(abs(d_epsr_epsr3)))]); 
disp(['ref. mat. prop. tandl 'num2str(max(abs(d_epsr_ tandl)))]); 
disp(['ref. prop. tand2 - 'num2str(max(abs(d_epsr_tand2 ))} ]}; 
disp([' ref. mat. prop. tand3 'num2str(max(abs(d_eps r _tand3)))]); 
disp(['subs. mat. prop. epsr 'num2str (max(abs(d_epsr_epsr_subs)))]); 
disp(('subs. mat. prop. tand 'num2str (max(abs(d_epsr_tand_subs)))]); 
disp(['measured Z_stdl 'num2str{max(abs(d_epsr_Zorl)))]); 
disp( ['measured Z_s td2 ' num2str(max(abs (d_epsr_Zor2))))) ; 
disp( ['measured Z_std3 ' num2str(max (abs (d_epsr_Zor3)) )] ) ; 
disp( ['measured Z_dut ' nu.m2str (ma.x(abs(d_epsr_Z_dut )))]) ; 
disp ([ 'Total ' num2str(ma.x(abs ( epsr_err))) )); 

di sp( •----------------------------------- '); 
disp( 'max. uncertainty in tand due to: '); 
disp( ( 'ref. prop. epsrl 'num2str(max(abs(d_tand_epsrl)})]); 
di sp(( 'ref. prop. epsr2 'num2str (max(abs(d_tand_epsr2))))); 
d isp( ( 'ref. prop. epsr3 'num2str {max(abs(d_tand_epsr3)) ))) ; 
d isp({' ref. prop. tandl 'num2str(max ( abs(d_tand_tandl )))]) ; 
disp([ 'ref . mat . prop. ta.nd.2 'nu.m2str (max(abs(d_tand_tand2)))]) ; 
d isp({ 'ref. mat. prop. tand3 - ' num2str (max ( abs(d_tand_tand3))) ]); 
d isp( ('subs. mat . prop. epsr - ' num2str(max(abs(d_tand_epsr_subs)))]); 
disp(['subs. mat. prop. tand ' num2str(max(abs(d_tand_ta.nd_subs)))]); 
disp(['measured Z_stdl 'num2str(max(abs(d_tand_Zor1)) )]) ; 
dlsp(('measured Z_std2 'num2str(max(abs(d_tand_Zor2))))); 
di sp( ['measured Z_std3 ' num2str (max (abs(d_tand_Zor3))))); 
disp( ['measured Z_dut ' num2str(max(abs(d_tand_Z_dut))) 1); 
disp( [ 'Total ' num2str (max(abs ( tand_err ))))) ; 

disp ( '--------- -------------- - - ----------') ; 

epsr_err • abs(epsr_err ) ; 
tand_err • abs ( tand_err ); 

'l. This function returns nominal values for epsr (: ,n) and tand(:,n )only - the 
'/, funct ion can be used to calculate uncertainty by calling it with, e.g. 
'/, epsrl+depsrl . 

f unct i on [epsr, tand , W) • cal ( epsr, tand , Z_dut , Zor, freq, geome try, eps_subs) 

"/.the inputs epsr (: , n ) • [epsrl, epsr2, eps r3], 
'l. tand (: ,n)• [tandl , tand2, tand3], 
'l. Zor • (Zorl , Zor2, Zor3] 

% 
'l. The inputs all have the same no. ot rows as freq (column vector ). 

% 
'/, It the substrate arguments are not specified, i t s etfect is not removed. 
"/. The argument geometr y consists of [1 , geometr y , R_core, d_subs]. All 
"/. dimensions are in metres and degrees. 

Z_subs • 0.5 • 1./( j •2•pi•freq•8.854e- 12 .• eps _subs . • 
20e-3• (lOO•pi/180) •18. 4e -3 I SOe-6); 

'/, first create reference standard impedances fr om epsr( · ,n ) and tand 
Zr l • cpd2z(epsr(:, 1) , tand(:, l) , freq); 
Zr2 • cpd2z(epsr( : ,2), tand(: ,2), freq); 
Zr3 • cpd2z(epsr( :,3) , tand(:,3), freq) ; 
Zorl • Zor(:, 1) - Z_subs; 
Zor2 • Zor(: ,2 ) - Z_subs; 
Zor3 • Zor(: ,3 ) - Z_ subs; 
Z_dut • Z_dut - Z_subs ; 

do_Zreim_interp • 0; 
do_ Yreim_interp • 1; 

it do_Zreim_interp 
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'l. quadratic compensation factors 
W .IJ123r • (real ( Z_dut ) -real ( Zor2)). • (real (Z _dut) -real ( Zor3 )) ./ .. 

(( real ( Zorl )- real (Zor2)) . • (real( Zorl )-real(Zo r3)) ); 
W. W231 r • (real ( Z_dut )- real (Zor3)). • (real {Z_dut) -real (Zorl) ) ./. 

(( real (Zor2)-real (Zor3)) . • ( real (Zor2)-real (Zorl))); 
W. W312r • (real (Z_dut)-real (Zor l )). • (real (Z _dut) - real(Zor2)) ./ .. 
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end 

((real (Zor3) - real (Zor1)). • (real (Zor3)-real (Zor2))); 
"!. calibrated effective impedance 
Zxr • W.\H23r.•real(Zrl)-+ W.W231r.•real(Zr2) + W.W312r.•real(Zr3); 
'!. quadratic compensation factors 
W .IJ 123i • ( imag(Z_dut) -imag(Zor2)). • ( imag(Z_dut) -imag(Zor3)) ./. 

( {imag(Zorl) -imag(Zor2)) . • ( i mag(Zorl )-imag(Zor3))); 
W. W231 i • ( imag(Z_dut) -imag(Zor3)) . • ( imag(Z_dut) - imag(Zorl)) ./. 

( ( imag(Zor2)-imag(Zor3)) . • ( imag(Zor2)- imag(Zorl ))); 
IJ . W312i • ( imag(Z_dut)-imag( Zor1)). • ( imag(Z_dut)-imag(Zor2)) ./ .. 

( ( imag(Zor3) -imag(Zorl)) . • ( imag(Zor3)- imag(Zor2 ))); 
'!. calibrated e!tective i111pedance 
Zxi • W .IJ123i. • i l!lag(Zrl ) + W. W231 i. •illlag (Zr2) + W. W3121. • i mag{Zr3); 

Zx • Zxr + j •Zxi; 

if d o_ Yre im_ interp 
Yrl .. 1./Zrl; Yr2 • 1. /Zr2; Yr3 - 1 ./Zr3; 
Yor1 • 1./Zorl; Yor2 • 1./Zor2; Yor3 • 1./Zor3; 
Y_dut • 1./Z_dut; 

'!. quadratic compensation factors 
W. W123r • (real (Y _dut)-real {Yor2)). • (real (Y _dut) -real (Yor3)) ./. 

((real (Vorl) -real (Yor2 )) . • (real (Vorl ) -real(Yor3 ))); 
W.W231r • (real(Y_dut )-real(Yor3)). •(real(Y _dut) - real(Yorl)) /. 

((real (Yor2) -real (Yor3)) . • (real (Yor2) -real (Vorl))) ; 
\o'.W312r • (real(Y_dut )-real(Yorl)). • {real(Y_dut) - real(Yor2)) /. 

((real (Yor3) -real (Vorl )). • (real (Yor3)-real ( Yor2 ))) ; 
'!. calibrated effective impedance 
Yxr • IJ.W123r. • real(Yrl) + \o'.W231r.•real(Yr2) + W.W312r.•real(Yr3); 
'!. quadratic compensation factors 
W. W123i • ( imag(Y _dut)- imag (Yor2)) . • ( imag(Y _dut) -imag(Yor3) ) . / . 

{ {imag (Yor 1) -imag(Yor2 )) . • ( imag(Yorl) -imag (Yor3))); 
W. W2311 • ( imag(Y _dut)- imag(Yor3)) . • ( imag(Y _dut) -imag (Yorl)) ./. 

( ( imag(Yor2)-imag(Yor3)). • ( imag(Yor2) - imag(Yor1))); 
W. W312i • ( imag(Y _dut)- imag(Yor1)). • ( imag(Y _dut) - imag(Yor2)) ./. 

( ( illlag(Yor3)- imag(Yorl) ) . • ( imag(Yor3)- imag(Yor2))); 

D.3 P P _calibrate. m 

function (epsr, tand, epsr_err, tand_err] • PP_calibrate(Z_open, Z_short, 
Z_dut , Z_air, d_dut , freq) 

'1. function [epsr , epsr_err , tand, tand_err] • PP_calibrate(matstr) 

'l. 
"!. This function perfonns the calibration of parallel plate measurements 
'!. perfonned ~>lith the LCR meter. Four measured impedances are passed as 
'!.arguments -data is arranged in columns, 1.1ith each r01.1 corresponding to a 
'!. frequency. If more than one colwnn is present, an error analysis is 
"'1. perfonned. 
'l. 
"'1. The air gap error is calculated based on d_dut • [d_mru: d_min]. The 
"!. dimensions of the parallel plate capacitor's centre electrode must be 
'!. changed manually in this file. 

'l. 
"!. The values returned are the nomi nal epsr and tand, and the errors if they 
'!. were calculated. 

'!. Hare Ruetschl in, 1 Feb. 2004. 

'1. ~o~hether to report the individual contributors to uncertainty 
do_error _breakdo1.1n • 1 ; 

"!. Type by which the uncertainty of the input arguments is evaluated. 'A' 
'1. results in a statistical evaluation in ~o~hich the measurement distribution 
'!. is assumed to be normal (Gaussian) and uses the mean and standard deviation, 
"'1. 'B' uses the upper and lo1.1er measured values and assumes a rectangular 
'!. (constant ) distribution. 
uncertai nty_type - 'A' ; 

'!. elect rode geometry 
R • 19.9e-3/2; g • 0.15e-3 ; 

'!. turn frequency into a colwnn vector 
if size(freq,2) > 1 

freq • freq'; 
end 

'1.'1.'1.'1.'1.'1.'!.'1.'1.'1. first nominal values "'1.'1.'1.'1.'1.'1.'1.'1."'1.'1. 
Zstd • cpd2z(l, 0, freq); '!.using air as the standard 
'!.for n • 1:size(Z_open,2)-1 '!.same size as other matrices 
'!. Zstd • cat(2 , Zstd , cpd2z(1, 0 , freq)); "'1. using air as the standard 
'!. end 
Zs • mean(Z_short. ') '; 
Zo • mean(Z_open. '). 
Zsm • mean{Z_air. ') 
Zxm • mean(Z_dut. '). '; 

"'1. cali bration 
Z_cal • Zstd . • (Zo-Zslll). • (Zxm-Zs) ./(( Zsm-Zs) • (Zo-Zxm)); 
(Cp_dut , O_dut] • z2cpd(Z_cal, freq); 
epsr • Cp_dut; 
tand .. D_dut; 

'1.'1.'1.'1.'1.'1.'1."'1.'1.'1.'1.'1. air gap analysis '1.'1.'1."'1."'1."'1."'1.'1."'1.'1.'1.'1. 
(CO,Cg] '" pp_gapcap(R , mean(d_dut), g); 
for n • 1 :length(freq) 

ag_dit! • PP_airgap_effect(Z_cal(n)/(CO-+Cg), freq(n), R, g, d_dut); 
'!. These values represent the difference bet1.1een outputs for no air gap 
'!. and a total air gap of half the measured range of sample thicknesses. 
'!. We 1.1ill see this as a Type B uncertainty 1.1ith a rectangular 
'!. distribution, and thus take the uncertainty t o be [ea402) u • 
"'1. (l/3)a"2, ~o~here a is the difference bet1.1een the mru:imwn and minimum 
"'1. values. 
d_epsr _ag (n , 1) • sqrt ( ( 1/3) • abs (ag_ditf (1)) "2); 
d_ tand _ag (n , 1) • sqrt ( ( 1/3) •abs (ag_dif f (2)) "2); 

end 

'!. calibrated effective impedance 
Yxi • W.W123i.•imag(Yrl) + W.W23li.•imag(Yr2) + W.W312i.•imag(Yr3); 

Yx • Yxr -+ j •Yx i; 
Zx • 1./Yx ; 

'!. Effective complex dielectric constant. 
eps _ef f • (1./Zx) ./(j • 2•p i •freq); 

'!.Still add effect of changing core radius. 

'!. A larger core radius has the effect of reducing the effective arc 
'!.coverage and thus measuring a smaller capacitance. Thus , if a larger 
'!.core's properties are t o be calibrated for correctly by the standards of 
'!.a certain diameter, the measured capac itance (complex ) must be adjusted 
'!. by t he ratio of R_dut:R_std. 
'l. 
'!. The vacuum capacitance should be calculated !or the nominal arc ( i, e. ot the 
/, standards) , and for the arc corresponding to the changed core radius. We 
'!. should in principle use the most exact equation, although the rough 
"'1. approximation ~o~ill give a very similar ratio. For no~o~ ~o~e'll just use 
'!. gapcap instead of cy l cap. 

'l. 
[CO_nom , Cg_nom] .. gapcap(geometry.l , geometry.phiO, geometry.g); C_nom • 

CO_nom -+ Cg_nom; 
phi_ core • geometry. phiO • geometry . R_nom I geometry. R_core; '!. e!!ect ive arc coverage 
[CO_core, Cg_core] • gapcap(geometry.l, phi _core, geometry.g); C_core • 

CO_core + Cg_core; 
eps_eff .. eps_eff • C_nom/C_core; 

"'1. Assign output variables. 
epsr • real(eps_eff); tand • abs(imag(eps_ef!) /real(eps _eff)); 

end 

epsr_err(n ,l ) • abs(ag_di!!(l)); 
tand_err(n , 1) • abs(ag_dif! (2)); 

"'1."'1."'1.'1."'1.'/.'1."'1."'1.'1.'1. repeatability err or analysis /,/,'/.'1.'!.'1.'1.'1.'1.'1.'1. 
if size(Z_dut,2 ) > 1 
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'!. calculate maximum di!terences 
it uncerta inty_type •• 'A' 

dZopen • cstd(Z_open , 2)/sqrt(size(Z_open , 2)); 
dZshort • cstd( Z_short,2)/sqrt(size(Z_short,2)) ; 
dZair • cstd(Z_air , 2)/sqrt(size(Z_air,2)); 
dZdut .. cstd(Z_dut,2)/sqrt(size(Z_dut,2)); 

elseit uncertainty_type •• 'B' 

ond 

dZopen • sqrt ( ( 1/3) • ( ((mru:(Z_open. ' ) -min(Z_open. ')). ') ./2) . "2) ; 
dZshort • sqrt((1/3) • (((max(Z_short. ')-min(Z_short. ')). '}./2) "2); 
dZair • sqrt (( 1/3) • (((max (Z_air. ') -min (Z_air. ')). '). /2) . "2); 
dZdut • sqrt((l/3)•(((max(Z_dut. ') -min(Z_dut. ')). ')./2). "2); 

'1.'1.'1.'1.'1.'1.'1.'1.'1. vary Zo /,/.'/.'1.'1.'1.'1.'1.'1. 
'!. effect of changes in Zopen on calculated epsr and tand 

"'1. epsr • i111ag(Y) 
epsr _dut_dZo_hi • imag(l . I (Zstd. • ((Zo-+dZopen) - Zsm) • (Zxm- Zs) ./ ((Zsm-Zs). 

. • ( (Zo+dZopen) -Zxm)))) ./ (2•pi•!req); 
epsr _dut _dZo_lo • imag( 1 ./ (Zstd. • ( (Zo- dZopen) -Zsm) . • ( Zxm-Zs ) ./ ( (Zsm-Zs ). 

. • ((Zo-dZopen)-Zxm)))) ./ (2• pi•freq) ; 
c_epsr _dut_dZo • (eps r _dut_dZo_hi - epsr _dut_dZo _lo) ./ (2•dZopen); 
'!. tand .. real(Y)/imag(Y) 
tand_dut_dZo_hi • real ( 1 ./ (Zstd. • ( (Zo+dZopen ) -Zsm). • (Zxm- Zs) ./ ( (Zsm-Zs ) . 

. • ( (Zo+dZopen) -Zxm)))) . limag(l. I (Zstd . • ( (Zo+dZopen) -Zsm). • (Zxm-Zs). 

./ ( (Zsm- Zs) . • ( (Zo-+dZopen)-Zxm)))); 
tand_dut_dZo_lo • real ( 1 . / (Zstd. • ( (Zo-dZopen) -Zsm). • (Zxm- Zs) ./ ( (Zsm- Zs) . 

. • ( (Zo-dZopen) -Zxm)))) ./imag(l./ (Zstd. • ( (Zo-dZopen) - Zsm). • (Zx..m-Zs). 

./ ( (Zsm-Zs). • ( (Zo-dZopen) -Zxm)))); 
c_ tand_dut_dZo • (tand_dut_dZo_hi - tand_dut_dZo_lo) /(2•dZopen); 

'!. ~o~orst case 
d_epsr _dut_dZo • c_epsr _dut_dZo . • dZopen; 
d_tand_dut_dZo • c_tand_dut_dZo . • dZopen ; 

'1."'1.'1.'1.'!.'!.'1."'1. vary Zs "'1."'1.'1.1.'1.'1."'1."'1. 
"'1. effect of changes in Zshort on calculate d epsr and tand 

"!. epsr • imag(Y) 
epsr _dut_dZs _h i • imag( 1. /(Zstd. • (Zo- Zsm). • (Zxm- (Zs+dZshort)) ./. 

( (Zsm- (Zs+dZshort )). • (Zo-Zx.m)))) . /(2•pi• !req) ; 
epsr _dut_dZs_lo • imag(l./ (Zstd. • (Zo-Zsm). • ( Zxm- (Zs-dZsb.ort )) ./. 

( (Zsm- (Zs-dZshort)). • (Zo-Zxm)))) ./ (2 • pi • freq); 
c_epsr_dut_dZs • (epsr_dut_dZs_hi - epsr_dut_dZs_lo) ./(2•dZopen); 
"'1. tand • real(Y)/il!lag(Y) 
tand_dut_dZs _hi • real ( 1 . / (Zstd. • (Zo-Zsm) . • (Zxm- (Zs-+dZshort)) . I . . 

( (Zsm- (Zs-+dZshort)) . • (Zo-Zx..m)))) ./imag(l./ ( Zstd. • ( Zo-Zsm ) . • . 
(Zxm- (Zs+dZshort)) . I ( (Zsm- (Zs+dZshort )) . • (Zo-Zx..m.)))); 

tand_dut_dZs_lo • real ( 1 ./ (Zstd. • (Zo-Zsm). • ( Zxm- (Zs -dZshort )) ./ .. 
( (Zsm- (Zs-dZshort)). • (Zo-Zxm)))) ./imag (l./ (Zs td. • ( Zo-Zsm). • . 
(Zxm- (Zs-dZshort)) ./ ( (Zsm- (Zs-dZshor t)) . • (Zo-Zxm)))); 

c_tand_dut_dZs • (tand_dut_dZs_hi - tand_dut_dZs_lo) /(2•dZopen); 

'!. ~o~orst case 
d_eps r _dut_dZs • c_eps r _dut_dZs . • dZshort; 
d_tand_dut_dZs .. c_ tand_dut_dZs . • dZshort; 

"'1."'1."'1.'1."'1.'1."'1."'1. vary Zsm "'1."'1.'1."'1."'1."'1.'1."'1. 
"'1. e ffe ct of changes in Zair on calculated epsr and tand 
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'!. epsr • imag(Y) 
epsr _dut_dZsm_hi • imag( 1 ./ ( Zstd. • (Zo- (Zsm+dZair)) . • (Zxm-Zs) ./. 

( ( (Zsm+dZair) -Zs) . • (Zo-Zxm)))) ./ (2•pi• freq) ; 
epsr _dut_dZsm_lo • imag( 1 ./ (Zstd. • (Zo- (Zsm-dZair)) . • (Zxm-Zs) ./. 

( ( (Zsm-dZair)-Zs) . • (Zo-Zx.m)))) ./ (2•pi •freq); 
c _epsr _dut_dZsm • (epsr _dut _dZsm_h i - epsr _dut_dZs~n_lo) ./(2•dZair); 
'l. tand • real(Y)/i~nag(Y) 

tand_dut_dZsm_hi • real (1./ (Zstd. • (Zo- (Zsm+dZair)) . • (Zx.m- Zs) ./. 
( ( (Zsm+dZair) -Zs) . • (Zo-Zxm)))) ./imag( 1 . / (Zstd. • (Zo- (Zsm+dZair)) 
(Zxm-Zs) ./ ( ( (Zs~n+dZair) -Zs) . • (Zo-Zxm)))); 

tand_dut_dZsm_lo • real (1./ (Zstd. • (Zo- (Zsm-dZair)) . • (Zxm-Zs) ./. 
( ( (Zsm-dZair) -Zs). • (Zo-Zxm)))) ./imag ( 1 . / (Zstd. • (Zo- (Zsm-dZair)) 
(Zxm-Zs) ./ ( ( (Zsm-dZair ) -Zs). • (Zo-Zxm) ))); 

c_tand_dut _dZsm • (tand_dut_dZsm_hi - tand_dut_dZsm_lo) ./(2•dZair); 

'l. ~o~orst case 
d_epsr_dut_dZsm • c_epsr_dut_dZsm . • dZair; 
d_tand_dut_dZsm • c_tand_dut_dZs~n . • dZair; 

'l.'/.'l.'l.'/.'!.'!.'1. vary Zx.m '!.'!.'!.'!.'!.'!.'!.'!. 
'!. effect of changes in Zdut on calculated epsr and tand 

'!. epsr • imag(Y) 
epsr _dut_dZxm_hi • imag( 1./ (Zstd. • (Zo-Zsm). • ( (Zxm+dZdut) -Zs) ./. 

( (Zs~n-Zs) . • (Zo- (Zxm+dZdut))))) ./ (2•pi •freq); 
epsr _dut_dZxm_lo • imag( 1./ (Zstd. • (Zo-Zsm). • ( (Zxm-dZdut) - Zs) ./ .. 

( (Zslll-ZS) . • (Zo- (Zxm-dZdut))))) ./ (2 • pi • freq); 
c_epsr _dut_dZxm • (epsr _dut_dZxm_bi - epsr _dut_dZxm_lo) ./ (2 •dZdut); 
'!. tand • real(Y)/imag(Y) 
tand_dut_dZxm_hi • real (1./ (Zstd. • (Zo-Zs~n) . • ( (Zx~n+dZdut )-Zs) ./. 

((Zsm-Zs) . • (Zo- (Zxm+dZdut))))) ./i~nag( 1 . / (Zstd. • ( Zo-Zsm) . •. 
( (Zxm+dZdut) -Zs) . /( (Zsm-Zs). • (Zo- (Zxm+dZdut))))); 

tand_dut_dZxm_lo • real (1 ./ (Zstd. • (Zo-Zs~n) . • ((Zx~n-dZdut )-Zs) ./. 
( (Zsm-Zs) . • (Zo- (Zxm-dZdut))))) ./imag( 1 ./ (Zstd. • ( Zo-Zsm) . • . 
( (Zxm-dZdut) -Zs) ./ ( (Zsm-Zs). • (Zo- (ZXD'I-dZdut))))); 

c_tand_dut_dZxm • (tand_dut_dZxm_hi - tand_dut_dZxm_lo ) ./(2•dZdut); 

'/, vorst case 

D.4 process_cyLdata. m 

'!. This function is intended to analyse and plot the data from measured 
'l. samples. Capabilities must include being able to take either a single 
'!.series or combine the four orientations , different no. of sample points, 
'!.plotting results but also tabulating them numerically. 

" "!. The statistical parameters of interest 111ust be calculated: Cv (•SHS) , 
'!. ;;ith perhaps some guidelines on vhat an acceptable range of Cv is for 
'!. 111eaningfully describing a sample ;;ith it. E.g. , it Cv • 0.5, then the 
'!. sample's material properties are clearly not constant, but change a lot 
'l. over its length. This is something vorth pointing out in the analysis 
'!. code. Other hints v ill appear as the case studies are completed. 

'!. NB: In all cases, measure.m is used to perform the calibration - it must be 
'!. ensured that the settings in that file are correct. 

get_jonscher _parameters • 0; 

'l. filenames 
'l. Reference material properties for calibration. 
ref_save_ fname • 'ref_measdata.mat'; 

'!. Repeatability data for cylinder characterisation . 
save_fname _rep • 'repdata_before .mat'; 

'l. Cylindrical measured data 
cyl_save_fname • 'cyldata.mat'; 

'l. plotting factor : e.g. it measured every 2 111111, 
'l. then gfactor set to 0.2 for correct plotting 
gfactor"' 0.2; 
doff set • 6; '!. [points) subtracted from d in plotting 

eval( ['load ' cyl_save_fname]); 

sample_str • 'samplestr'; 
disp( ['\.larking vith sample ' sample_str '. ']); 

'!. it this is greater than 1, then the t~o~o, three or four orientations are 
'!. combined and the average is calculated --- the algorithm vill append 
'!. '_Odeg ', '_90deg', etc . t o mat _str in its quest for the correct variables 
num_orientations "' 4; 

cal_singla • 1; 'l. only perform the calibrati on of a single sample 
cal_4orientations "' 0 ; 'l. take all four orientations into account 

if cal_single 

end 

if exist(('Z_ ' sample_str]) 
mat_str • sample_str; 

else 

end 

eval(('d • l:size(Z_' !llat_str ',2);']); 
measure; 
eval ( [ 'epsr _tot • epsr _' mat_str ' ; tand_tot • tand_' mat_str ' ; ')); 
eval ( ['alpha_ tot • alpha_' mat_str ' ; v_ tot • v _' mat_str ' ; ']) ; 
eval ( [' epsr _ tot_err • epsr _err_' mat_str. 

'; tand_tot_ err .. tand_err_' mat_str '; ']); 
eval( [ 'alpha_tot_err • alpha_ err_' mat_str. 

'; v_tot_err • v_err_' ~nat_str ';')); 

di s p(['Error: no sample ~o~ith name Z_' !Pat_str 'present.'] ) ; 

if cal _4orientations 
'!. 0 degrees 
if exist(['Z_' sample_str, '_Odeg')) 

mat _str • [sample_str, '_Odeg'); 

end 

d_epsr _dut_dZxm • c_epsr _dut_dZxm . • dZdut; 
d_ tand_dut_dZxm • c_ tand_dut_dZxm . • dZdut; 

1.1.1.1.1.1.1.1.1.1.1.1.1.1. Tn<al• 1.1.1.1.1.1.1.1.1.1.1.1.1.1.1. 
d_epsr _dut • sqrt(d_epsr _dut_dZo. -2 + d_epsr _dut_dZs. -2 + 

d_epsr_dut_dZsm. -2 + d_epsr_dut_dZxm. -2 + d_epsr_ag . -2); 
d_ tand_dut • sqrt (d_tand_dut _dZo. -2 + d_ tand_dut_dZs. -2 + 

d_tand_dut_dZs~n . -2 + d_tand_dut _dZXD'I. -2 + d _tand_ag. -2); 

'!. Error breakdovn: 
if do_error_breakdovn 

end 

disp( 'Uncerta inty contribution breakdown: ') ; 
disp( '-----------------------------------'); 
dis p('max. unce rtainty in epsr due to:'); 
disp( [' Z_open ' num2str(max(abs(d_epsr _dut _dZo)))]); 
disp( [ 'Z_short ' num2str(max(abs (d_epsr _dut_dZs))))); 
disp( ( 'Z_air ' num2str(max(abs (d_epsr _dut_dZsm))) ) ); 
disp( ( 'Z_dut ' nu.m2s tr (max(abs (d_epsr _dut_dZxm))))); 
disp{('air gap 'nu.m2str(max(abs(d_epsr_ag))))); 
disp(('Total 'num2str(max(abs(d_epsr_dut))))); 
disp('----------------------------------- 1 ); 

disp('max. uncertainty in tand due to:'); 
disp( [ ' Z_open ' nu.m2str(max (abs (d_tand_dut_dZo)))]) ; 
disp( ( 'Z_short ' num2str(max(abs(d _tand_dut_dZs)) )] ) ; 
disp( [ 'Z_air ' nu.m2str(max (abs (d_tand_dut_dZsm))))); 
disp( [ 'Z_dut ' num2str(max (abs(d_tand_dut_dZXII'I)))]); 
disp( ['air gap ' num2str(max (abs(d_tand_ag)))]); 
disp( ('Total ' num2str(max (abs(d_tand_dut ))))); 
disp('----------------------------------- 1 ); 

epsr_err • abs(d_epsr_dut); 
tand_err • abs(d_tand_dut); 

end 

else 

end 

eval(('d • l:size(Z_' !llat_str ',2);')); 
measure; 
eval(['epsr_tot .. epsr_' mat_str '; tand_tot • tand_' mat_str ';']) ; 
eval(['alpha_tot • alpha_' mat_str '; v_tot .. v_' mat_str ';']); 
eval(['epsr_tot_err • epsr_err_' mat_str. 

' ; tand_ tot _err • tand_err _' mat_str '; ']); 
eval( ['alpha_tot_err • alpha_err_' ~nat_str. 

'; v_tot_err • v _err_' mat_str ';')); 

disp( 'Error: no 0 degree sample present. '); 

'!. 90 degrees 
if exist(('Z_' sample_str , '_90deg•]) 

mat_str • (sample_str , '_90dag']; 
measure; 

end 

eval(('epsr_tot • cat{3,epsr_tot,epsr_' mat_str. 
'); tand_tot • cat(3,tand_tot,tand_' mat_str ');')); 

eval(['alpha_tot • cat(3 , alpha_tot , alpha_• mat_str. 
'}; v_tot • cat(3 , v_tot,v_• mat_str ');')); 

a val ( [ 'epsr _ tot_err • cat(3, epsr _tot _ err, epsr _err_' mat_str. 
'); tand_tot_err • cat(3 ,tand_tot_e rr,tand_err_ • mat_str ');')); 

a val ( ('alpha_ tot_ err • cat (3, alpha_ tot _err, alpha_ err_' mat_str .. 
'); v_tot_err • cat(3,v_tot_err,v_err_' mat_str ') ;')); 

'!. 180 degrees 
if exist(('Z_' sample_str , '_180deg']) 

mat_str • {sample_str, '_180deg') ; 
measure; 

end 

eval(['epsr_tot • cat(3 , epsr_tot , epsr_' mat_str . 
'); tand_tot • cat(3 , tand_tot,tand_' mat_str ');']); 

eval ( ['alpha_ tot • cat (3 , alpha_ tot, alpha_' mat_str. 
'); v_ tot • cat(3 , v_tot,v_' mat_str ');')); 

a val ( [ 'epsr _tot_ err • cat (3, apsr _ tot_err, epsr _err_' mat_str. 
') ; tand_ tot_ err • cat (3 , tand_tot_err, tand_err _' mat_str ') ; ']); 

eval ( ['alpha_ tot_err • cat (3, alpha_ tot_ err, alpha_ err_' mat _str. 
'); v_tot_err • cat(3 , v_tot_err,v _err_• mat_str ');']); 

'l. 270 degrees 
if exist(['Z_' sample_str, '_270deg')) 

mat_str • [sample_str , '_270deg'); 
measure; 

end 

eval(['epsr_tot • cat(3,eps r _tot,epsr_' mat_str. 
') ; tand_ tot • cat(3 , tand_ tot, tand_' mat_str '); ']); 

eval(['alpha_tot • cat(3 , alpha_tot,alpba_' mat_str. 
'); v_tot • cat(3 , v_tot,v_• mat_str ' );' ] ); 

eval(('epsr_tot_err • cat(3,epsr_tot_err , epsr_err_' mat_str. 
'); tand_tot_err • cat(3,tand_tot_err ,tand_err_• mat_str ');']); 

eval(('alpha_tot_err • cat(3,alpha_tot_err,alpha_err_' mat_str. 
'); v_tot_err • cat(3 , v_tot_err , v_e rr_ ' mat_str ') ;') ); 

'!.So no;; ;; e have epsr_tot, tand_tot, epsr_tot_err and tand_tot_err, as vell 
"!.as alpha_tot, v_tot and their uncertainties. 

'!. Hus t calculate the total mean of all four o rientat ions . Also, the 
'!. standard deviation of all the measurements should be calculated. This is 
'l. not an additional uncertainty, but rather only a measure of how the 
'/. material properties may vary in a sample. Hov to represent the 
'l. uncertainty then? Haybe the best vay ;;ould be to take t he mean (or max.) 
'!. of all the uncertainties? 

'l. \./ant to calculate the parameters of interest for the analysis of the rock 
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'/. properties : the coefficient o f variance (Cv) The larger this is , the 
'/. poorer the translation to bulk propagation properties the measurement is 
'/. deemed to be. 

'/. W'hat we're actually doing here is calculating the variation of properties 
'/. along the rock. We are only going to look at the expected values (mean ) 
'/. and see how they vary . The standard deviation here is not an uncertainty 
'/. measure, but only an analysi s tool . 

I. coverage factor 
k - 1; 

epsr _prope r ties • varianc e _ tests (epsr _tot , k • epsr _tot_ err) ; 
tand_properties • variance_tests(tand_tot, k • tand_tot _err); 
alpha_properties .. variance _tests(alpha_tot, k • alpha_ tot _ err ) ; 
v_properties • var iance _tests (v_tot , k • v_tot_err); 

%----------------% 
'/.- -- plott ing ---1. 
%-------------- --% 

dataset • [1 :7 ] ; I. which frequency points 
plotstyle • 'brkgcy k '; 
legendstring • ''; I. initi a lise legend string 
k - 1; I. coverage factor 

figure; 
subplot(2,1,1); grid on; hold on; 
:tor n • 1 :length(dataset) 

ond 

end 

h(: , n) • errorbar(gfactor• (d-doffset) , epsr _properties. RC_mea.n (dataset(n) , :) , 
epsr _prope rties. CU_rot (dataset (n) , :) , . 
epsr _properties .CU_rot(dataset(n),:), plotstyle(n)); 

plot(gfactor• (d-doffs e t), epsr_tot(dataset( n), : , 1), (plotstyle(n) ' : ']) ; 
if cal_4orientations 

if exist([ •z_• sample_st r, '_90deg• ]) 
plot (gtactor • (d-dof fset), epsr _tot (dataset (n) , : , 2), [plotstyle (n) ']) ; 

end 
if exist(['Z_' sample_str, '_180deg' ]) 

plot (gfac tor • (d-doffset) , epsr _ tot (dataset(n ), : , 3), [plots tyle (n) ']) ; 

end 
if exist((•z_• sample_str , '_270deg•]) 

plot(g:tactor• (d-doffset), epsr_tot{dataset(n) , : ,4), (plotstyle(n) ': ')); 
ond 
legendstring • strvcat (legendstring, [num2str( treq (dataset (n)) /1e6) ' MHz' )}; 

end 

ylabel ( '\eps ilon_r') ; 
title(['measured results of' sample_str]); 
subplot(2,1,2); grid on ; bold on; 
for n • 1 :length(dataset) 

ond 

error bar (gfactor • (d-doffset) , tand_properties. RC_mea.n (dataset (n) , : ) , 
tand_properties. CU_rot (dataset (n) , :) , . 

tand_properties. CU_rot (dataset (n) , :) , plotstyle (n)); 
plot(gfactor• (d-doffset), tand_tot(dataset(n),:, 1) , [plotstyle(n) ' : ']); 
if cal_ 4orientat ions 

if exist ( ['Z_' sample_str , ' _90deg' )) 
plot (gfactor • (d-dof fset ) , tand_ tot(dataset (n) , : , 2), [p1otstyle (n ) ')); 

ond 
if exist((•z_• sample_str, '_ 180deg'] ) 

plot(gfactor• (d-doffset), tand _tot(dataset (n), : , 3), [plotstyle (n) ']); 
ond 

if exist(('Z_' sample_str , '_270deg']) 
plot(gfactor• (d-doffset), tand_tot(dataset(n) , : ,4) , (plotstyle(n) ': ']); 

ond 

ond 

ylabel('tan\delta ') ; xlabel('x (em]'); 
legend(h(2, :) , legendstring); 

'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l.'l. 
I. plot alpha and v results 
figure; 
subplot(2,1,1); hold on; gr id on; 
for n .. 1 :length(dataset) 

h(: ,n ) • errorbar(gfactor• (d-doffset),. 
abs (20 • log10(exp( - alpba_properties . RG_mean(dataset{n), :) ) ) ) , 
abs(20• logl0 ( exp( - k • alpha_properties . GU_rot (dataset (n), :) ) } } , . 
abs(20• logl0(exp( - k • alpha_properties .GU_rot (dataset (n ), :)) )) , plotstyle (n}} ; 

plot(gfactor• (d-doffset) , abs (20 • log10(exp( -alpha_ tot{dataset (n), : , 1)}} ) , . 
(plotstyle{n) ': ']}; 

i f cal_4orientations 
if exist ( [' Z_ ' sample_str , ' _90deg')) 

plot (gfactor• (d-dot !set) , 
abs(20•log10(exp( - alpha_tot{dataset(n),: , 2)))) , (plotstyle{n) ': ')); 

ond 
if exist(('Z_' sample_str, '_180deg']) 

plot(gfactor• (d-dof f set) , 
abs(20• log10(exp(-alpha_tot{dataset(n ) , : ,3) ))) , (plotstyle(n) ': ']}; 

ond 
i.t exist(['Z_' sample_str, '_270deg')) 

plot(gfactor .. {d - doffset ) , 

D .5 geometry.m 

'/, this script generates geometry design fo r guarded 
'/, cylindr ical capacitor 

'!. measured core diameter ( add a little bit) 

'!. options used thus far: 
i'. axt - 32.5 mm 
I. bq-36.4mm 

core _diamt~ter • 41.7t~-3; 

abs (20 • log10 (exp ( - alpha_ tot (datase t (n) , : , 4)))) , [plotstyle (n) ': ')); 
ond 

ond 

ond 

ylabd( '\alpha [dB/m) '); 
title( ('attenuation and propagation vel ocity in ' sample_str)); 
subplot(2 , 1, 2); hold on; grid on; 
for n • 1: lengtb(dataset) 

ond 

errorbar(gtactor• (d-do:t:tset), v _properties. RC_mean(dataset(n), :) ./1e6, . 
v _properties. CU_rot (da taset (n) , :) ./1e6, 
v _properties. CU_rot (dataset (n), :} ./1e6 , plotstylt~(n)); 

plot (g:tactor • (d-dof:tset ) , v _ tot(dataset(n) , : , 1 ) ./ 1 t~6 , (plotstyle (n) ' : ']) ; 
if cal_4orientations 

if exist(('Z_' sample _str, '_90dt~g')) 

plot (gfactor • (d-doffset), v _ tot(dataset (n), : , 2) ./le6, (plotstyle (n) ') ); 
ond 

if exist(('Z_' sample_str, '_l80deg')) 
plot:(gfactor• (d-do:t:tset) , v_tot(dataset(n) , : , 3) ./1e6, [plotstyle(n} : ']); 

ond 
if exist(('Z_' sample _str , '_270deg•] ) 

plot(gfactor• (d-do:r:tset) , v_tot:(dataset{n) ,: ,4) ./1e6 , [plotstyle(n ) ': ']) ; 
ond 

ond 

ylabel ( 'v [111/\111u s] ') ; 
xlabel( ' x (em]'); 
legend(h(2,:), legendstring); 

I. Calculate the Jonscher parameter s o! the material's 111ean properties. 
if get_jonscher_parameters 

end 

1.--- Jonscher parameter extr action. ---'!. 
eps_111ean .. epsr _properties. tot_mean . .. ( 1- j • tand_pr operties. tot _mean); 

'/. first attempt 
(coeff err output_ c) •. 

lsq(8• rand(3 , 1) , 'j onscher _erfunc' , 20 , () ,eps _mean. ', freq' , 100); 
err_s .. err( end); 

coefficients • coe:t:t; 
output_curve • output_c ; 

I. try a number of starting points to see if dif f e r ent result better 
'/, (avoids local minillla) 
tor x • 1:10 

end 

(coeff err output_c] •. 
lsq(8• rand(3, 1), 'jonscber _erfunc' , 20 , [] , eps_mean. ', freq', 100); 

err • err(end); 
if err < err_s 

coefficients • coeff; 
output_curve • output_c; 
err_s • err; 

ond 

I. output Jonscber coefficients to workspace 
nj • coef:ticients(l); 
cbi_r • coefficients(2); 
eps_inf • coefficients{3); 
w_r • 20; I. specified in jonscher_erfunc.m 
err_lllin • err_s; '/,minimum error 

'/. plot results 
figure ; 
plot(freq/1e6 , real(eps_mean), 'r • '); 
hold on; 
plot(l inspace(min(freq/1e6) , max ( freq/1e6 ) , 100), nal (output_ curve), 'r'); 
plot { freq/1e6, - imag(eps_mean), 'b• '); 
plot (linspace (min(freq/Ie6) ,max ( freq/te6), 100) , - il!lag(output_curve ) , 'b') ; 
title( [ 'Jonscber model fitted t:o measured dat a of sample ' sample_st r •. •)); 
legend('Desired Points to fit', ' Best fitted curve') ; 
ylabel( '\epsilon_e/\epsilon_O'): xlabel ('freque ncy [HHz) '); 
v • axis; 
n • coefficients(!); chi_ r • coefficients(2); eps _ in:t • coe f ficients(3); 
text(v(1)+5, 0.2, [•n .. ' , num2str(round(n • 100)/100), ', \cbi_r • 

num2str(round(chi_r • 100)/100) , ' , \epsilon_ \infty • 
num2str ( round ( eps_ inf • I00)/1 00} , 
' , \omega_r • ', num2str(v_r), ' HHz']); 

grid; 

epSJ • (:treq./(w_r)/1e6}. -(nj-1) • cbi_r • (l-j • cot(nj • pi/2)) + eps_in:t; 
epsr j .. real(epsj); tandj - -imag(epsj)./real( eps j); 

epsr_111ean • real(eps_l!lean); 
tand_111ean • -imag(eps_l!lean) ./ r eal(eps _mean) ; 
[epsr _deviation, iepsrmax] • max (epsr _mean ./epsrj); 
epsr_deviat ion • abs(100-100 • epsr_deviation); 
(tand_deviation, i tandmax) • max (abs(tand_mean- tandj)); 

I. choose centre electrode length 
1 • 20e-3 ; 
I. choose arc coverage [degrees) 
phiO - 100; 

I. pcb parameters 
d_pcb .. O.OSe-3; I. thickness [mm] 

{.j',{. gaps 1.1.1. 
I. side gap [deg] (must be kept below 8 deg :tor ph iO .. 120 deg 
side_gap • 4 ; '/, 
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'/. guard-centre gap [mm] ( error expr ession available - keep small ) 
gap_gc • 0.2e-3; 

'/. radius 
R • core_diameter/2 ; 
I. guard electrode length 
L • 1 + 2•gap_gc + 4•R; 

/./.'/. elec trode d imens ions [mm] /.'/."/. 
disp( '-- -------- - --------- - --- - '); 

I. core geometry 
disp (['core diameter • ' nwn2str(2• R•l000) 'mm')); 

disp( '--- --------- - - - - - --- ----- ') ; 
I. pcb parame ters 
disp(['pcb thickness • 'num2str(d_pcbq OOO) ' mm']); 

'/. cent re electrode length 
dis p( '---- - - -- -- - - ------------- '); 

disp( '---- -- ---- ---- - - - --------'); 
disp( 'pcb electrode design parameters:'); 

disp( ' - - -------- - ------------- - ') ; 
disp([ ' e lec trode length: 1 • 'num2str0 • 1000) '!lUll ']); 

I. cent re electrode width 

w • (R+d_pcb)•pbiO•pi /180; 
disp((•arc coverage : pb iO .. ' nwn2str(phi0) ' deg --> w • ' .. • 

num2str(v • l000) ' mm'] ) ; 
I. guard-centre gap 
g • gap_gc ; 
disp( ('guard- centre gap : g • ' nwn2str(g•l000) ' mm']) ; 
I. side gap 
s g • ( R+d_pcb) •s ide_gap•pi /180; 
disp(('side gap of ' nwn2str(side_ga.p) ' deg - - > sg • '. 

num2str(sg• 1000) ' mm')); 
I. guard length 
disp(['total guard length: L • ' nwn2str(L•1000) ' mm' )) ; 
'/. guard Yidtb 
W • (R+d_pcb)•(lSO- side_gap} •pi /180; 
disp(('total guard width: W • 'num2str(W• l000) 'JND')); 
disp( '------------ - - - --------- - ') ; 

'/././. errors "/,"/,'/. 
[CO, Cg] • gapcap(l, phiO, g); 
di sp(['vacuum capacitance: CO " 'num2str(C0•1el 2) ' pF')) ; 
disp(('gap capaci tanc e correction : Cg • ' nwn2str(Cg • 1e12) 

' p F (' num2str( lOO • Cg/CO) ' '/. of CO)')); 
di sp( ' - ----------------------- - '); 
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